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TASK 85-01:
OPTIMIZATION OF TEST AND RESPONSE

CONDITIONS IN A PROTOCOL TO COMPARE THE
EFFECTIVENESS OF EXPERIMENTAL DECONTAMINATION

SYSTEMS WITH THE M258A1 KIT AGAINST PERCUTANEOUS
APPLICATION OF UNDILUTED VESICANT CHEMICAL SURETY

MATERIEL TO THE LABORATORY ALBINO RABBIT

1.0 INTRODUCTION

A task was assigned to Battelle's Medical Research and Evaluation

Facility (MREF) in December 1984 to optimize a screening protocol (MREF
Protocol 22) to compare candidate decontamination systems with the dual-

component standard system currently fielded by the U.S. Army. A screening

regimen was designed to test the variables included in MREF Protocol 22 to

determine the best conditions for experimentation and response expression in

the elimination of candidate decontamination systems judged not as effective

as the M258A1 field kit in decontamirnating rabbits exposed percutaneously to

sulfur mustard (HD) or Lewisite (L).

A draft protocol (MREF Protocol 23) was submitted in January 1985 to
the U.S. Army Medical Research and Development Command's (USAMRDC) 1istitute

of Chemical Defense (USAMRICD) for comment, modification, and subsequent

approval for implementation at the MREF. The final protocol, MREF Protocol 23

entitled "Optimization of Test and Response Conditions in the Dermal Study for

the Assessment and Validation of Decontaminants in Rabbits Against Mustard and

Lewisite," was signed in mid-May 1985, and studies were initiated immediately. :,

A copy of the signed protocol is included as Appendix A.

MREF Protocol 23 contains five areas for evaluation, designated

Optimizations A, B, C, D, and E, which are described in Section 2.10 of this

report. The experimental designs are based upon MREF Protocol 22, the

screenitig model developed and validated in MREF Task 85-11 (Develop a

Screening System(s) for Evaluating Decontaminants of Vesicant CSM, Emphasizing

Comparison to the Dual-Component M258A1 System). A copy of MREF Protocol 22

is included as Appendix B.
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2.0 EXPERIMENTAL DESIGN

2.1 ANIMALS

Albino rabbits were chosen for this study on the basis of the

extensive data base available for percutaneous application of toxic materials

in this species and on the size of the application area for multiple challenges

with neat chemical surety materiel (CSM). Equal numbers of 2.0- to 4.0-kg

male and female New Zealand White (albino) rabbits from the Kings Wheel

Rabbitry, 8085 Camp Road, Rt. 5, Mt. Vernon, Ohio 43050, were assigned to

treatment groups based on body weights. Preselections were made on all

rabbits to obtain only those with hair growth patterns that would allow

bilateral, pair-wise comparisons of standard and candidate dosing sites. All

animals were quarantined for at least 7 days at Battelle's Animal Resources

Facilities at 505 King Avenue before being transported to the MREF.

Upon receipt at the Animal Resources Facilities, the rabbits were

car tattooed for positive identification, weighed, sexed, and observed for

signs or symptoms of disease. At the MPi, animals were acclimated for at

least 24 hr prior to being placed on study. At both facilities, housing was

individual in stainless steel, slotted cages equipped with automatic watering
systems. Humidity was programmed at 50 percent (*10 percent) and temperature

at 70 F (*5 F). Fluorescent lighting was maintained at a light/dark cycle of

12 hr each per day. Purina Certified Rabbit Chow and water were available at

all times during quarantine and holding. During the 24-hr test period, animals

were given free access to water but were not given rabbit chow while in

treatment stanchions. frru

Battelle's physical facilities are of appropriate size, construction,

and location for the conduct of nonclinical laboratory studies. The animal

resources facilities have been registered with the U.S. Department of

Agriculture as Research Facility Number 31-R-21 since August 14, 1967, and are

periodically inspected in accordance with provisions of the Federal Animal

Welfare Act (Public Law 91-579 and subsequent revisions) and the "Guide for

the Care and Use of Laboratory Animals," NIH Publication No 85-23,

Revised 1985.
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A statement of assurance regarding the Department of Health, Educa-

tion, and Welfare policy on humane care and use of laboratory animals has been

filed with the Office for Protection from Research Risks, National Institutes

of Health. The letter of acceptance is dated July 29, 1986 for assurance num-

ber A3034-01. In addition, the Council on Accreditation of the American Asso-

ciation for Accreditation of Laboratory Animal Care (AAALAC) granted the

Battelle animal care program full accreditation on January 31, 1978. This was

renewed on July 11, 1980, July 1983, and December 1986.

2.2 TREATMENT DESIGN

The optimization steps described later in Section 2.10 make use of

the basic model developed in MREF Protocol 22. Specific deviations from the

basic protocol are described for each optimization step in the appropriate

section. The basic model is described below.

Three groups of eight rabbits (four male and four female) were

matched by weight after selecting animals with suitable hair growth patterns

within the dorsal application area. Each animal in the group received a

series of O.5-pl applications of CSM along the dorsum of the back in the

following pattern:

Anterior ' Posterior
Midline S1 S2 S3 S4 I

NI N2 N3 X

N = 0.5 pl of CSM followed by experimental candidate

decontamination systemI

S = 0.5 ul of CSM followed by M258A1 I and II (in sequence)

standard decontamination system (except at S4)

X = No treatment or challenge

1 = Decontamination at shortest time periodE

2 = Decontamination at middle time period

3 = Decontamination at longest time period

4 = CSM without decontamination.
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Each dose/decontamination area w:s approximately 100 mm long (laterally from

the midline) and 25 mm wide.

2.3 EXPERIMENTAL COMPOUNDS

The materials used to test each optimization step were both com-

ponents of the M258A1 field kit. The dual-component M258A1 kit was chosen, in

consultation with USAMRICD representatives, for use as the standard decontami-

nation system. In some cases, the effectiveness of the system was ascertained

using distilled water, which was selected as a liquid material that would not

be effective as a decontaminant against percutaneous application of HD or L.

The M258AI kit consists of two components (I and II) to be used in

sequence in field application as specified by the kit use instructions

(TM 3-4230-216-10, April 1982). Each component is individually packaged in

aluminum foil to maintain activity of the ingredients and to prolong the stor-

age life of the kit.

Component I consists of a nominal 2.75-inch by 5-inch towelette

moistened with 3.5 to 4.9 g of decontaminating solution (average volume esti-

mated to be 4.25 ml). The decontaminating solution is a mixture of ethanol

(72 percent w/w), phenol (10 percent w/w), sodium hydroxide (5 percent w/w),

ammonia (0.2 percent w/w), and water (12.8 percent w/w) in accordance with -

Military Specification DOD-D-51467(EA), 25 February 1980 and Military Specifi-

cation MIL-D-51468(EA), 1i August 1983. Component II consists of a nominal

2.75-inch by 5-inch dry towelette impregnated with 1.0 g of chloramine B

(quantity to produce an active chlorine content of 0.156 g) and three crush-

able glass vials containing a total of approximately 4.5 ml of a mixture of

ethanol (45 percent w/w), zinc chloride (5 percent w/w), and water (50 percent

w/w) in accordance with Military Specification DOD-D-51467(EA), 25 Februiary

1980; Military Specification DOD-C-5146i(EA), 25 February 1980, and Military 0

Specification MIL-D-51468(EA), 11 August 1983.

Individually wrapped and prepared kit components were not used in

the validated screen in MREF Protocol 22. Instead, the kit components were

made of towelettes from bulk rolls and solutions from bulk containers fresh at

the moment of use in the experiment. The bulk liquid solutions were applied
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directly to the precut towelettes in the hood immediately prior to in-hood use

to minimize persontel exposure and evaporation of the volatile portions of the

liquid solutions. The volumes of the liquid portions and sizes of the cloth

towelettes used in these experiments were proportional to the specifications

that governed their manufacture (Military Specification DOD-C-51464(EA), 0

25 February 1980; Military Specification DOD-D-51467(EA), 25 February 1980,

and Military Specification MIL-D-51468(EA), 11 August 1983). The components

of the M258A1 system were obtained from Chemtronics Corp., Swannanona, North

Carolina, and wer,2 used in screens performed before mid-April 1986. After

that, the M258A1 components were obtained from Mine Safety Appliances,

Murraysville, Pennsylvania.

The L and HD were supplied by USAMRICD, and the following informa-

tion was obtaired from USAMRICD for each:

Lot No. 39131-4 39135-4

Purity (%)* 97.3 95.8

Density (g/ml) 1.27 1.88

Known impurities

Cis isomer 4.0

Diathane 1.2

Unknown Impurities 1.5 0.2

Additives None None

Color Colorless Colorless
Appearance Clear liquid Slightly oily liquid.

*All percentages are calculated by weight and are subject to ±0.2 variation

due to analytical imprecision.

Battelle did not confirm the purity, density, impurities, or additives infor-

mation supplied by USAMRICD. Dose analyses were not performed since CSM was

applied undiluted.

0
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2.4 PREPARATION OF ANIMALS

Prior to application of CSM, each rabbit was clipped and anesthetized

with a 3.5:1.0 (w/w) mixture of ketamine and xylazine (17.5 mg/kg and

5.0 mg/kg, respectively) by intramuscular injection. Dosing areas were marked

on the dorsum with a felt-tipped pen. The unconscious animals were then

placed in stainless steel stanchions and transported to the hood for dosing.

2.5 APPLICATION OF VESICANTS

A constant dose of 0.5 /Al of CSM was chosen based on the validation

results of MREF Protocol 22. The CSM was applied to each of the seven sites

on the back of each rabbit (see Section 2.2, Treatment Design) as a small

streak approximately 100 mm in length and 20 mm in 'idth perpendicular to the

spine with a Hamilton 7001 1.0-sl syringe. L was applied with a special

Hamilton 7001 syringa equipped with a platinum barrel and a tungsten plunger,
while HD was applied with a standard stainless steel syringe. The following

pattern of application was used on each rabbit:

Anterior o. Posterior

Midline I I

0 Application of CSM proceeds from A-G in alphabetical order to
allow proper sequencing of timed decontaminations at each site.

* Applications at site H and at site I are done during the dosing_

regimen at the first available time period.

2.6 DECONTAMINATION

The M258A1 decontamination components were applied in field-use
sequence to the vesicant-dosed areas as described for each optimization step.
Application of component I for 5 sec began at 1.25, 5.0, or 10.0 min after _

administration of HD dose or at 30, 60, or 120 sec after an L dose.
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Application of component II for 10 sec began 65 sec later. The application

regimens were those validated for MREF Protocol 22, which were based on the

field-use instructions for the M258A1 kit.

Applicators for component I and component II were made by cutting

bulk M258A1 I or II kit cloths to an area of approximately one-half the kit

pad size, taping it around one end of a tongue depressor, and wetting it

immediately prior to use with 2.25 ml of either I or II bulk decontamination

solution. The component I applicator was wiped over the dosed area briskly

but not harshly at approximately three strokes per second for a total of
5 sec. The strokes were made within the approximate 100 x 25 mm dose/

decontamination area with a lateral motion perpendicular to the spine. Only

one side of the applicator was wetted and used. The component II applicator

was applied to the dose/decontamination area in a fashion similar to component

I, but for a total of 10 sec. Both sides of the component II applicator were

wetted (2.25 ml total) and used (10 sec total), which made full use of the

chloramine B powder impregnated in the component II cloth.

2.7 LESION EVALUATION

Immediately prior to lesion evaluations at 20 to 24 hr after dosing,

the dose sites were washed off with 5 percent sodium hypochlorite (NaClO; bulk

commercial grade diluted with distilled water) solution followed by three dis-

tilled water rinses.

Three criteria of lesion size (length, width, and area) were mea-

sured to determine the effectiveness of the candidate decontamination system

as compared to the M258A1 standard system. Visual estimates of lesion length

and width were made by reference to a plastic metric ruler. Lesion length was

defined as the longest dimension of the lesion (in millimeters), generally in

the shape of an ellipse. Width was defined as the greatest distance (in

millimeters) from one side of the lesion to the other side along an axis per-

pendicular to the length. Area (in square millimeters) was calculated as

0.25x times the product of length and width, assuming an ellipsoid. Dimensions

of lesion shapes that clearly indicated a noncontinuous dose application were

recorded but were not included in the data analysis.

I



8

The ease of estimation of lesion length and width was enhanced by

intramuscular injection of 1 ml of a 3 percent suspension of trypan blue dye

in saline into each thigh of the rabbit approximately 2 to 4 hr before lesion

length evaluations. Animals were anesthetized with a mixture of ketamine
(17.5 mg/kg) and xylazine (2.5 mg/kg) just prior to lesion evaluations. Photo-

graphs were taken of the lesions to supplement the estimates, if necessary.

After lesion evaluation at 24 to 28 hr after exposure, the rabbits

were killed by administering T-61, a euthanasia solution.

2.8 NECROPSY AND HISTOPATHOLOGY

No tissue samples were saved and all animal carcasses were decon-

taminated and discarded.

2.9 STATISTICAL ANALYSIS

The lesion size data analyses included graphical displays, summary

statistics, and application of analysis of variance (ANOVA) methodology to

estimate biologically important contrasts among the measured lesion sizes and

to determine their statistical significance. Scatterplots and summary statis-

tics of average lesion lengths, widths, and areas provided direct visual com-

parisons of the effects observed from each test. The ANOVA methodology used a

multifactor model that reflected two sources of experimental variation:

animal-to-animal variation and within-animal variation. Since different

animals were placed on study in each of the three replicate days, comparisons

among days were based on comparisons across animals; thus, they incorporated

animal-to-animal variation as well as within-animal variation.

2.10 OPTIMIZATION STUDIES

This report presents the data obtained and analyzed for the five

optimizations described in detail below. Analyses of data collected from each

optimization are presented and discussed as to the significance of the finding

relative to the standard protocol step being evaluated.

... . . . .,. . . .. . . , ,. P a A K_. A IL ! I - , ,11, rLA k " k 1 .
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2.10.1 Optimization A:
Removal of Animals from Hoods on Day of Dosing

Much of the time and effort in the MREF Protocol 22 decontamination

system screen is due to the retention of rabbits in the dosing hood for

periods of 24 to 28 hr after dosing. The conservative safety assumption has

been that evaporated vesicant exists at hazardous levels in the air surround-

ing the dosed rabbits during this period. This assumption increases the time

and effort of each screening study by making the hoods unavailable for any

other dosing work, requiring extensive cleanup of animal wastes that have

accumulated in the hoods overnight, requiring proof of decontamination of

animal carcasses, and making evaluations of lesions at 24 to 28 hr after
dosing cumbersome and difficult because they must be conducted within the hood

system.

The current requirement to maintain the dosed animals in the hood
system for the duration of the study necessitates that the hood system be
dedicated to each screening run for 2 consecutive days, one day for dosing and

one for assessment of lesions and extensive decontamination of animals and

hoods. Therefore, only two screening runs can be performed in a hood system
in a normal work week.

The ability to remove the dosed animals from the hoods on the same

day as dosing would make the hood system available for next-day use, decrease

the effort needed for hood cleanup, render proof of animal decontamination

unnecessary, and allow evaluations of lesions to be made outside of the hood

system in an examination room.

These incentives prompted us to examine the consequences of an early

decontamination and removal of animals from the hoods:

@ The potential hazards to personnel from vesicant evaporating from

animal backs after earlier decontamination with NaClO solution

a The effect of decontamination with the NaClO solution and rinsing

with distilled water at 4 hr after dose on local irritation and

lesion size at the 24- to 28-hr time for lesion size estimations.

.........I. H
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Four hours was selected as the exposure period because it was con-

sistent with U.S. Army Chemical School Nuclear, Biological, and Chemical (NBC)

hazard protection and decontamination doctrine as a typical duration that a
vesicant-exposed soldier would likely experience in the battlefield before
rendezvous with chemical decontamination squads (Final Draft, FM 3-5, NBC

Decontamination, August 31, 1984, U.S. Army Chemical School).

2.10.1.1 Optimization A: Experimental Design

Rabbits were tested in subgroups of eight per day. These test ani-

mals received 0.5 pl of HD or L at seven dose sites and were decontaminated at

three different times after dosing. Right-side dose sites were decontaminated

with M258A1 components I and II per MREF Protocol 22, and left-side dose sites

were decontaminated twice with distilled water at the time sequences used for

M258A1 components. This scheme was used to simulate conditions for maximal
presence of vesicant when performing the decontaminant system screen, as would
be the case when a candidate system no more effective thdn water was tested

against M258A1 I and II. All seven sites were decontaminated at 4 hr after

dosing with a NaClO solution, followed by three rinses with distilled water.

The concentration of the NaClO solution was varied to determine the highest

concentration that would not produce an increase in the generalized erythema

of the decontamination sites at lesion readings 24 hr after dosing.

A series of prevalidation studies were conducted with HD to deter-

mine the highest reliable nonirritative concentration of NaClO. These studies

showed that 0.5 percent concentration of NaClO did not increase the erythema

or edema caused by HD exposure. In addition, several studies were conducted

using either one or two animals to determine the presence of HD sampled afterI

no decontamination and to verify the ability of the sampling method to collect

HD vapors.

Three runs were then conducted with HD (24 animals total) and two

runs with L (16 animals total) to assess the safety and lesion size effects of

the early decontamination with 0.5 percent NaClO. After NaClO decontamination

and three distilled water rinses, the rabbits were individually placed in

stainless steel stanchions within cardboard boxes (with the tops removed) in

.4



the dosing hood. The boxes were used to reduce the air velocity in the

vicinity of the rabbit back, thereby minimizing vesicant vaporization.

A large plastic funnel was cut to the curvature of the rabbit's

back and positioned over the dosed sites. Tygon tubing was attached to the

small end of the funnel. This assembly, supported by a ring stand with clamp, 4

'as developed to replace the plastic bags described in MREF PrLoocol 23

(Appendix B, page 9). The change to funnels was made to decrease the possi-

bility of false negative results from decontamination by water evaporated from

the rabbit back. Perspiration by the rabbits was noticeably reduced by using ,

the funnel assembly.

Headspace air over the dosed sites was sampled at a rate of

2.0 liters/minute (1/min) through impingers filled with 10 ml of ethylene

glycol diacetate (EGOA). Sample periods were 3 hr for HD and 2 hr for L. The

sample solution was analyzed either by gas chromatography (GC) (for HD) or by

atomic absorption spectroscopy (for L). Results were compared with the 10-day

time-weighted average (TWA) established for edch vesicant by USAMRICO for

Battelle under Contract No. DAMU17-83-C-3129. I
Estimates of lesion length and width were made at 24 to 28 hr after

dosing. Lesion length was the primary response. Contralateral comparisons

were made at each time to decontamination as in the base protocol. This

experimental model was similar to the MREF Protocol 22 validation studies I

reported in MREF Task 85-11, 20 November 1985. The only difference was that

this study used a 4-hr decontamination with 0.5 percent NaClO instead of a

24-hr decontamination with 5 percent NaClO. Thus, we compared the results

from this model with results obtained from the initial validation of MREF -

Protocol 22 for HD.

Under MREF Task 85-11, an attempt to validate MREF Protocol 22 had

failed at times to decontamination of 1.25, 5.0, and 10.0 min. The contra-

lateral difference in lesion lengths resulting from HO decontaminated with

distilled water versus M258A1 I and II at 10 min after dosing was not signifi-

cant (P > 0.05, one-sided). Times to decontamination were reestablished at

1.0, 3.0, and 5.0 min and validated under MREF Protocol 22. This validation

occurred after Optimization A had been performed with HD. A re-test at these

new times in MREF Protocol 23 to establish the safety of the 0.5 percent NaClO

,n 
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decontamination and removal of animals from the hood at 4 hr after dosing was

deemed unnecessary since measurements taken at 1.25 and 5.0 min in the Optimi-

zation A series showed no measurable HD concentration present.

For L, times to decontamination with either M258A1 1 and II or dis-

tilled water were 30, 60, and 120 sec. The model was tested for safety and .

for the lesion size effect of decontamination with 0.5 percent NaClO at 4 hr

after dosing versus 5 percent NaClO at 24 hr. The results of this test with

16 animals were compared to the MREF Protocol 22 validation of L decontami-

nated with M258A1 I and II as reported in MREF Task 85-11.

2.10.1.2 Optimization A: Statistical Analysis

During the validation of MREF Protocol 22, contralateral contrasts I

(one-sided, paired t tests at alpha = 0.05) were performed between lesion size

estimates obtained by decontamination with either M258A1 I and II or distilled I
water followed by decontamination at 24 hr with 5 percent NaClO. Significance

of the contrasts was based on an ANOVA model, incorporating both between-

animal and within-animal variation. Under Optimization A, contralateral con-

trasts were similarly performed between lesion size estimates obtained by.

decontamination with either M258A1 I and II or distilled water followed by

decontamination at 4 hr with 0.5 percent NaClO. For each NaClO decontamina- I

tion scheme, these contralateral contrasts (i.e., M258A1 I and II versus dis-.

tilled water) were performed at each time to decontamination and on all paired I.
data pooled across times to decontamination. In order for the early NaCIO

decontamination to be an acceptable modification, the contralateral difference

in lesion length between M258A1 I and II and distilled water had to be signif-

icant at each time to decontaminazion. This criterior for accepting the mod-

ification was adopted in consultation with USAMRICD, and ensured that the

procedure retained the ability to discriminate between good and poor decon-

tamination systems after modification.

We also wanted to know whether the screen had been significantly E
changed by the early NaClO decontamination procedure. To test this, the con-

tralateral differences were contrasted (late less early NaClO decontamination,

two-sided, unpaired t test at alpha = 0.05) at each time to decontamination
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and for the data pooled across times to decontamination. The t score, i.e.,

the studentized difference between the contralateral differences for the two

NaClO decontamination schemes, was interpreted as an index of the degree of

change in the screen model. A positive t value with P < 0.05 indicated that

the early NaClO decontamination scheme had increased the difference between

lesion sizes for the standard versus a nominally inadequate decontamination

system. That is, a significant positive t value meant that the sensitivity ofI

the model had been improved by the early decontamination.

The procedure was performed for the HD screen at 1.25, 5.0, and

10.0 min to decontamination, and for the L screen at 30, 60, and 120 sec to

decontamination.

2.10.2 Optimization B:
Positional Effects in Test Design

Studies performed in January 1984 established an experimental design
under Task 84-1 (Vesicant Screening Protocols for Decontaminants) for the

general decontamination screening system. Those studies did not determine the

effects of vesicant dose position on the rabbit's back on lesion size and of

how much the decontamination process varied with dose position. It was sus-

pected that an anterior-posterior gradient in the thickness of the epidermis

and/or dermis of the albino laboratory rabbit might be enough to affect the

lesion size response. Optimization B was designed to test for the histologic

variables implicit in the screen design, as well as variables inherent in the
decontamination process itself (i.e., how each dosed area is presented to a

nonambidextrous decontamination technician and how accessible that area is

with respect to side and the distance the technician must reach inside the

hood to apply the decontamination system). Optimization B evaluated the total

expression of these variables.

2.10.2.1 Optimization B: Experimental Design

The effect of the position of the dose was examined using a three-

way factorial experimental design. The factors concurrently evaluated were

side (left/right), anterior-posterior position (from 1 = most anterior to 4 =
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most posterior within the nominal treatment region of the shaved dorsum), and

time to decontamination (at 1.25, 5.0, and 10.0 min and 24 hr, and in a later

study at 1.0, 3.0, and 5.0 min and 24 hr for HD; and at 30, 60, and 120 sec

and 24 hr for L). A set of 8 animals with the same ordering of time to decon-

tamination with anterior-posterior position was designated a group. The fac-

tors position, group, and time to decontamination formed a replicated 4 x 4

Latin square, with eight replications. These factors were completely crossed

with side, a two-level factor. Animal was used as a blocking variable, with 4

of the 16 combinations of position and time to decontamination run on each

animal. Each animal was dosed and decontaminated in the same manner with

M258A1 I and II on both sides at each position while we varied the time to

decontamination from group to group. Thirty-two animals in four groups of

eight animals each were used per study. The animals for each group were

divided over 2 days of testing per study, i.e., 16 animals per day. Group

definitions were as follows:

Position

Group N Side 1 2 3 4

1 8 Both S M L ND

2 8 Both M L ND S

3 8 Both L ND S M

4 8 Both ND S M L

where I
S shortest times to decontamination

M = middle times to decontamination

L = longest times to decontamination

ND = no decontamination until just before lesion assessment at 24 hr
after dosing, then with 5 percent NaClO solution followed by three
distilled water rinses.

All other experimental details of dosing, decontamination, and

lesion size estimation were the same as in MREF Protocol 22. Lesion responses

were length, width, and calculated area, assuming an ellipsoid lesion shape.

s-~ u W nu r_ am M KJ I.Y.V
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2.10.2.2 Optimization B: Statistical Analysis

Lesion estimates were averaged (n = 8) by group across both days per

study. Each mean represented the lesion response (length, width, or area) for

a vesicant dose applied at one of four anterior-posterior positions, one of

two sides, and at one of four times to decontamination. The estimates were

submitted to a three-way ANOVA that evaluated the primary effects of position,

side, and time and all possible interactions of these. Calculations for

Type III sums of squares, which do not assign priorities to factors, were per-

formed. Estimates of contralateral differences at each position (pooled

across times) and separately at each time (pooled across positions) were cal-

culated along with t statistics and probabilities for the null hypotheses.

These estimates were calculated since side was the factor of primary concern.

Tests for linear and quadratic trends of lesion size with position or time

were also conducted. Results of the statistical tests were interpreted as

indices of the validity of the model for comparing the standard versus candi-

date decontamination systems against vesicants at different exposure periods.

2.10.3 Optimization C:
M258A1 Standard Kit Materials Packaging

Both MREF Protccol 22 and its precursor, MREF Protocol 1 (screen for

decontaminants using single, most effective M258A1 component), used standard
materials from bulk packaging to make the M258A1 decontaminating systems
instead of using the actual foil packets from the field kit. Preparation of

standard matErials from bulk was preferred by USAMRDC and Battelle for

economy, ease of preparation, and safety to operating personnel. g

2.10.3.1 Optimization C: Experimental Design

Optimization C was designed to determine whether there was any dif-

ference in lesion response to M258A1 decontaminant obtained from bulk versus

kit packaging. The experimental model was the same as for MREF Protocol 22,

using both components of the M258A1 standard. Twenty rabbits each were used

%,%WW r rw.W.". V @
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for HD and L. Riqht-side dose sites were decontaminated with M258A1 materials

prepared as in Section 2.6. Left-side dose sites were decontaminated with

M258A1 kit (manufacturer's date: February 1985, Lot 001) materials taken from

freshly opened packets and taped around wooden tongue depressors. Kit instruc-

tions were followed for preparing component II, which called for crushing

glass vials to prewet the application pad before opening the packet. All

other experimental details were identical to MREF Protocol 22. MREF Proto-

col 23, page 11, directs the test to be performed at only the shortest time to

decontamination (1 min for HD; 30 sec for L). After consultation with

USAMRICD, a decision was made to use the entire animals' backs and to compare

M258A1 bulk versus kit packaging at 1.0, 3.0, and 5.0 min for HD and at 30,

60, and 120 sec for L. The most posterior site on each side (G and H) was

dosed and decontaminated 24 hr later with a 5 percent NaClO solution followed

by three distilled water rinses. The G and H sites served as controls for a

possible position (side) effect, since the results of Optimization B were not

known at the time.

2.10.3.2 Optimization C: Statistical Analysis

Statistical methods included one-sided, paired contralateral con-

trasts to test the null hypothesis that there was no difference between the

use of bulk and field kit foil packets. Thi; one-sided experimental design

was used to simulate a MREF Protocol 22 screen in which the M258A1 bulk com-

ponents served as the usual standard decontamination system and the M258A1
field kit foil packet components served as the system being tested.-.j-t!

2.10.4 Optimization D:
Optimization ut Times to Standard Decontamination

Two of the three variables associated with the M258A1 kit, amount of

decontaminant and duration of wiping, are fixed by the M258A1 standard kit and

the instructions for its use (TM 3-4230-216-10, April 1982). The remaining

factor, time to decontamination, was varied in Optimization D to determine

three exposure durations that would result in lesion sizes of approximately
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25, 50, and 75 percent of an unchallenged control dose applied contralaterally

to each. Since times to decontamination for L were already short due to its

nearly instantaneous necrotizing effect, this optimization was performed for
HD only.

2.10.4.1 Optimization D: Experimental Design

Six dose sites were used on the backs of eight animals per run.

Exposure periods were varied on the three left-side dose sites from run to

run. Left-side HD dose sites were decontaminated with M258A1 I and II per

MREF Protocol 22, and right-side dose sites were not decontaminated. All
lesion sites were washed with 5 percent NaClO solution followed by three
distilled water rinses at 24 hr after dosing. Relative lesion size (RL) was

expressed as a ratio of the left-side lesion length (Lt) to its contralateral II
non-decontaminated right-side lesion length (L24 hr). A scattergram of

relative lesion length versus time to decontamination was plotted.

Times to decontamination in these studies ranged from 10 to 75 sec,

which were generally shorter than the times that had been validated under MREF

Protocol 22 for screening candidate decontamination systems. In order for a

lesion growth curve generated by these data to contain information beyond

75 sec to decontamination, we decided to include MREF Protocol 22 validation

data. Those validation studies had been conducted at two sets of three times

to decontamination, i.e., at 1.25, 5.0, and 10.0 min and at 1.0, 3.0, and

5.0 min, which offered six more sets of points for the lesion growth curve.

The data were corrected for anterior-posterior positional effects evident from

Optimization B before being included in the lesion growth scattergram.

2.10.4.2 Optimization D: Statistical Analysis

The relative lesion length data obtained under Optimization D of

MREF Protocol 23 and the data obtained in the validation of MREF Protocol 22

were separately subjected to outlier tests at each time period, The two-sided

method of Grubbs (1969)3 was used at alpha = 0.05. The method was incorporated

into a SAS (Statistical Analysis System, Inc., Cary, NC) algorithm that

U
A2A
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input the data at each time period as a univariate sample and calculated

studentized residuals in a single-parameter regression model. The program

then identified and eliminated the most extreme outlier (if any) in either

tail. The procedure repeated itself until no outliers remained.

Since the outlier test was sensitive to non-normality in the data

distributions, the arcsine (xl/2) transform, which is commonly used to nor-

malize fractional parameters, was employed, i.e.,

y = arcsine(-M RL /
where

y = variable subjected to the outlier test,

RL = left-side lesion length/24-hr control-side lesion length, and

M = either the maximum R at the given time to decontamination or 1.00,
whichever was greater.

Division of R by either the sample maximum plus 0.01 or 1 plus 0.01 was neces-

sary to assure a valid argument for the arcsine operation.

With outliers deleted, the data from MREF Protocol 23 Optimization D

and from MREF Protocol 22 HU validation studies were combined for calculations

of the regression parameters in the .egative exponential growth function

RL = I - B2e(
-Blt)

where

R = ratio of the lesion length to the 24-hr control value,

e = Naperian base, 2.718,

B1 = exponential regression parameter,

B2 = fractional complement to the y-axis intercept (B2 = i-intercept), and

t = time in seconds after dosing.

An iterative regression analysis was performed using a SAS-weighted

nonlinear regression procedure (NLIN) with the Marquardt (1963)6 least-squares

method. The rationale for employing the above model was the inverted decay-

type shape of the points in the scattergram of the combined data. The
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parameters B1 and B2 were allowed to float in iterative, weighted least-

squares calculations that moved toward a minimal sum of squares. The weight-

ing factor was 1/(R)2. The only restriction in the model was that, at

infinite time after dosing, the relative lesion length was forced to 1.0 (the

first term in the right side of the equation). This was approximately equiva-

lent to defining that each lesion, if not decontaminated, would equal the

24-hr control in lesion length at t = 24 hr.

As shown in Section 3.4.3, relative lesion length was shown to be an

unsatisfactory response because it did not regress to a level less than 0.25.

The intent of the optimization had been to define new times to decontamination

as exposure periods at which relative lesion length approximated 25, 50, and

75 percent by interpolation of the curve. We decided to investigate another

parameter, relative lesion growth (RG), defined as

RG= Lt - 10 mm
L24 hr - 10 mm

where

Lt = lesion length at time t after dosing and

L24 hr = lesion length at 24 hr after dosing.

The target application length, 10 mm, was subtracted from both numerator and

denominator. The data for this response contained two nonpositive members so

that the square root operation could not be performed in the arcsine (x1/2) a
transform preparatory to the outlier test. Thus, results from the outlier

test performed on RL were used to identify outliers. Negative members were

treated as zeros in the regression analysis. The same least-squares regres-

sion model was used as before. The weighting factor was changed to 1/(R + 1)2 1
to prevent extreme weighting of members equal to or approximating zero. Times

to decontamination were determined at R = 0.25, 0.50, and 0.75 by solving for

t in the negative exponential equation, i.e.,

= In\ 2B
1-81.h9

ln 82
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2.10.5 Optimization E: S
Improved Skin Irritation Evaluation

The screen developed in MREF Protocol 1 used classical Draize

(1944)2 irritation scoring to test the ability of candidate decontaminants to

reduce erythema and edema. Work performed under Task 84-7 showed this method

to be unsuiteo for evaluating severe dermal irritation, such as that due to

vesicant CSM exposure. The Draize method was not able to distinguish degrees

of irritation among the standard and six candidate decontaminants. That is,

group mean erythema and edema were severe in all groups at the dose levels and

exposure times chosen for the screen.

Optimization E involved the investigation of several optical and

computer technologies as possible means of devising a workable procedure for

scoring severe skin irritation. This was done so that the logic of making

procedural changes based on previous results would be clearer.

3.0 RESULTS AND DISCUSSION

Tables are presented in Appendix 1 and Figures are presented in

Appendix D.

3.1 OPTIMIZATION A

Results of Optimization A studies for H) and L are presented in the

following sections. Data from the volatilization studies are presented in

Table 3.1.1. Tables 3.1.2 through 3.1.10 and Figures 3.1.1 through 3.1.6

present data for 4- and 24-hr NaClO decontamination comparisons of HD. Tables

3.1.11 through 3.1.19 and Figures 3.1.7 through 3.1.12 present similar data

for L.
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3.1.1 Determination of Volatilized HD

Preliminary work in the MREF showed the highest effective but
consistently nonirritative NaClO solution concentration was 0.5 percent. The
detection limit of HD by GC in the MREF is 0.6 ng/l, or 20 percent of the TWA

(3.0 no/l) established for HD at Battelle under Contract No. DAMD17-83-C-3129.

Analysis of the EGDA samples collected through funnels placed over the dosed
sites revealed no detectable HD from any of the 24 animals used in the three

studies. Results were reported as less than 0.2 TWA.

Table 3.1.1 includes results from two single-animal studies that

demonstrated no detectable HD at 4 hr after dose even without NaClO

decontamination. HD was not detected either when the 0.5 percent NaClO

solution step was omitted or when all steps of mechanical removal were

omitted. It was apparent that 4 hr of evaporation from and penetration through I
skin was enough for the dissipation of 0.5 #l of HD applied percutaneously.

The ability of the method to collect HD was ascertained by initiating

the sampling period at 7 or 11 min after dosing of 0.5 #1 of HD at each of

seven sites. Analyses from two rabbits sampled at these time periods showed

HD concentrations of 2,740 and 880 ng/l of air, which are equivalent to

recoveries of 22.2 and 7.1 percent of the total dose as calculated below:

Recovery = [HDl.T.R.100%

n.v~d.cU
where

[HD] : average concentration of HD in nanograms per liter of air
sampled,

T = sampling period (180 min),

R = sampling flow rate (2.0 1/min),

n = number of dose sites (seven per animal),

v = dose volume per site (0.5 Al),

d = density of HD (1.27 mg/#l), and
6c = conversion factor (10 ng/mg).

These tests served as positive controls for the funnel collection method.
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The results of these studies indicated that decontamination of

percutaneously applied HD to the backs of rabbits with 0.5 percent NaClO

(followed by three distilled water rinses) at 4 hr after dosing eliminated
offgassing of HD to nondetectable levels by GC analysis. Therefore, the
removal of animals from the hoods after this decontamination process should

not present undue hazards to laboratory personnel, since the offgassing of HD

from the backs of animals is below detectable limits and substantially below

the permissible HD exposure limits.

3.1.2 Determination of Volatilized L

The detection limit of arsenic in the MREF by flameless atomic

absorption spectroscopy (FAAS) is 1.15 ng/l, or 38 percent of the TWA

(3.00 ng/l) established for L. Results of two studies using eight rabbits per

study are presented in Table 3.1.1. Analysis of the EGDA samples collected

through funnels placed over the dosed sites revealed arsenic concentrations

below the TWA of L for all 16 animals in both studies. Results from the second

study showed all arsenic levels were also less than the detection limit.

These data demonstrate that decontamination of percutaneously

applied L to the backs of rabbits with 0.5 percent NaClO solution (followed by
two distilled water rinses) at 4 hr after dosing eliminated offgassing of L

and its arsenical derivatives to safe occupational exposure levels. Therefore,

the removal of animals from the hoods after this decontamination process
should not present undue hazards to laboratory personnel, since the arsenic
levels are below the permissible L exposure (TWA).

3.1.3 Effects of Early Decontamination
of HD on Lesion Size Estimates

Previous work at the MREF in Task 85-11 with MREF Protocol 22 showed

a significant (P < 0.05) animal-to-animal variation in lesion size response.

For this reason, unilateral estimates from lesions decontaminated with M258A1 I
I and II in these studies could not be directly compared with similar estimates
from a control study. However, the approval of an early decontamination step

depends on there being no loss of sensitivity to contralateral differences in4

JKi Mt
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the experimental model. Therefore, comparisons could be made between S

contralateral differences in the MREF Protocol 22 validation studies and those

in early decontamination studies in Optimization A.

The initial MREF Protocol 22 validation attempt in Task 85-11 with

HD decontaminated at 1.25, 5.0, and 10.0 min after dosing was not successful

in demonstrating a significant difference between distilled water and M258A1 I

and II at each time. At the time of these Optimization A studies, the shorter

times at which MREF Protocol 22 was later validated (1.0, 3.0, and 5.0 min)

had not yet been determined. Nonetheless, the comparison of contralateral

analyses at 1.25, 5.0, and 10.0 min was considered an accurate index of loss

or gain in sensitivity of the model to evaluate the effects of the 4-hr NaClO
decontamination.

Tables 3.1.2 to 3.1.4 present data from the decontamination with

0.5 percent NaClO at 4-hr after dosing. Tables 3.1.5 to 3.1.7 present

individual lesion size data from the MREF Protocol 22 initial validation
attempt for HD, using 5.0 percent NaClO at 24 hr after dosing. Table 3.1.8
presents summary statistics for both studies, including mean lesion sizes that

are plotted in Figures 3.1.1 through 3.1.6. Contralateral mean differences and

the significance of those differences are presented in Table 3.1.9.

Analysis of results from the early HD decontamination study showed a

statistically significant (P < 0.05) contralateral difference between the

M258A1 standard and distilled water decontamination systems for all times and

for the overall average difference. The differences were significant for
lesion lengths, widths, and areas. Analysis of the 24-hr HD decontamination
data (MREF Protocol 22) showed significant differences at all times except at

10 min for lesion lengths, widths, and areas (this was why MREF Protocol 22

was not validated for HD at 1.25, 5.0, and 10.0 min, since the differences had

to be significant at every time for a validation),

Further comparison of these studies is made in Table 3.1.10,

which demonstrates the effects of the earlier decontamination of HD. In

Table 3.1.10, "Difference" is the contralateral difference for the 24-hr

decontamination of HD with 5.0 percent NaClO less the contralateral difference

for the 4-hr decontamination with 0.5 percent NaClO. Thus, "Difference" is an

absolute measure of the increase in effectiveness of M258A1 I and II relative

~ ~Y~F
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to distilled water in removing and decontaminating the HD dose 20 hr earlier.

Positive "Difference" implies improved relative effectiveness by the M258A1

standard. The t statistic is the studentized "Difference" represented in

standard error units and is statistically significant (P < 0.05, two-sided)

when greater than 2.02.

The lesion length contrasts showed a significant improvement for 5.0

and 10.0 min in the HD model, with a 4-hr NaClO decontamination following

M258A1 decontamination. As a direct result, the overall average contralateral

difference was also significantly increased. These improvements were due to

the enhanced effectiveness of the M258A1 system when followed 4 hr later by

the 0.5 percent NaClO solution, rather than to any shift in the effectiveness

of the water between studies. Decrements in the average contralateral

differences were evident at 1.25 min for lesion lengths and widths (and

therefore areas), but these were not significant.

The results obtained after performing the HD decontamination/removal

process with a nonirritative 0.5 percent NaClO solution, followed by two

distilled water rinses at 4 hr after dosing, demonstrated that a significant

change had been made in the experimental model. The change resulted in an

apparent improvement in the model's sensitivity in distinguishing between an
inadequate HD decontamination system (distilled water) and the standard dual
components of the M258A1 kit.

Therefore, the 4-hr decontamination process did not decrease the

sensitivity of the model nor did it reduce the effectiveness of the model in

discriminating between an effective and noneffective decontamination system.

Thus, it appears warranted to remove animals from the hoods after a 4-hr

decontamination with 0.5 percent NaClO.

i. , 1
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3.1.4 Effects of Early Decontamination
of L on Lesion Size Estimates

Lesion lengths, widths, and areas for the decontamination of L with

0.5 percent NaClO at 4 hr after dose are presented in Tables 3.1.11 to 3.1.13,

respectively. Similar data obtained in Task 85-11 from the attempted valida-

tion of MREF Protocol 22 for L decontaminated with either M258AI I and II or
distilled water followed by 5 percent NaClC solution at 24 hr are presented in
Tables 3.1.14 to 3.1.16. Average lesion sizes are presented for both studies

in Table 3.1.17 and are plotted in Figures 3.1.7 through 3.1.12. Comparison

of contralateral differences between these studies is made in Table 3.1.18.
The MREF Protocol 22 validation attempt in Task 85-11 failed to

demonstrate a significant difference between contralateral lesion lengths for

L decontaminated with M258A1 I and II versus distilled water used twice. The

contralateral difference in lesion length was significant (P < 0.05) at 30 sec
after dosing to decontamination but not at 60 or 120 sec. When L decontamina-
tion and removal were performed with a nonirritative 0.5 percent NaClO solu-

tion 20 hr earlier, the contralateral differences in lesion length were

statistically significant (P < 0.05) at all three times.
Further comparison of these studies is made in Table 3.1.19, which

presents the effects of the early decontamination of L. In Table 3.1.19,

"Difference" is the contralateral difference for the 24-hr decontamination of

L with 5.0 percent NaClO less the contralateral difference for the 4-hr decon-
tamination with 0.5 percent NaClO. Thus, "Difference" is an absolute measure
of the increase in relative effectiveness of M258A1 I and II in removing and

decontaminating the L dose 20 hr earlier. Positive "Difference" implies

improved relative effectiveness by the M258A1 standard. The t statistic is

the studentized "Difference" expressed in standard error units and is statis-

tically significant (P < 0.05, two-sided) when greater than 2.02.
The lesion length contrasts showed a significant (P < 0.05) improve-

ment for all times in the L model, with a 4-hr NaClO decontamination following

M258A1 decontamination. Changes for lesion widths and area were all positive,

therefore increasing the sensitivity of the model, but these changes were not

statistically significant.
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When the L decontamination/removal process is performed with a

nonirritative 0.5 percent NaClO solution, followed by three distilled water

rinses at 4 hr after dosing, the results demonstrate a significant change in

the experimental model. The changes are an apparent improvement in the

model's sensitivity in distinguishing between an inadequate L decontamination

system kdistilled water) and the standard dual components of the M258A1

system. Therefore, the 4-hr decontamination process does not reduce the

sensitivity or effectiveness of the model in discriminating between effective

and noneffective decontamination systems. Thus, it appears warranted to remove

animals from the hoods after a 4-hr decontamination with 0.5 percent NaClO.

3.2 OPTIMIZATION B

Results of Optimization B studies are presented in the following

sections. Data from studies of positional and side effects are given in
Tables 3.2.1 through 3.2.13 for HD and in Tables 3.2.14 through 3.2.21 for L.
Figures 3.2.1 through 3.2.6 show the data for HD studies and Figures 3.2.7

through 3.2.9 plot the data from L studies.

3.2.1 Position, Side, and Time Effects for HD

HD lesion size estimates (lengths, widths, and calculated areas) are

presented by dose group in Tables 3.2.1 through 3.2.4 for the study performed

with the original (nonvalidated) times to decontamination of 1.25, 5.0, and

10.0 min and 24 hr. Tables 3.2.5 through 3.2.8 present similar data for the

study performed with the MREF Protocol 22 validated times of 1.0, 3.0, and

5.0 min and 24 hr. Mean (n = 8) lesion estimates averaged by position, side,
and time are presented for these studies in Tables 3.2.9 and 3.2.10. These
means are plotted by lesion response in Figures 3.2.1 through 3.2.3 for the

original times and in Figures 3.2.4 through 3.2.6 for the validated times.

To emphasize position and side effects, the data are presented as averages
(n = 32) across times by position and side in Table 3.2.11, which also presents
marginal means by position (n = 64) and by side (n = 128), as well as the

overall estimated mean (n = 256) length, width, and area per study.
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Selected effects involving the factors position, side, and time

from the ANOVA are presented for the HD studies in Table 3.2.12. Significance

levels for Type III sums of squares indicated a significant (P < 0.001) effect

of time to decontamination on lesion length, width, and area in both HD

studies. This was expected, since the experimental model had been designed to

compare the effectiveness of decontamination systems at times that resulted in

distinguishable lesion sizes. Side was a significant factor (P < 0.05), both

for the lesion length response in the original study and for lesion width in

the study using the validated times to decontamination. Position was a

significant factor (P < 0.01) for lesion widths in the original study and for

lesion lengths in the latter study. Area was not significantly affected by

position or side in either study. The interaction of position with time was

significant (P < 0.05) for width and area in the original study. All other

interactions were nonsignificant (P > 0.05) for all lesion size responses in

both studies.

Results from the tests of trends and two-sample contrasts are

presented in Table 3.2.13. Significance of the time effect shown by the ANOVA

was demonstrated in the trend tests as linearity of estimates averaged over

all positions and both sides with time, which was significant (P < 0.001) for

all lesion responses in both HD studies. Another significant trend in the

original HD study was lesion widths averaged over sides and times having

linear (P < 0.05) and quadratic (P < 0.01) effects with position. That is,
HD lesion widths were smaller in the middle of the rabbit back than at either
end. Areas also exhibited significant (P < 0.05) linear trends with position
in the original HD study.

A quadratic relationship (P < 0.01) existed for lesion lengths with

position in the latter HD study, which reiterates the positional effect

mentioned earlier. That is, in the latter HO study, lesions were significantly

longer at the middle two positions on the rabbit back than at the ends.

Results of the contrast tests showed more specifically the sources

of the side effects previously identified by the ANOVA results. In the

original HD study, side had a significant (P < 0.05) effect on lesion lengths

due to the contralateral differences, especially at positions 3 and 4 at

5.0 min. These were the more difficult positions to reach for dosing and

Of Tl'r;I
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decontamination by technicians. In the latter HD study, side had a signifi-

cant (P < 0.05) effect on lesion widths due to the contralateral differences,

especially at decontamination 3 min after exposure. Since these effects were

sporadic and not common across studies for any lesion response, and since a

Type I error (rejecting a true null hypothesis) is expected in 5 percent of

these contrasts, the significance attributed them must be regarded with sor.,e

reservation.

3.2.2 Position, Side, and Time Effects for L 0

L lesion size estimates (lengths, widths, and calculated areas) are

presented by dose group in Tables 3.2.14 through 3.2.11 for the study per-

formed with times to decontamination of 30, 60, and 120 sec and 24 hr. Mean

(n = 8) lesion estimates averaged by position, side, and time are presented

for these studies in Table 3.2.18. These means are plotted by lesion response

in Figures 3.2.7 through 3.2.9. To emphasize position and side effects, the

data are presented as averages (n = 32) across times by position and side in

Table 3.2.19, which also presents marginal means by position (n = 64) and by

side (n = 128), as well as the overall estimated mean (n = 256) length, width,

and area for the study.

Results from the ANOVA are presented for the L study in 0

Table 3.2.20. Significance levels for Type III sums of squares indicated a

significant (P < 0.001) effect of time to decontamination as prescribed by the

experimental model. Anterior-posterior position and the interaction of posi-

tion with time were also significant (P < 0.001) for lesion widths and areas,

but not for lengths. That is, lesion widths were shorter at the middle of the

rabbit back than at the ends, but lesion lengths were statistically unchanged N,

(P = 0.1447), thereby resulting in smaller lesion areas at the middle of the

back than at the ends. All other interactions were nonsignificant (P > 0.05).

Results of the trend analyses and two-sample contrasts, presented

for L in Table 3.2.21, agreed with the ANOVA. There was significant

(P < 0.001) linear fit of all lesion responses averaged over all positions and
sides with time to decontamination. Estimates averaged over both sides and

all times had significant quadratic trends with position; lesion lengths had
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significant quadratic trends at P < 0.05 (not detected in the ANOVA), and

lesion widths and areas had significant quadratic trends at P < 0.001. Each

of these estimates was smaller in the middle of the rabbits' backs than at the

ends. All contralateral contrasts were nonsignificant (P > 0.05).

3.3 OPTIMIZATION C

3.3.1 Effects of M258A1 I and II Packaging
(Bulk Versus Kit) Against HD

Lesion size estimates (lengths, widths, and calculated ellipsoid

areas) are presented in Tables 3.3.1 through 3.3.3, respectively, for 20 ani-

mals dosed with HD and decontaminated with M258A1 components I and II from

either bulk preparations or field kit foil packets. The same data are sum-

marized in Table 3.3.4 and Figures 3.3.1 through 3.3.3, which present the

lesion size mean estimates at each time to decontamination for both packaging

forms. One-sided contrasts showed statistical equivalence between bulk and

kit packaging at every time to decontamination for lesion lengths, widths, and

calculated areas. Thus, whether a HD lesion was decontaminated with M25CA1
components I and II from bulk preparation or from field kit foil packets,
there was no significant difference in the size of the lesion.

3.3.2 Effects of M258A1 I and II Packaging
(Bulk Versus Kit) Against L

Lesion size estimates (lengths, widths, and calculated ellipsoid

areas) are presented in Tables 3.3.5 through 3.3.7, respectively, for 20 ani-
mals dosed with L and decontaminated with M258A1 components I and II from
either bulk preparations or field foil kit packets. Due to technical error,

four animals were not dosed at the site to be decontaminated at 24 hr on the

M258A1 kit (left) side, and lesion size estimates were not collected. How-
ever, statistical analyses were performed on data at 24 hr from the other
16 animals. The data are summarized in Table 3.3.8 and Figures 3.3.4 through

3.3.6, which present the lesion size mean estimates at each time to decontami-

nation for both packaging forms.
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One-sided contrasts showed a significantly greater (P < 0.001) mean .

lesion length at the 24-hr decontamination on the field kit (left) side rela-

tive to the bulk (right) side. These sites were theoretically dosed and

decontaminated identically. In view of the demonstration of no side effect in

Optimization B, the most plausible explanation for the difference is that the

left side dose was systematically applied over a greater distance. The most

posterior site on the animal's left side is the most difficult site for a

right-handed technician to reach and dose with agent consistently. The

observed discrepancy between the lesion lengths at the two 24-hr positive con-

trol decontamination sites places doubt on the remaining results of this study

for L, since we cannot be certain that a similar error in dosing was not

present at other times to decontamination.

Table 3.3.8 also shows that there was a significantly greater

(P < 0.05, one-sided) mean lesion width for M258A1 field kit components used

at 120 sec but a significantly smaller mean width at 24 hr relative to the

M258A1 bulk components. There were no significant differences in lesion areas

due to M258A1 packaging at any time to decontamination.

3.4 OPTIMIZATION D

3.4.1 Results from Optimization 0 Studies..

Lesion length estimates are presented in Table 3.4.1 for 16 animals

dosed with HD on six sites and decontaminated with M258A1 I and II on the left

side at either 20, 45, and 75 sec or at 10, 15, and 60 sec after dosing. Both S

sides were decontaminated at 24 hr after dosing with a 5 percent NaClO solu-

tion followed by three distilled water rinses. Lesion length ratios (left/

right) are presented in Table 3.4.2, in which outliers are indicated by an

asterisk. The data in Table 3.4.2 describe a growth curve for lesion length

ratios from 10 to 75 sec after dosing.
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3.4.2 Results from MREF Protocol 22 Validation Studies 0

For information about the curve beyond 75 sec, we had already

obtained similar data under MREF Protocol 22 validation work. In those

studies, the right side of each animal was dosed at four sites. The three

anterior sites were decontaminated with M285A1 I and II either at 75, 300, and

600 sec (24 animals) or at 60, 180, and 300 sec (24 animals). The most

posterior site was a control. At 24 hr, all four sites were decontaminated

with a 5 percent NaClO solution followed by three distilled water rinses. 6

The validation model thus differed from Optimization D in that the

24-hr control lesion was not contralateral but was instead at a site that had

previously been shown to affect the size of the lesion. However, the magnitude

of the effect for each anterior-posterior position was known from Optimization I

B, as shown in Table 3.4.3 for HD lesion lengths. Lesion lengths were pooled

across times to decontamination for calculating mean lesion lengths (n = 64,

nominally) by position. Data on Tables 3.2.1 through 3.2.4 were used to

correct validation data at 1.25, 5.0, and 10 min. Data in Tables 3.2.5

through 3.2.8 were used to correct validation data at 1, 3, and 5 min. The

correction terms given in Table 3.4.3 were subtracted from the appropriateU

validation data presented in Tables 3.4.4 and 3.4.5. Position-corrected data
are expressed as a fraction of the 24-hr control lesion length for each animal

in Tables 3.4.6 and 3.4.7, in which outliers are indicated by an asterisk.

3.4.3 Regression Analyses

The ratios (RL = Lt/L24 hr) from MREF Protocol 22 validation work I
were combined with the ratios from Optimization D work in the generation of a

weighted least-squares regression curve of the form

RL = 1 - B2[e(-Blt)]

I

I N
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where

RL = ratio of lengths,

Lt = lesion length at 24 hr after decontamination at time t,
L24 hr = lesion length at 24 hr after decontamination at r24 hr,

e = Naperian base, 2.71828...,

B1 = exponential regression parameter, and

B2 = fractional compliment to the y-axis intercept.

Solutions found for 81 and B2 were 0.005108 and 0.51009, respectively. The 0

data are plotted with the regression curve and 95 percent confidence limits

about the mean in Figure 3.4.1. Since B2 was 0.51009, the y-intercept in the
plot was 1 - B2 = 0.49, which was greater than the target lesion length ratios
of 0.25. The objective of this optimization was to determine the three times0

to decontamination at which HD lesion size reached 25, 50, and 75 percent of

the maximum. Since this was not possible with the response RL = Lt/L24 hr, we I
performed a nonlinear regression analysis on lesion growth ratios, defined as
RG = (Lt - 10 mm)/(L24 hr - 10 mm), in which the original dosing contribution0

(10 mm) to the lesion was subtracted to provide the true growth of the lesion

after application. MREF Protocol 22 validation data (corrected for position

effects) were included. Lesion growth ratios are presented in Table 3.4.8.
The model was

RG = 1 - B2e(-Blt)

in which the curve was forced through the origin, and the solutions for B1 and

B2 were 0.003561 and 0.8113, respectively.

The data are plotted with the regression curve and 95 percent con-
fidence limits about the mean in Figure 3.4.2. Solving for the t value in the
lesion growth ratio equation gave

t:ln B2

-B1
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Values for t at specified RG values are presented in Table 3.4.9. The times

to decontamination that were predicted to yield lesion length growth ratios of

25, 50, and 75 percent were approximately 30, 150, and 330 sec (or 0.5, 2.5,

and 5.5 min). The minimal lesion growth ratio was approximately 0.20. Theo-
retically, the curve should have included the origin, if M258A1 were a perfect

HD decontamination system. The regression suggested that in an average HD

lesion, growth could not be arrested more than 80 percent by M258A1 I and II

decontamination, regardless of how quickly decontamination followed dosing.

3.5 OPTIMIZATION E

Six optical technologies were evaluated in an attempt to find a

suitable replacement for the Draize scoring system for noninvasively assessing
skin irritation. The technologies included automated image analysis, thermo-

graphy, laser doppler velocimetry, photopulse plethysmography, and reflectance
photometry. We also developed and tested a binomial response method for vis-
ually comparing dermal irritation at contralateral HD lesion sites.

In addition, automated image analysis and manual planimetry were

evaluated for how well they could be used to estimate lesion sizes. The cur-
rent method for estimating lesion sizes in the MREF Protocol 22 screen is to
measure the lesion length and width with a ruler. Pass or fail screen results 6

are based on paired t tests using lesion length as the primary response, and

lesion width and calculated (ellipsoid) area as corroborative responses.

The problem with this procedure is that lesion length is not only a

function of how well the decontamination system prevents lesion length exten-

sion, it is also a function of the accuracy of manually applying 0.5 PI of HD

over a 1-cm length. Similarly, lesion width is related to how evenly the dose

is placed and to the length of application. Lesion area would appear to be

the best response, since it is affected less by inaccuracies in dose applica-

tion than are lesion length and width.

Most HD lesions generated under MREF Protocol 22 are ellipsoid in I
shape. However, our experience has shown that they are occasionally pear or

dumbbell shaped. For such lesions, the calculation of area as 0.25n times the

product of length and width (assuming an ellipsoid) results in an
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overestimatiQL -An area integrator is needed. Thus, we tested the image-

sizing features of an automated image analyzer and of a manually operated

planimetry system developed for an IBM personal computer.

Our scheme for evaluating each technology consisted of three or four

phases. The first phase was our familiarization with the principles of

operation, the response(s) measured and the assumptions implicit in

interpreting the response(s), and a review of the pertinent literature. The

second phase included the selection and acquisition of an instrument for

evaluation and our familiarization with its operation. Then using the non-

irritated skin of our hands and forearms, we investigated the instrument's

sensitivity to different operating conditions, which we tried to optimize.

The third phase was a crude evaluation of the instrument's ability

to measure dermal irritation in the MREF Protocol 22 rabbit riode, on a limited

scale. Our samples for analysis were three rabbit backs dosed with one of

three irritants, i.e., a 10 percent potassium hydroxide solution, a household

disinfectant, or a household ammonia cleaner. Our intent in using these

irritants as mock chemical warfare (CW) vesicants was to preclude the

possibili'ty of contact between CSM and an instrument on loan to ,s from the

manufacturer.

The irritants were applied over a range of dose volumes such that

resultant lesions would resemble HD lesions in shape over a range of sizes and

in degrees of erythema and edema. Dose volumes for each irritant ranged from

0.10 to 0.75 ml and were applied unilaterally (right side only) on clipped

rabbit dorsa previously marked with the MREF Protocol 22 dosing regimen

outline. The rabbits were anesthetized with ketamine (8.75 mg/kg) and xylazine

(2.5 mg/kg) previous to irritant dosing.

Immediately after irritant dosing, the dose sites were covered with

gauze, and the animals were girded with Vetwrap to prevent evaporation of the

irritants. At 2 hr after dosing, the rabbits were unwrapped and anesthetized

as before for evaluation of irritation at the dose sites. Each instrument was

subjectively evaluated for its apparent ability to confirm visually evident

dermal irritation. Efficacy judgement was based on the value of the response

relative to the price of the instrument and its cost of operation in time and

the number of operators required.
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The-f-ourth phase was performed for any technique that passed the •

crude test just described. In the fourth phase, the technique was evaluated

using 24 rabbits in a MREF Protocol 22 validation. The instrument was

assessed for its ability to detect differences in irritation between sites

dosed with 0.5 pi of HD followed by decontamination with either distilled

water or M258AI I and II.

3.5.1 Automated Image Analysis

Software advances in digital picture processing, coupled with

increased microprocessor speeds, have made possible a relatively new tech-

nology that has been loosely labeled image analysis. Some of the major raicro-

scope manufacturers have marketed microcomputer-based systems that attempt to 0

meet the need for image analysis in histomorphometry and stereology. In gene-

ral, these instruments cperate by collecting a live video imagc on a monitor,

digitizing the image, stepping through an operator-defined image-enhancement

program, detecting desired objects versus background, measuring or counting

those objects, and saving the data and the image on a magnetic disk.

We evaluated one of the most versatile of the commercially available

instruments, the Magiscan 2, which is manufactured by Joyce-Loebl LTD

(Gateshead, U.K.) and distributed by Nikon, Inc. (Garden City, NY). Our eval-

uation of Magiscan 2 was based on its ability to distinguish areas of irri-

tated dermal skin from normal sk4n and to accurately quantify the size and

intensity of irritation (integrated grey-level density) of each lesion. The

Magiscan 2 consisted of a photomultiplier video camera, a high resolution

color monitor, and a desk-top microprocessor with keyboard, light pen, and

dual disk drives. The video camera was readily adapted for imaging lesions on

backs of rabbits by fitting it with a 55-mm f2.8 Micro-Nikkor lens. ,.w..k

The video camera was mounted on a camera support with a vertical -

adjustment. In addition to fluorescent office lighting, the camera field of

view was illuminated with a fluorescent desk lamp with dual 15-watt tubes.

The Magiscan 2 was able to distinguish 100 grey levels between black and VX

white. We calibrated the instrument with the image of a plastic ruler while

using a calibration program resident in the system software. One rabbit at a MX o

S #¢
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tine was posit4-ored under the camera, and adjustments of the camera's vertical

position and lens were made so that the monitor screen was filled with the

area of dorsal skin containing all lesions. We attempted to differentiate the

lesions from normal skin on the basis of grey levels. A green filter was

included in the camera lens assembly to selectively darken erythema in the

image.

We found that the boundary between lesion and normal skin was too
diffuse for the instrument to consistently match what was apparent by visual
examination and measurement by ruler. That is, the lesion/normal skin con-

trast involved too few grey levels for the operator to define a grey level

threshold that would constitute a reliable benchmark for the instrument (such

a threshold was necessary for the instrument to automatically distinguish

lesions from normal skin on a given rabbit). This was true for the potassium

hydroxide solution and the disinfectant. Irritation from the ammonia solution

was not apparent either visually or by means of the image analyzer.

The curvature of the rabbit back greatly contributed to problems ir,

obtaining uniform lighting of the field of view. Lighting gradients, however

slight, were enough to creafe artifact in the imaging of lesions. We were

impressed by the superiority of the human eye over the image analyzer in per-I

ceiving slight variations in color and light intensities and the advantage to
image processing afforded by experience in knowing what lesion shapes to

expect.

It was sdrmised that even if lighting gradients could be eliminated,

the inter-rabbit variation in normal skin grey levels would preclude the gene-

ration of an all-purpose lesion evaluation program. An operator would have to

set the lesion grey level threshold for each rabbit prior to analysis. The

'ime spent interactively by an operator in setting that threshold would be

better spent by deciding for himself what the lesion boundaries were and by

using the light pen to trace them on the monitor. We felt that the labor

intensity of that evaluation scheme did not justify the price of the Magiscan

2, which is approximately $70,000. We concluded that the Magiscan 2 was not a

cost-effective solution to measuring HD skin irritation and lesion sizes.

Instead of investigating other automated imaae analysis systems, e.g., the

IBAS by Zeiss and the TAS PLUS by Leitz, we decided to look at the efficacies

of other optical technologies in quantifying skin irritation.
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3.5.2 Thermography

Thermography measures the infrared radiation emitted by every object

with a temperature above absolute zero. The relationship between irradiated

infrared light and surface temperature is dependent upon physical character-

istics (emissivity) of the material. Fortunately, skin is a near-perfect

emitter so that the amount of infrared energy detected over a given area is an

index of skin surface temperature.

We tested an Inframetrics (Bedford, MA) Model 525 Imaging Radiometer

System for its ability to assess skin surface temperature as an index of irri-

tation from topical exposure to one of three irritants. Three animals wEre I
used as described in Section 3.5, except that a commercial depilatory was used

instead of the ammonia solution. Our intent was to determine whether skin

surface temperature consistently increased or decreased with the degree of

irritation resulting from contact with chemicals.

The Model 525 was comprised of a tripod-held scanner, control unit,

portable power supply, video cassette recorder, colorizer, and color video

monitor on a portable cart. The scanner contained a mercury/cadmium/tellurium

detector cooled by liquid nitrogen. The instrument had a temperature measure-

ment range of -20 to 1300 C in the 8 to 12-nm spectral region, with a minimum

detectable temperature difference (thermal resolution) of 0.1 C at 30 C ambi-

ent temperature. Other specifications included a flicker-free, real-time

video display of 30,000 picture elements per frame.

The colorizer automatically assigned color codes to thermal steps

defined by the operator. Thus, surface temperatures were indicated within an

operator-selected range as a spectrum from blue (coldest) to red (hottest).

The range was selected on the control unit. By "freezing" an image on the

video display and by switching to the line scan mode, a thermal profile could

be displayed for points along any straight line positioned through the image .

by the operator. Temperatures of the lesion surface relative to normal skin

were thus displayed graphically, and thermal relationships were readily %

quantified.

Orienting the scanner so that it was perpendicular to the rabbit

dorsum was complicated by the requirement that the scanner's detector remain
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in contact wi* Mquid nitrogen stored above it in a small Dewar flask.

Tipping the scanner too far from horizontal temporarily suspended the system's

operation. Our solution was to turn the rabbit partially onto its side and

assess only one side of lesions at a time. For samples as small as the

lesions in our model, the instrument was intended to be fitted with a closeup

lens, which was not available to us. Without it, we were barely able to fill

the video monitor screen with one dose site while scanning from the instru-

ment's minimum focal distance of approximately 15 cm.

We tried scanning at the maximal thermal resolution of 0.1 C, but

the rabbit skin surface temperature was too unstable to render a clear image

on the monitor. That is, individual picture elements changed colors too

rapidly for us to see a clear lesion boundary. At a thermal resolution of

0.25 C, we obtained a more stable image, but the difference between the

warmest part of the lesion and normal skin was only 0.75 C. In addition, the

monitor image did not reliably corroborate what was visually observed as irri-

tated tissue. In the center of some lesions was an area of cooler tissue,

presumably caused either by focal loss of circulation or by focal fluid

evaporation.

Hackett (i974)4 has demonstrated the utility of thermography in

assessing the degree of burn based on temperature drop (up to 2.5 C) asso-

ciated with destruction of blood vessels in burn patients. In our test, the

centers of some lesions had temperatures equal to or only 0.25 C below that of

normal skin. In most lesions that we examined, the thermogram appeared as an

oval ring of lesion boundary (warmer than normal skin) surrounding a cooler

lesion center. However, in some thermograms, the ring was not complete, and

the lesion center was not discernible from normal skin, which resulted in a ANI

cup-shaped pattern. Assuming evaporative cooling in the lesion centers, we

tried covering the rabbit dorsum with a thin plastic film. The result was a 2.
more homogeneous lesion thermogram, but the lesion boundary became less

resolved due to the insulating effect of the film.

We concluded that a maximum thermal difference between lesion and

normal skin of 0.75 C (three resolvable 0.25 C steps) was not a wide enough

scale to attempt quantifying relative irritation from lesion to lesion. The K. 4

scale may have been wider using a severe vesicant, such as HD or L, but we
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were reluctant-t take a loaned instrument into the MREF dosing laboratories.

In summary, the Inframetrics Model 525 Imaging Radiometer System successfully

imaged the lesions as stable thermograms, but we believe that the thermal dif-

ference between normal and irritated skin was not enough to use skin surface

temperature as an index of irritation for comparing lesions.

3.5.3 Laser Doppler Velocimetry (LDV)

In LDV, a helium-neon laser beam irradiates skin to a depth of 1 to

1.5 mm. The light is back scattered by stationary tissue and moving blood

cells in the microvasculature. The back-scattered light, which is Doppler-
shifted toward lower frequencies by an amount relative to the velocity of the
moving cells, is collected by a photometer. The resultant frequency shift

profile is converted into a mean blood flow rate parameter and is measured in

millivolts. Faster blood flow renders a greater voltage output. LDV has been

linearly correlated (P < 0.001) with 133-xenon clearance as a valid blood flow

rate parameter (Holloway and Watkins 19775 and Stern et al. 1977)8.

Our intent in evaluating LDV was to determine whether peripheral

blood flow rate in rabbit dorsal skin was a good index of skin irritation from I
chemical burning. We obtained a model LD5000 Laser Doppler Capillary Perfu-

sion Monitor (Medpacific, Seattle, WA) and used it with the three-rabbit model

described in Section 3.5. The instrument consisted of a 5-mW HeNe laser beamel

delivered through an optical fiber to a 1.9-cm diameter probe, which was held

on the animal's back with finger pressure. Reflected light, both Doppler-

shifted and nonshifted, was returned by another optical fiber to the instru-

ment. The relative flow rate was expressed in millivolts on a light-emitting
diode display and on a strip recorder. I

The LD5000 was simple to use, gave immediate results, and responded

rapidly to changes in blood flow. When the probe was held to a human finger

tip and manual occlusion was applied at the finger's first knuckle, the L05000

output dropped from approximately 30 mV to zero within a sec. When occlusion U
was ceased after 6 sec, the LD5000 output indicated resumed blood flow within

0.2 sec, and fully normal flow within 10 sec. Blood flow seemed to be site-

dependent; the output varied from 30 to 52 mV over four fingertips of one
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human hand. We found the instrument to be so sensitive to blood flow rate

that its sensitivity had to be attenuated in order to smooth out pulsatile

deflections, including a dichrotic notch associated with heart beats.

When we tested the instrument on rabbits, we again observed site-

dependent output variability. For example, three nonirritated control sites

on one rabbit gave outputs of 20, 28, and 33 mV. Contralateral lesions gave

outputs of 31, 40, and 37 mV, respectively. On another animal, control sites

gave 43, 27, and 41 mV and contralateral lesions gave 34, 60, and 32 mV,

respectively. By visual examination, each of the lesions was more erythemic

than any one of the control sites. Yet there seemed to be no correlation of

LD000 output voltage with erythema.

A contralaterally paired t test (two-sided, alpha = 0.05) between

control and lesion site outputs showed no statistically significant difference

(P = 0.326) for the animals examined. There may have been an artifact problem

in the above readings due to the hair stubble remaining on the clipped rabbit

dorsa. Since stubble prevented the probe from contacting the epidermis, we

suspected that the probe was either not irradiating enough skin or not col-

lecting the proper Doppler-shifted light signal. MREF Protocol 22 called for

the use of clipped but not depilated rabbit skin to screen HO decontamination

systems. Thus, we did not pursue the possible use of the LD500O on depilated

rabbit skin or rabbit ears.

In summary, LDV as represented by the Medpacific LD5000 appeared to

be sensitive to blood flow rate at a given reading site. However, flow read-

ings from site to site appeared to vary considerably, probably due to the dif-

ference in the microvasculature field beds at each site, but possibly due to

light interference from hair stubble. There wcs no discernible difference

between normal skin and chemically irritated kin as measured by the LD5000

instrument.

The results may have been different using HD-dosed animals. How- ,

ever, the instrument had been made available on a loan basis, and there was

reluctance to touch the probe to CSM-dosed skin. It was felt that the results

of the preliminary investigation did not warrant purchase ($14,000) of an

LD5000 for further testing.
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3.5.4 Photopulse (or Photoelectric) Plethysmoqraphy (PPG) S

In PPG, infrared light from a light-emitting diode (LED) resident in

a small probe enters the skin to an approximate depth of 1 cm. The wavelength

of the emitted light is at the isosbestic point for hemoglobin and oxyhemo- S

globin, 800 nm. The light is therefore equally absorbed by arterial and

venous blood, and the unabsorbed light is measured by a photodetector posi-

tioned in the probe adjacent to the LED. The signal is sent to an amplifier

and is either displayed in toto or split into a pulsatile component and a

total blood volume component. The height of the pulsatile component may be

interpreted as an index of blood flow. The total blood volume component is a

volumetric response that increases with vasodilatation, e.g., due to mechani-
cally restricted venous return.

The intent in evaluating PPG was to determine whether total blood

volume within a local region of skin might be an index of dermal irritation in

laboratory rabbits. A photopulse plethysmometer (no model number) from Meda-

sonic (Mountain View, CA) was obtained and used with the three-rabbit model

described in Section 3.5. Voltage output was indicated digitally and by a

strip chart recorder.

The instrument was determined to be unsuitable for this application.

Control sites rendered widely varied (total blood volume) voltage output, even

when limited to a single rabbit. This was interpreted to be reflective of the

instrument's sensitivity to changes in the microvascular field bed from site

to site, as previously suggested by Challoner (1979)1. Even when the probe

was kept at one site, the voltage output could be modified by changing the

force used to hold the probe against the rabbit's skin. Pressing the probe

onto the skin with more force caused the output to drop, apparently due to I.
local skin blanching. The output also decreased if the probe was not held

down onto the skin, i.e., if it was allowed to rest on the hair stubble of the

clipped rabbit. Also, tne effect of ambient light upon the instrument's volt-

age output required us to work either in subdued lighting or with a dark cloth

over the probe. It was felt both of these restrictions were unacceptable.

The variation contributed by these factcrs totally masked any blood volume

effect associated with irritation.
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With the probe taped to a rabbit ear and covered with a dark cloth,

we were able to demonstrate peripheral vasoconstriction associated with sodium

pentobarbital anesthesia (5 mg/kg). The voltage output dropped gradually over

a 5-min period following administration of anesthetic and remained at approxi-

mately two-thirds of the normal level for at least 10 min. -

In summary, the photopulse plethysmometer appeared to be a sensitive

indicator of local blood volume, but was too site-dependent and too sensitive

to operating conditions to be used in obtaining irritation scores in our MREF

Protocol 22 screen. 0

3.5.5 Reflectance Photometry

Reflective photometry is used in manufacturing for quality control 0

of appearance (i.e., brightness, opacity, gloss, and color) in the production

of paper, plastics, cosmetics, and paints. An incandescent white light is
passed through an appropriate color filter and the monochromatic light is
emitted from a probe held to the surface of a sample. The filter color is

selected to complement the sample color, i.e., so that the emitted light is

maximally absorbed by the sample surface. The reflected light is detected by I
a photometer in the probe, and percent reflectance is displayed digitally by
the control unit. Standards are used to calibrate the instrument.

A model 575 Reflectance and Gloss Meter with a Y-type search unit

(probe) was obtained from Photovolt Corporation (Indianapolis, IN). This

instrument was used to determine whether the intensity of reflected light from

lesions might be used as an index of dermal irritation induced by topical

application of chemicals. 
,W 7

The three-rabbit model described in Section 3.5 was initially used,

except that a 10 percent NaClO solution was used instead of the household

ammonia solution. Also, the irritants were applied bilaterally instead of

only on the right side. In the initial test, a color filter was not used.

The instrument was calibrated to a zero reflectance standard and scaled so %ZAP

that each animal's normal skin served as its own control. That is, the

instrument was gained for each animal so that normal skin gave approximately

100 percent reflectance of white light. The probe had a 2-cm diameter M

g X&
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(-310 mm2 area) aperture that was manually centered at the darkest part of

each lesion for reading.

It was found that the 10 percent NaClO lesions were too small (all

lesion areas were between 30 and 150 mm2) to be represented by readings of

areas that included at least as much normal tissue as irritated tissue. Also,

when the household cleaner was rinsed off the backs prior to reading, the felt

tip ink was smeared onto the dose sites. It was felt that the resulting

reflectance was probably lowered by the presence of the ink smears. The

following table contains the results of the 10 percent potassium hydroxide

lesions produced on one rabbit. The probe aperture generally encompassed more

than the width of each lesion but less than its length.

PERCENT REFLECTANCE OF 10% KOH LESIONS
MEASURED BY PHOTOVOLT MODEL 575

Length
Dose of Dose

Volume Application Percent Reflectance
(ml) (cm) Left Side Right Side

0.10 0.50 87 89
0.25 1.0 85 77
0.50 i.5 71 85
0.75 2.0 65 71

It was felt that the inverse relationship between dose volume and percent

reflectance as indicated above was due more to the area of lesion involvement

than to the intensity of erythema.

Twenty-four animals dosed with HD and decontaminated at 0.75, 1.5, ..

and 3.5 min were scored by the Draize method at 24 hr after dosing. Scoring

was guided by the following: .-. ,

Erythema Formation 0

No erythema 0 %04

Very slight erythema (barely perceptible) I 'V
Well-defined erythema 2
Moderate to severe erythema 3
Severe erythema (beet redness) to slight

eschar formation (injuries in depth) 4
Highest possible erythema score 4

10O Z .
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Edema Formation

No edema 0
Very slight edema (barely perceptible) 1
Slight edema (edges of area well-defined

by definite raising) 2
Moderate edema (raised 1 mm but not

extending beyond area of exposure) 3
Severe edema (raised more than 1 mm and

extending beyond area of exposure) 4
Highest possible edema score 4

Highest possible total score 8

Descriptive words were correlated with values of the primary irritation index

as follows:

0-2 = Mildly irritating
2-5 = Moderately irritatingI

5-6 = Moderately to severely irritating %IN

6-8 = Severely irritating.

The same lesions were read by the reflective photometer fitted with

an in-house 6-mm aperture. Except for that aperture, the probe was protected

from HD contamination with a plastic covering. A color filter was not used.

The control site that received no HD dose was used as each animal's control

site for calibrating the instrument to 100 percent reflectance. 
S

Results of the Draize scoring and reflectance scoring are presented

for each animal in Tables 3.5.1 and 3.5.2, respectively. Results of t test

analyses of contralaterally paired 
Draize scores (erythema, edema, and 

total I
irritation) and reflectance scores are presented in Table 3.5.3. Draize

erythema, edema, and total irritation scores were significantly greater

(alpha = 0.05, two-sided) for distilled water than for M258A1 I and II at all

times to decontamination. Reflectance score means were significantly

(P < 0.05) lower, iidicatirg darker (i.e., presumably more erythemic) lesions
for distilled water 

than for M258AI I 
and I at 0.75 and 1.5 min to decontami 

-

nation. The reflectance score means were not significantly different (P na,

0.6022) at 3.5 min to decontamination. Reflectance scores seemed to be too N
similar for distilled water versus M258AI to infer any biologic significance

to the differences. 

S

_Ze1 ~*~*** J~*? ~ ~ *~ * .
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In summary, the reflectance meter needs to be examined more closely

under optimal operating conditions and with color filtration. Preliminary

results have shown statistical differences between decontamination with dis-

tilled water versus the M258A1 I and II standard system.

3.5.6 Binomial Irritation Response by Visual Observation

While investigating automated image analysis (Section 3.5.1) and

reflectance photometry (Section 3.5.5), the capability of the human eye versus 0

the instruments examined was subjectively comparea. It was found that for

gathering overall skin irritation information (lesion color, height of swell-
ing, and texture), the human eye was as perceptive to slight differences
between lesions as either instrument. The problem with visual observations

has been in quantifying the differences observed with consistent objectivity.

The Draize system is a semiquantitative method that uses the sensitivity of
the human eye over a range of irritation responses. Its utility in MREF
Protocol 22 has been limited because the lesions produced have typically

exhibited irritation at the upper limit of the Draize scale.

As a first-tier screen, MREF Protocol 22 was developed to determine

on a binomial (pass/fail) basis the efficacy of a candidate relative to the

M258A1 standard decontamination system. If the only conclusion required by

the screen is to pass or fail a candidate decontamination system, then a sta-

tistic based on a binomial response should be sufficient in evaluating contra-

lateral degrees of irritation.

A binomial response method was developed for visually comparing

irritation based un lesion color and height of edema. The comparison was made

between contralateral lesions at each time to decontamination. Attempts were

made in the comparisons to not let relative lesion area influence the selec-

tion of the more irritated skin site. Contralateral lesions exhibiting vis-

ually equivalent degrees of irritation were scored as equivalent and were

subsequently excluded from analysis.

With the ties thus excluded, an irritation ratio was formed for each

time to decontamination by dividing the numerator (the incidence of left-side

candidate-decontaminated lesions that exhibited worse irritation than their
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contralateral M258A1 decontaminated lesions) by the denominator (the total

number of qualifying lesion pairs). The ratios were compared with the theo-

retical expected fraction of 0.5 for the null hypothesis using analysis of I
means tests (one-sided) at alpha = 0.05 (Ott, 1975) 7. Limits of the irrita-
tion ratio for accepting the null hypothesis that the candidate decontamina-

tion system prevented irritation as well as or better than the M258A1 standard

decontamination system were calculated. The limits are presented in the fol- 1

lowing table as a funztion of the number of qualifying lesion pairs. "&

LOWER AND UPPER IRRITATION RATIO AND INCIDENCE
LIMITS FOR EQUIVALENCE WITH 0.5 (ALPHA = 0.05)

Number of Ratio Incidence
Lesion Lower Upper Lower Upper
Pairs Limit Limit Limit Limit

72 0.385 0.615 28 44
71 0.384 0.616 28 43
70 0.383 0.617 27 43
69 0.382 0.618 27 42
68 0.381 0.619 26 42 r
67 0.380 0.620 26 41
66 0,379 0.621 26 40
65 0.378 0.622 25 40
64 0.378 0.623 25 39
63 0.377 0.623 24 39
62 0.376 0.624 24 38 4
61 0.375 0.625 23 38 1C
60 0.373 0.627 23 37
59 0.372 0.628 22 37
58 0.371 0.629 22 36
57 0.370 0.630 22 35
56 0.369 0.631 21 35
55 0.368 0.632 21 34
54 0.367 0.633 20 34
53 0.365 0.635 20 33
52 0.364 0.636 19 33
51 0.363 0.637 19 32

24 0.300 0.700 8 16
23 0.296 0.704 7 16
22 0.291 0.709 7 15
21 0.286 0.714 7 14
20 0.281 0.719 6 14
19 0.275 0.725 6 13
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LOWER AND UPPER IRRITATION RATIO AND INCIDENCE
LIMITS FOR EQUIVALENCE WITH 0.5 (ALPHA = 0.05)

(Continued)

Number of Ratio Incidence
Lesion Lower Upper Lower Upper
Pairs Limit Limit Limit Limit

18 0.269 0.731 5 13
17 0.262 0.738 5 12
16 0.255 0.745 5 11
15 0.247 0.753 4 11
14 0.238 0.762 4 10
13 0.228 0.772 3 0
12 0.217 0.783 3 9
11 0.205 0.795 3 8
i0 0.190 0.810 2 8
9 0.173 0.827 2 7 -

8 0.154 0.846 2 6
7 0.130 0.870 1 6
6 0.100 0.900 1 5
5 0.062 0.938 1 4
4 0.010 0.990 1 3
3 -0.066 1.066 0 3

0
The equation used was

Pij =PlT Z - (I-p)/Mi

where

Pij = the lower or upper limit of the irritation ratio for

equivalence with 0.5,

= the theoretical estimate for equal irritation, 0.5,

Z = the independent variable in the standard normal curve
(Zo.05 = 1.96), and iq

Mi = the number of qualifying (nontied) lesion pairs.

The incidence limits were calculated as the product of Mi and Pij, rounded to

the appropriate integer not exceeding the limit.

The table was generated for two useful ranges of Mi, i.e., from 3 to

24 for comparisons with binomial irritation scores at one time to decontami-

nation, and from 51 to 72 for comparisons with binomial irritation scores
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combined over ail three times to decontamination. The latter comparison was

used to determine whether a candidate decontamination system passed or failed

the screen.
The binomial irritation response method was tested on the same

24 animals used in Section 3.5.5 at times to decontamination of HD of 0.75,

1.5, and 3.5 min. The distilled water irritation ratio was 24/24 = 1.0 at

each time to decontamination. That is, every dose site decontaminated with

distilled water was discernibly more irritated than the contralateral M258A1-

decontaminated dose site. These results confirmed the Draize total irritation

score results (Table 3.5.3) obtained for that study.

Previous work at the MREF has shown a significant difference between

distilled water and M258A1 I and II as HD decontaminants at up to 5 min after

dosing. Thus, the results of the binomial irritation response analyses in the

validation study presented above were expected. We wanted to better determine

whether the binomial irritation response was independent of lesion length or

whether analyses of thE two responses would always coincide in passing or

failing the same candidate decontamination systems. That they would not give

the same screen results could only happen under two scenarios. The first is

when the lesion lengths on the candidate side are equivalent to or less than

those on the standard side, but the binomial irritation score is significantly

greater than 0.5. The second scenario is when the lesion lengths on the can-

didate side are significantly greater than those on the standard side, but the

binomial irritation is equivalent to or less than 0.50.

Binomial irritation scores were taken during MREF Protocol 22

screenings of four Rohm & Haas (R&H) candidate decontamination systems in MREF

Task 85-12. Each contralateral pair of lesions was evaluated by three tech-

nicians. Each candidate system was screened on 3 days with one replicate of

eight rabbits per day. The same three technicians were not available for the

irritation scoring every day, so that the experimental design was only par-

tially blocked by the observing technician.
Binomial irritation scores are presented for four Rohm & Haas candi-

date systems in Tables 3.5.4 to 3.5.7. The screen was designed to pass candi-

date decontamination systems that were as good as or better than the M258A1 I

and II standard system. Binomial irritation scores with two plus signs (++)

.
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indicate significantly (P < 0.05) lower HO irritation due to candidate decon-

tamination relative to the standard. Scores with one plus sign (+) indicate

equivalent HD irritation (P > 0.05). Scores with a minus sign (-) indicate

significantly higher HD irritation associated with the candidate. Screen

results were based on the total irritation scores (by observer) for each can-

didate system.

An analysis of means among the three observers' total irritation

scores showed them to be internally consistent (P > 0.05) for each candidate

system. That is, based on incomplete blocking of the data, the observers were

consistent among themselves in scoring.

A comparison of these binomial irritation results with lesion length

analyses is presented in Table 3.5.8. The binomial irritation results in

Table 3.5.8 are based on scores made by an observer present on all 3 replicate

days of screening. Results of the two methods did not appear to corroborate

totally with each other. Both methods passed candidate systems RH1-86,

RH4-86, and RH5-86. Candidate system RH6-86 passed the lesion lengths analy-

sis, but failed the binomial irritation response test. Apparently, the

lesions were of equivocal length, but the M258A1-decontaminated HO dose sites

were less erythemic and/or edematous than the HD dose sites decontaminated

with RH6-86. Thus, after examining only four candidate decontamination sys-

tems, we detected one case in which the binomial irritation response did not

confirm the lesion lengths as a screening parameter. It was concluded that

the two responses could be independent and might be used in conjunction as

separate indices of the efficacies of candidate systems relative to the stan-

dard system in future screening.

In summary, the binomial irritation response method seemed promising

as a technique for contralaterally comparing the effectiveness of decontamina-

tion systems of HO independently of lesion size. More test comparisons will
be needed to assess its full applicability.

3.5.7 Manual Planimetry

As previously discussed in Section 3.5.1, previous experience with

an automated image analyzer demonstrated the superiority of the human eye over
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digital picture processing in detecting HO lesion boundaries. It was decided

to investigate the feasibility of using manual planimetry to measure vesicant
lesions on rabbit backs.

A reel digitizer and Sigma-Scan Scientific Measurement Software

(Jandel Scientific, Sausalito, CA) was purchased for use with an IBM personal

computer. The reel digitizer was a 20 cm by 29 cm by 4 cm plastic box con-

taining two reel-type potentiometers attached by two nylon strings to a draw-

ing pen. The drawing pen had a touch-sensitive tip that required depressing

for activation of the digitizer. With the box held stationary, movements of

the activated pen were recorded on the computer monitor. The software package

could be used to measure the distance between two points, to integrate areas
within a closed region, and to determine X/Y coordinates. The instrument was
calibrated for distance using a ruler aInd for area usng a 100 m2 square

drawn on paper.

We initially tried to measure lesion lengths, widths, and areas on

live, anesthetized rabbits in a dosing hood. We tested the method with the

same 24 animals used in Section 3.5.5 with 0.75, 1.5, and 3.5 min as times to

decontamination of HD. The planimeter box was held by a ring stand and was

placed in the hood at the approximate level of the rabbit back. Having opened

both stanchion sides, we attempted to identify and mark lesion extremities for

length and width and to circumscribe lesion boundaries with the drawing pen.

This procedure was complicated by the compliance of the skin, i.e., the sur-

face was too soft to allow registration of the lesion extremities by depres-

sion of the pen on the skin. Also, attempts to draw the lesion boundaries

were unsuccessful due to skin mobility with pen movements. The curvature of

the rabbit back required that the rabbit be repositioned for each side of mea-

surements. This was necessary in order to keep the reel strings from contact-

ing skin and generating artifact in pen position. These difficulties made the

entire procedure cumbersome and labor intensive.

We tried covering each lesion with a 5-cm glass Petri dish, thereby

providing a hard, flat ,rface on which to draw lesion dimensions. However,

use of the dish either flattened the lesions, which rendered them larger in

appearance than they actually were, or totally obscured the lesions. Visual-

izing the lesions was made even more difficult due to working at arm's length
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in the hood. We decided that the procedure was not practical when used on the

live rabbit restrained in a stanchion in a hood.

We decided to evaluate the feasibility of measuring lesirn param-

eters from projected 35-mm color photographic slides. Photographs were taken

of each animal's dorsum. A ruler was positioned in the camera field of view

for later calibration. The rabbit was positioned so that its back was at

right angles to the camera. The developed slides were projected at an angle

onto a mirror so that the dorsum images were reflected onto a flat, white

table top. The image size was adjusted at the projector lens so that all

regions of the dorsum image could be reached by the drawing pen with the

planimeter box kept to the side of the drawing area.

The lesion lengths and widths were measured in millimeters. Data

were collected with relative ease, on approximately one rabbit every 3 min.

Imaging factors were determined by measuring the distance between the 0 and

50-mm marks on the ruler in each photograph and by dividing that distance by

50 mm. Lesion lengths and widths were corrected by dividing them by the

imaging factor determined for that photograph. Each lesion length or width

obtained by planimetry on photographs was paired with the value previously

obtained by ruler on the live animal per MREF Protocol 22. Statistical con-

trasts were performed at each dose site for length and width using paired t

tests (two-sided) at alpha = 0.05. A significant difference between plani-

meter and ruler measurements at a given dose site was interpreted as an

unacceptable error in the photography/planimetry method at that dose site,

since the ruler measurements were regarded as the validated response.

Lesion lengths and widths, corrected by the respective image-sizing

factor, are presented in Tables 3.5.9 and 3.5.10 for the 24 animals used.

Measurements obtained using a ruler on the same lesions are presented in

Tables 3.5.11 and 3.5.12. The same data from both methods are summarized as

mean lengths and widths in Table 3.5.13. Results of the paired t tests are

also presented in Table 3.5.13, which shows that manual planimetry signifi-

cantly underestimated the lengths of all M258A1 I and II decontaminated

lesions and the nondecontainated control lesion. The meth., was accurate on

the longest lesions, i.e., at distilled water-decontaminated sites. The

method also significantly underestimated all lesion widths except the
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smallest, i.e., the site decontdminated at 0.75 min with M258A1 I and II.

Based on the above evidence, we decided that the photography/planimetry method

was not an adequate tool to substitute for the ruler measurements.

There are several possible reasons why the method underestimated the

values obtained by ruler. First and primarily, the photographs did not reveal I

edema boundaries. Except for trypan blue translocations, there was no visual

index of lesion boundaries in the photographs. Since the area of trypan blue

was always contained within the area of edema, the lesion size estimates based
on trypan blue boundaries were smaller than the ruler measurements, which were

based on edema boundaries. Apparently the difference between methods in esti-

mating lesion lengths was least for the longest lesions, i.e., those on which

distilled water had been the decontaminant. A second reason for the

photography/planimetry method underestimation may have been due to photography

at angles other than 90 degrees to the rabbit backs. We had attempted to

minimize this effect by supporting the rabbits' abdomen and by orienting the

back toward the came,-a. However, total elimination of the curvature of the

back surface was not possible. If back curvature were a significant factor,

one would expect it to have the greatest effect on the accuracy of the method

in estimating the longest lesions. Since estimates of the longest lesions

(>30 mm) were statistically equivalent by the two methods, we concluded that

back curvature was not a likely source of error. -

In summary, we feel that the use of manual planimetry on live

rabbits was not a practical substitute for measurement by ruler. Using the

method on projected photographs of rabbit backs also rendered unsatisfactory

readings of lesion lengths and widths. 
I

4.0 DISCUSSION ..

All phases of Optimizations A and D resulted in significant improve- d

ments in the base protocol, which is a screen for testing decontamination sys-

tems for topical eAposure to vesicant chemical surety materiels. Optimization

B validated contralateral comparisons and Optimization C validated the 'ise of

bulk M258A1 materials in the screen. Results of Optimization E recommended

I

" " 
' - , . V .
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two techniques for further study, i.e., reflectance photometry and the visually

observed binomial irritation response.

4.1 OPTIMIZATION A

Under Optimization A, analyses for HD and L in head space air samples

taken over the backs of aosed rabbits demonstrated that animals could be

decontaminated and safely removed from dosing hoods at 4 hr after dosing.

Studies showed that washing with 0.5 percent NaClO was completely effective in

decontaminating/removing any residual HD to a nondetectable level. The

procedure was also completely effective in reducing residual L to sub-TWA

levels.

Decontamination site skin was not further irritated by 0.5 percent

HaClO followed by three rinses with distilled water. The ability of

contralateral comparisons of lesion size estimates to detect the efficacy of

M258A1 I and II standard decontamination system relative to distilled water was

not adversely affected. Instead, the model's sensitivity was significantly

improved by performing the NaClO decontamination at 4 hr after dosing for both

HD and L. That is, contralateral differences in lesion lengths were increased

by an enhanced efficacy of M258A1 I and II when decontamination occurred at

4 hr relative to 24 hr.

Shortening the NaClO decontamination time by 20 hr may affect the

outcome of future tests. A 'andidate decontaminant that tests as equivalent to

M258A1 in the current screen may fail the modified screen unless it too

demonstrates increased efficacy with the early decontamination process

synergistically. However, the adsorbent-type carbonaceous resins that have

predominated the candidates in MREF Protocol 22 tests would be more likely to

pass the modified screen, since decontaminating with NaClO at 4 hr shortens

the time for HD to desorb and enter the skin. This raises the opposite

problem, that the modified screen might also pass desorbant candidates that

would have failed the unmodified screen. The issue here is the expected length

of time in the battlefield between hasty decontamination with the standard

personal kit and rendezvous with a chemical squad for deliberate

decontamination. If that period is less than 4 hr, then the screen should be

II
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modified so as to enhance detection of short-term superiority in candidates.

If deliberate decontamination is expected to be delayed for as much as a day,

then the screen should remain as it is in order to avoid unnecessarily

stringent comparisons against a standard exhibiting increased efficacy at the

shorter decontamination time.

The current safety data must be regarded only as an initial base for

justifying removal of animals from the hoods. Periodic redemonstration of

sub-TWA levels of vesicant must be performed in order to maintain the safeness

of the procedure. It was recommended that an extra group of eight animals be

included in the first and every subsequent eighth screening run involving a

particular vesicant, and that this group be dosed, decontaminated with

0.5 percent NaClO, rinsed three times with distilled water, and tested for

offgassing of HD or arsenicals as described in Optimization A methodology.

This frequency of safety checks corresponds to approximately two safety

assessments per month of continuous screening and for the first screening run

if operations have been discontinued for a time period.

It was therefore recommended that the 4-hr after dosing

decontamination with the distilled water rinses be substituted for the 24-hr

procedure in the MREF Protocol 22 screen for candidate decontamination systems

against vesicants. It was further recommended that animals be removed from

dosing and holding hoods following the 4-hr decontamination and placed in

conventional animal housing for the remainder of the study. The new procedure

not only will provide for cost savings in performing the screen, it will also

render a methodology for testing candidate decontamination systems versus both

components of the M258A1 standard system against L, which was not possible

using the current version of MREF Protocol 22 since the screen for L could not

be validated.

4.2 OPTIMIZATION B

Under Optimization B, a multifactor ANOVA demonstrated the expected

trend of increased size with time prior to decontamination with the M258A1 I

and II system for both HD and L. In the HD study which involved prevalidated

times of 1.0, 3.0, and 5.0 min to decontamination, significant anterior-
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posterior positional effects were evident in lesion lengths, and significant

side effects were evident in lesion widths. These effects were not evident in

the HD study using times of 1.25, 5.0, and 10.0 min, and are therefore some-

what suspect. The quadratic position effect in lengths was stronger

(P < 0.01) than the side effect in widths (P < 0.05) and must be considered a

more serious factor in the experimental model, especially since lesion length

is the primary response used in comparing decontamination system efficacies.

Since the validated experimental model for the MREF Protocol 22 screen using

HD defines the middle two dose sites to be decontaminated at 3.0 and 5.0 min,

lesion length estimates at those times will have predictably greater length

components due to position than those at 1.0 min and 24 hr to decontamination.

The important conclusion from Optimization B results is that the

MREF Protocol 22 experimental model remains validated as a screen based on

contralateral contrasts. Efficacies for candidate and standard decontamination

systems against HD or L exposure may be compared using lesion length as the

primary response for analysis. There are no statistically significant effects

due to the side of the animal at which a dose is applied and decontaminated.

Lesion area may be used as a confirmational response that is also independent

of side.

Based strictly on data from the HD study using validated times,

lesion length was the only measurement significantly (P < 0.01) affected by

position. Position-dependent lesion length correction terms can be generated

by subtracting the overall mean (n = 256) lesion length of 21.5 mm from each

marginal length mean (n = 64) by position (Table 3.2.11) as follows:

CORRECTION TERMS FOR ADJUSTING BY POSITION THE LESION
LENGTH MEANS FROM MREF PROTOCOL 22 SCREENS USING HD

Time to
Position Decontamination Mean Length (mm) Correction Term (mm)

1 1.0 min 21.0 -0.5
2 3.0 min 22.3 0.8
3 5.0 min 21.9 0.4
4 24 hr 20.6 -0.9

These terms might be subtracted from screen results to more

a:curately compare lesion length means across times to decontamination. Of
,,',w ,,,

," 1'



561
course, including them would not change the results of contralateral

comparisons or the conclusions drawn from the analyses. The terms would merely

aid in the interpolation of the plotted data.

Similarly, in the L study, significant (P < 0.001) effects of

position and position interacted with time were evident in lesion widths and

areas. Correction terms for widths and areas were calculated by position from

Table 3.2.19 for L as follows:

CORRECTION TERMS FOR ADJUSTING BY POSITION THE LESION
WIDTH AND AREA MEANS FROM MREF PROTOCOL 22 SCREENS USING L

Widths Areas

Time to Mean Correction Mean CorrectionPos. Decontamination Width(mm) Term(mm)_ Area(mm2) Term(mm2)

1 30 sec 7.9 0.6 147.0 17.8
2 60 sec 6.7 -0.6 116.1 -13.1
3 120 sec 6.7 -0.6 112.4 -16.8
4 24 hr 7.9 0.6 141.3 12.1

These terms mignt be subtracted from screen results to more accurately compare

lesion width and area means across times to decontamination. Results of the U
contralateral contrasts would not be affected by these terms.

Whether the position effects change significantly as a function of6

seasonal changes in rabbit hair growth is not known. Thus, we hesitate to

recommend adjustment of the data in MREF Protocol 22 screen results on a

routine basis.

4.3 OPTIMIZATION C

Under Optimization C, the preferred use of M258AI I and II components

from bulk packaging was shown to be statistically equivalent to using the -

M258A1 I and II field kit in decontaminating HD. Thus, we recommend the

continued use of M258A! i and II components from bulk packaging to minimize

costs in performing MREF Protocol 22 screens of HD decontamination systems.

A study for comparing bulk versus kit packaging against L was

invalidated by a statistically significant (P < 0.05) difference between mean

N"N.
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lesion leigths at the identically treated 24-hr control dose sites. In view

of the current lower emphasis associated with L, we felt that a repeat of the

bulk versus kit study was not warranted. In addition, no statistically

significant differences were noted with any of the contralateral comparisons

at the validated times used in MREF Protocol 22 (30, 60, and 120 sec) for
lesion lengths, which are the measurements used to pass oi- fail a candidate.

4.4 OPTIMIZATION D

Under Optimization D, the ratio of HD lesion lengths to 24-hr control

lengths was shown to be an inappropriate pararieter for determining optimal

M258A1 I and II decontamination times. The regression value of length ratio

with time showed that the minimal length ratio was greater than 0.25; thus,
optimal decontamination times (defined at times for length ratios of 0.25,

0.50, and 0.75) could not be determined for a length ratio of 0.25.
Lesion growth ratio, the change in lesion length at a time to

decontamination (measured length minus application length) divided by the

change in lesion length at 24 hr after dosing, was regressed with time. The

times at which the growth ratio was 0.25, 0.50, and 0.75 were approximately

0.5, 2.5, and 5.5 min after dosing, respectively. The regression curve

suggested that decontamination with M258A1 I and II could not reduce HD lesion

length growth by more than approximately 80 percent of nondecontaminated

controls regardless of how quickly it followed dosing.

Based on these values, it is recommended that the validated times to

decontamination in MREF Protocol 22 (at 1.0, 3.0, and 5.0 min) be retained.

4.5 OPTIMIZATION E

Under Optimization E, several technologies were examined in an

effort to replace the Draize skin irritation score as an index of the efficacy

of decontamination systems in reducing HD irritation and to automate the

evaluation process while providing a more objective measurement technique. It

was found that automated image analysis was not a likely solution due to

difficulty in setting a light intensity threshold for normal versus irritated
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rabbit skin. Attempts to evenly illuminate the rabbit back failed due to its

curvature, which resulted in significant artifacts in image processing.

Further investigation in this technology is not recommended at this time.

Thermography was found to d a sensitive tool for detecting thermal

differences. However, the lesion thermograms we observed were not consistently 0

shaped. Areas warmer than normal skia commonly excluded the lesion core,

presumably due to evaporative cooling. Also, the thermal contrast between

normal and irritated skin was not enough to clearly define lesion boundaries.

It is felt that thermography does not warrant further investigation unless

lesions caused by HD could be used in a second assessment.

A laser Doppler velocimeter appeared to be sensitive to changes in

blood flow rate at fixed skin sites as evidenced by a pulsatile output pattern

associated with heart beats. The instrument did not seem well suited for this

application, however, due to the poor correlation of its output with visually

evident erythema. This may have been due in part to variable interference by

hair stubble on the rabbit back. Further investigation in this technology is

not recommended at this time. 0

A photopulse plethysmometer was sensitive to changes in local blood

volume at specific skin sites. The variability of the instrument's output

from site to site, coupled with its sensitivity to operating conditions,

masked any evidence of blood volume effects associated with irritation.

Further investigation in this technology is not recommended at this time.

The investigation of reflectance photometry was inconclusive.

Statistical significance indicated differences in lesion light reflectance for

sites decontaminated with distilled water versus M258A1 I and II. Further

studies are warranted using this technique under optimal operating conditions .. ,

and with color filtration.

The binomial irritation scoring response appeared to correlate well

with Draize scores in a distilled water versus M258A1 I and II comparison.

Analysis of scores from actual screens of decontamination systems suggested

that the response was independent of lesion length as an irritation endpoint. N
It is recommended that this method be adopted as an additional endpoint to

lesion lengths in the MREF Protocol 22 screen for vesicant decontaminants,

pending its validation using L and additional methodology tests to establish

operational parameters and boundaries.
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An attempt to use manual planimetry seemed labor intensive and

difficult to perform on HD-dosed backs of live rabbits restrained in a hood.

Skin compliance and mobility prevented accurate measurement of lesion length

and width. Lesion lengths and widths obtained using manual planimetry on

photographs of HD-dosed rabbit backs tended to underestimate the measurements

obtained by ruler estimates on live animals. A continued effort toward the

substitution of photography/planimetry for ruler estimations of HD lesions is

not recommended unless used with an edema marker that photographs well.

However, it is felt that an investigation of the utility of planimetry to

estimate L lesions is warranted since it is the length and width of

translocated trypan blue that is measured in MREF Protocol 22 screens of L I
decontamination systems. Further studies should be undertaken with L in this

technology.

5.0 RECORD ARCHIVES

Records pertaining to the conduct of these studies are contained in

Battelle Laboratory Record Book Nos. MREF-38, MREF-43, MREF-46, MREF-50, MREF- I
56, MREF-63, MREF-64, and MREF-76. All pre-study animal quarantine and

observation records are on file at MREF. All original data, as well as the

original final report, will be maintained at MREF until forwarded to USAMRDC

at the conclusion of the project or until microfiched and permanently archived

at Battelle.

6
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Optimization of Test and Response Conditions in the
Dermal Study for the Assessment and Validation of

Decontaminants in Rabbits Against Mustard and Lewisite

Study Performed by Battelle Columbus Laboratories,

505 King Avenue, Columbus, Ohio 43201-2693

1. Study Director: Ronald L. Joiner, Ph.D.

2. Veterinarian: H. Hugh Harroff, Jr., D.V.M.

3. Sponsor: U. S. Army Medical Research and Development Command

4. Sponsor Monitor: LTC(P) Howard Johnson, USAMRICD N

5. Objective:

To determine optimal test and response conditions in the animal model and
experimental methodology for a screen that tests decontaminants against
topical exposure to mustard (HD) and Lewisite (L).

6. Optimization Process:

The animal model and experimental methods described below in Section 7 are
used as a base protocol. The optimization scheme investigates several
test and response factors in the base protocol, one at a time, and
determines conditions that minimize unwanted variability in results and/or
that improve cost efficacy. The first optimization step retains or
improves conditions in the base protocol, and the optimal version of the
protocol is then used as the base in the next optimization step. This
succession of protocol versions continues until each test and response
condition discussed below in Section 8 is evaluated. The r d result is a
protocol for screening candidate decontaminants against HF ir L that
offers maximal sensitivity to differences between candidates and standards
with enhanced proficiency.

7. Experimental Design:

A. Test System

Albino rabbits were chosen for this study on the basis of the
extensive data base available for this species and on the size of the
application area for challenges with CSM.
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(1) Strain -- New Zealand White (albino) rabbits (male and female),
supplied by Kings Wheel Rabbitry.

(2) Initial Weight -- 2.0 to 4.0 kilograms.

(3) Selection -- Animals selected after a minimum 7-day quarantine
period are in good physical condition. Rabbits are weighed and
ra(domized into groups based on body weight and sex, having been

previously selected for having the least amount of hair growth.

(4) Acclimation -- All animals are held at the Medical Research and
Evaluation Facility (MREF) for at least 24 hours prior to study
initiation.

(5) Animal Identification -- All animals are ear tattooed to retain
positive identification during animai nandling and observation.
Cage cards are color-coded by sex.

(6) Housing -- Animals are housed individually in stainless steel,
slotted cages equipped with automatic watering systems.

(7) Lighting -- Fluorescent lighting, with a light/dark cycle of 12
hours each per day.I

(8) Temperature -- Maintained at 70 F (+5 F).

(9) Humidity -- Maintained at 50% (+ 10%).

(10) Diet -- Purina Certified Rabbit Chow pellets are available at
all times during animal quarantine and holding. No contaminants
are known to be present in the feed that would interfere with
the results of the study.

(11) Water Supply -- Water is supplied from the public water system
and given ad libitum during quarantine and holding. No contami-
nants are known to be present in the water that would affect the
results of the study.

(12) Animal Care During Test -- .l animals are housed in stanchions
during the treatment period and in individual cages for the
remainder of the test period. No food is provided during the
treatment period. Water is provided ad libitum.

i*.~'
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(13) Laboratory Animal Welfare Practires -- Battelle's Animal
Resources Facilities have been registered with the U.S.
Department of Agriculture as a Research Facility (Number 31-21)
since August 14, ±967, and are periodically inspected in
accordance with the provisions of the Federal Animal Welfare
Act. In addition, animals for use in research are obtained only
from laboratory animal suppliers duly licensed by the USDA.
Battelle's statement of assurance regarding the Department of
Health and Human Services policy on humane care of laboratory
animals was accepted by the Office of Protection from Research
Risks, National Institutes of Health on August 27, 1973.
Animals at Battelle are cared for in accordance with the
guidelines set forth in the "Guide for the Care and Use of
Laboratory Animals" (DHEW Publication No. (NIH) 78-23), and/or
in the regulations and standards as promulgated by the
Agricultural Research Service, USDA, Pursuant to the Laboratory
Animal Welfare Act of August 24, 1966 as amended (P.L. 89-544
and P.L. 91-579).

(14) Accreditation -- On January 31, 1978, Battelle's Columbus
Division received full accreditation of its animal-care program
and facilities from the American Association for Accreditation
of Laboratory Animal Care (AAALAC). Battelle's full
accreditation status has been renewed after every inspection
since the original accreditation. The MREF is a part of the
facilities granted full accreditation.

B. Test Groups

(1) Size -- Routine screening tests are performed with groups of 8
animals. Group matching is based on individual and total group
weight and sex.

(2) Number -- Two groups of animals are used for each series of

exposures. One test group receives HD and the appropriate
decontamination solutions and the second group receives L and
the decontamiration solutions.

(T uaeh

I 1 l
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(3) Design -- Each animal in each group receives a series of 0.5 PI •
doses of HD or L along the dorsum of the back in the following
pattern:

anterior( ) posterior

midline b b

1 2 3 a

where a = CSM control without decontamination,
b = control for standard decontamination material,
bl = control for test decontamination material,
x = CSM plus standard decontamination material after

minimum time period,
y = CSM plus standard decontamination material after

middle time period, 0
z = CSM plus standard decontamination material

after maximum time period,
1 = CSM plus test decontamination material after minimum

time period,
2 = CSM plus test aecontamination material after middle

time period,
3 = CSM plus test decontamination material after maximum

time period.

(4) Dose -- The volume of CSM applied at each position is 0.5 pl.

C. Test Material

The M258A1 skin decontamination kit is used as the standard
decontamination system against HD and L exposure. Specific teste,

decontamination materials are provided for comparison of effects.

(1) The M258A1 skin decontamination kits are supplied by the
USAMRDC/ICD. Bulk components of the M258A1 kits are purcizased
from Chemtronics Corporation, Swannanona, NC.

(2) Lewisite and HO are supplied by the USAMRC/'ICD. Purity,
aflprcpriate identiification (bath number, lot number, state), and
stability date are supplied by the USAMROC/ICD. Purity and
stability are cornf'rmed periodically by Battelle for ma,erial
stored at Battelle,

0
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(3) Surety, security, and safety procedures for the use of L and HD 
•

are thoroughly outlined in facility plans, in personnel require-
ments for qualifications to work with CSM, and in CSM storage
and use standard operating procedures.

D. Preparation of Animals

(1) Hair Clipping -- All animals are acclimated in approved cages at
the MREF for at least one day before use. Study animals are
closely clipped from withers to rump with care to avoid skin
damage. An Oster Model A-2 animal clipper with a No. 40 blade,
or equivalent, is used to clip animals approximately 24 hours
prior to the intended use. Animals are reclipped, if necessary, I
after anesthesia has been induced to prevent shielding of
exposure sites by hair stubble.
() aen kra __ ,,Rubbts are anesthetized prior to treatment by the

intermuscular administration of a mixture of Ketamine and Rompun
(17.5 mg/kg of Ketamine and 5.0 mg/kg of Rompun). The 0

unconscious rabbits are placed in prone position in metal
stanchions. Animals are then placed inside exposure hoods and
the hood sash positioned to maintain proper air flow past the
rabbit noses.

E. Application of Vesicants S

(1) CSM (0.5 Il of L or HD) is applied to each of the designated
spots on the back of each rabbit as a small streak
(approximately 1 cm in length) with a microliter syringe.
Lewisite is delivered using a Hamilton microliter syringe
equipped with a special platinum barrel and a tungsten plunger. 0

Standard stainless microliter syringes are used to apply HD.

(2) Agent and decontaminates are applied as described in 7.8(3).

F. Application of Decontaminants

(1) Candidate decontaminants are compared directly with standard
decontaminants on each animal. All candidate decontaminants are
compared with the components of the dual-component M258A1 skin
decontamination kit currently fielded by the U. S. Army.

(2) The duration of exposure before beginning decontamination is a
critical factor.
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(a) Lewisite decontamination with standard and experimental I
materials begins at the respective dosing sites at 30, 60,
and 120 seconds after CSM application.

(b) Mustard decontamination begins at the dosing sites at 1.25,,
5, and 10 minutes after CSM application.

(c) Modifications to the time sequences may be made to provide
more distinctly graded readings, as necessary.

(3) The mechanical method used to remove the applied CSM is another
critical factor. Each decontaminant is applied according to the
manufacturer's "field use" directions or with the use of a pad
or cloth fastened to a tongue depressor as described below. F

(a) The standard M258AI skin decontamination kit uses two pre-
packaged components for decontamination. The contents of
packet I are applied prior to that of packet II as directed
by the instructions on each packet.

(b) An alternative to using the pre-packaged material is to
prepare towelettes with the appropriate packet I or II
solutions from bulk materials. The cloth used to make

Component I is cut into appropriate lengths (based on the
surface area ratio between the exposed area on the rabbit
back and the exposed area of a soldier) and attached to a
tongue depressor. The assembly is then wetted from a I
syringe containing the liquid portion of Component I
recently drawn up from a freshly opened container. The
amount of liquid for Component i is proportional to the
amount of cloth used as detailed in the production MIL
specifications for the M258A1 kit. Preparation of the .
Component II decontaminant is similar but differs in that
the Component II cloth is used (which has been impregnated
with chloramine B) for receiving the liquid portion of
Component II.

(c) Candidate decontaminants are administered according to the
manufacturer's "field-use" directions. If directions are I
not available, the application procedure will be determined
for each candidate by the USAMRDC COTR and the MRIF
Manager.
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(d) A standardized application system for candidate
decontaminants without manufacturer directions could use an
applicator of the Component I-type with a predetermined
amount of liquid applied to the applicator (determined for
each candidate by the USAMRDC COTR and the MREF Manager).

(4) The sequence and timing of application of the decontaminants are

based on the instructions for field applcation of the M258A1
kit materials or of the candidate decontaminants.

(a) For the M258A1 kit, an applicator pad wetted with M258A1
Component I is wiped briskly within the exposure area for
10 seconds in a back and forth motion perpendicular to the
spine. The Component II wetted pad is applied 65 seconds
later in a similar manner for 10 seconds.

(b) If not specified by the manufacturer, candidate liquid
decontaminants are applied in a manner similar to that for
the M258A1 materials. The applicator or prepared wetted
pad is wiped briskly but not harshly for 10 seconds within
the exposure area in a back and forth motion perpendicular
to the spine. A second application 65 seconds later may be
applied as specified by the USAMRDC COTR and MREF Manager.

(c) Immediately after use, each applicator is placed into a
container of 5% sodium hypochlorite.

(5) Experimental and standard decontamination sites are washed at
either 4 or 24 hours post-exposure with 5% sodium hypochlorite
followed by 3 washings with distilled 

water. The time of the
initial sodium hypochlorite washing may be changed as necessary.

(6) Animals are removed from the hood after decontamination and
placed in standard rabbit caging for the remainder of the
experimental period.

G. Lesion Evaluation

(1) Dye Injection -- After decontamination at 20-24 hours post-
exposure, each animal is given a 1-ml intramuscular injection
(in each thigh) of a 3% suspension of Trypan blue dye in saline.
The dye requires at least two hours to translocate throughout
the damaged vessels of the exposed areas. The dye forms a dark
blue marking of the lesion against the contrasting pale blue of
adjacent normal skin. A pink halo may extend for 2-4 mm wider
than the blue zone, which presumably is indicative of active
hyperemi a.
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(2) Anesthesia -- Approximately 2-4 hours after administration of
the dye, the test animals are anesthetized by a dose of
Ketamine/Rompun (17.5 mg/kg of Ketamine and 5.0 mg/kg of
Rompun).

(3) Lesion Size Determination -- After anesthesia (at approximately
hour 24 to hour 28), the lesion at each exposure site is
visually compared with the contralateral lesion at the
corresponding time interval for the standard M258A1
decontamination kit components. The observer estimates the
length and width of each affected area by matching the two axes
with a series of references with known lengths and areas.
Representative lesions are recorded photographically.

(4) Euthanasia -- After lesion evaluation, the test animals are
killed by administering T-61.

H. Disposal of Experimental Animals

(1) Packaging for Disposal -- The euthanitized animals are
decontaminated with 5% sodium hypochlorite, placed into double
plastic bags that are sealed, and the bags are removed from the
hood to await sampling for proof of decontamination analysis.

(2) Disposal -- All packaged animals are incinerated after proof of
decontamination.

I. Necropsy and Histopathology

No tissue samples are to be saved, and all animals carcasses are to be
decontaminated and discarded.

8. Optimizations:

A. Removal of Animals from Hoods on Day of Dosing

(1) Two consequences of removing the animals from hoods 4 hours
after dosing are examined:

(a) The hazards of personnel exposure to vesicant evaporated
from animal backs either after or without decontamination
with 5% sodium hypochlorite and rinsing with water

(b) The effect on local irritation arid lesion size by
decontamination with 5% sodium hypochlorite and rinsing
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with water at 4 hours post-dosing, followed by a 20-hour
period prior to lesion size estimations.

(2) Two series of two groups each (8 rabbits per group) are used.
The groups are defined below:

Std Decon Time to Sodium
Used on Hypochlorite Decon

Group N Vesicant Right Side (hrs Post-Dose)

Series I
1 8 HD M258A1 I, II 242 8 HD M258Al T TT

Series II 0
3 8 L M258A1 1 II 24
4 8 L M258A1 I, II 4

(3) Animals are dosed at 7 sites per base protocol. Right side dose
sites are decontaminated with the standard per base protocol,
and left side sites are not decontaminated. Four hours after
dosing, animals in Groups 2 and 4 are decontaminated at every
dose site twice with 5% sodium hypochlorite and rinsed three
times with distilled water. Animals in Groups 1 and 3 are not
decontaminated or rinsed.

(4) Then all animals, while remaining in stanchions in the hood, are
placed into plastic bags in pairs (the head of each animal
remains outside of the bag). The bags are perforated with
pasteur pipettes to supply replacement head space air withdrawn
through impingers or adsorbent tubes for standard sampling and
quantitative analysis for vesicant. Head space air is sampled
for one to three hours. The animals are removed from the bags
but remain in stanchions in the hood until 24 hours post-dosing.
Water is supplied ad libitum. Lesion size estimates are
observed and recorded.

(5) Results of head space samples are compared with 10-day TWA's
established for each vesicant. If any one )r more of the 10 bag
sample results per series is greater than the 10-day TWA, then
that series is repeated. Any procedure for which all of 10 bag
sample results for each replicate are less than the 10-day FWA
is carried forward as an optimization to the base protocol.

(6) Lesion size estimates are made at all dose sites. The
experimental design analysis is unpaired t-tests between groups
per series. The responses examined are the size and irritation Ix
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differences between left and right lesions at the same
anterior/posterior position in each series' group. The lack of
a statistically significant (i.e., if P>0.05, one-tailed) change
in the difference between contralateral lesions at any of dosing
positions 1, 2, or 3 retains the early decontamination and rinse
at 4 hours post-dosing for that vesicant/standard decontaminant
combination in the base protocol, provided that safety
considerations outlined above are met.

B. Positional Effects in Test Design

(1) The effect of the position of the dose on the rabbit back is
examined using a 3-way factorial experimental design. The
factors to be assessed are side (left/right) and anterior-
posterior position (1, 2, 3, 4) at every time to decontamination
(1.25, 5.0, 10.0 minutes, and 24 hours for HD; 30, 60, 120
seconds, and 24 hours for L).

(2) Each animal is dosed and decontaminated the same on both sides
at each position. Times to decontamination are varied with
position from group to group. Four groups of 8 rabbits per
group with 8 test sites per rabbit equals 256 test sites in the
design. Group definitions are as follows:

Position
Group N Side 1 2 3 4

1 8 Both s m L 24 hr
2 8 Both m L 24 hr s
3 8 Both L 24 hr s m
4 8 Both 24 hr s m L

where s = shortest, m = middle, I = longest exposure
periods, and 24 hr = 24 hours exposure period prior to
decontamination.

All other experimental details, including dosing and
decontamination techniques and lesion size estimations, are the
same as previously described. Lesion size estimate is the
response for analysis. Irritation is not an endpoint for
evaluation, and lesions are not recorded photographically.

The absence of statistically significant effects (i.e., if
P>0.05, one-tailed) due to position and side at each time to
decontamination retains the animal dosing scheme in tne base
protocol. If significant positional effects are detected at any
time to decontamination, then a joint decision by the MREF
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Manager and the USAMRDC COTR is made on whether and how to
modify the dosing scheme in view of the magnitude of the
effects.

C. M258AI Standard Kit Materials Packaging

(1) The effect of standard M258A1 decontamination materials •
packaging is examined. M258AI components supplied in bulk form
are compared contralaterally to the M258A1 field kit components
supplied in individual packaging and freshly opened prior to
application.

(2) Contralateral comparisons are made at one anterior-posterior S
position on the rabbit back. Both sides receive standard
decontamination with M258A1 at the shortest exposure period in
the base protocol. Non-decontaminated control sites are
included at a second position on each animal to insure
contralateral uniformity in test skin.

(3) Bulk materials are prepared and appliea to the dose site as
described in Section 7.F. above. The field kits are prepared
per kit instructions, except that an amount of decontamination
pad and materials equivalent to the bulk preparation are cut
away and fastened to a tongue depressor. All other details in
the base protocol remain intact, including decontamination S
wiping action, time of wiping, etc.

M258A1 Decontamination

Yes No

Side Packaqing

Right Kit I
Left Bulk 0

Anterior< Posterior

(4) The experimental design analysis is a paired t-test between
lesion size estimates from the two packaging forms of standard
decontamination materials. The test is invalidated if the non- •
decontaminated lesion size means are statistically significantly
different. The group size is 20 rabbits per vesicant. ,.Ae
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The absence of a statistically significant difference (i.e., if S
P>O.05, one-tailed) between lesion sizes using different
packaging forms, or an increase in lesion size using bulk
materials relative to using kits, retains the use of bulk
materials in the base protocol. If lesions from using kit
material are significantly smaller than those from using bulk
material, then a joint decision by the MREF Manager and the
USAMRDC COTR is made on which packaging form to adopt in view of Z
the magnitude of the difference.

D. Factorial Design to Optimize Standard Decontamination

Three factors - time to decontamination following exposure, quantity S
of standard decontaminant used, and duration of wiping with
decontaminant - can be varied in a factorial design to determine the
effects of each factor and their interactions on lesion size
estimates. The full analysis is not necessary for the M258A1 kit,
since the amount of decontaminant and the duration of wiping are fixed
by kit instructions. Also, determining for L a set of times to
effective decontamination is not practical since the present shortest
period, 30 seconds, is already too long a delay to effectively begin
decontamination. Thus, the only factor requiring analysis for the
M258A1 kit under this protocol is the time to decontamination
parameter for HD.

(1) For HD decontaminated with M258A1, the periods between dosing
and initiation of decontamination are modified in sets of three
while holding the other factors fixed per the base protocol.

(2) The entire rabbit back with 6 dosing sites is used. The right
side is dosed at 3 sites, and each is decontaminated with M258A1
kit components 24 hours later. The left side is dosed at 3
contralateral sites and identically decontaminated at 3 test
periods to be prescribed.

(3) Groups of 8 rabbits are used per set of test periods. Shortest, .*

middle, and longest test periods are modified until lesion size
estimates are obtained approximating 25%, 50%, and 75%,
respectively, of each contralateral 24-hour exposure lesion
size.

E. Improved Draize Scoring

Methods for indexing erythema and/or edema due to topical vesicant
insult are evaluated. The methods to be tested include but are not
limited to infrared photometry of whole lesions.



MREF Protocol 23
Medical Research and
Evaluation Facility

May 13, 1985
Page 13

9. Necropsy and Histopathology:

No tissue samples are to be saved, and all animals carcasses are to be

decontaminated and discarded.

10. Records to be Maintained:

A. CSM accountability log and inventory

B. Dose preparation and administration

C. Animal data

D. Experimental parameters and test conditions

E. Lesion observations and evaluations

F. Results of decontamination monitoring

G. Confirmation of disposal

11. Statistical Methods:

The evaluation of the relative effectiveness of the timed sequence of test
decontamination solutions or powders is done by comparing those results
with the corresponding standard M258A1 controls. At the same time

intervals, the corresponding lesion intensity, as estimated by the length,
width, and/or area of lesion involvement, for the test decontamination
solution or powder plus CSM is compared to the lesion intensity from the
M258AI deconcamination kit components. _

Significant differences in the intensities or areas of involvement .
measured in the one-sided, paired t-test can be used to classify a test
decontamination material as "less effective" or "equal to or more Po.
effective" than the M258A1 standard. If the test material is as effective 5r,
as the standard, it may warrant another series of tests at different
application intervals after exposure, with different decontaminating time
sequences, or with different amounts of test decontamination materials.

NIi" " '

..1
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12. Reports: II
A draft final report is prepared and submitted for review by the
USAMRDC COTR within 30 working days after completion of the task. It
includes at least the following:

1. Signature page for key study individuals and their
responsibilities

2. Experimental design
3. Animal supplier
4. Test animal selection criteria
5. Test material description and preparation
6. Application procedures
7. Clinical observations
8. Tabulation of response data
9. Statistical methodology

10. Discussion
11. Photographs

A final report that addresses the review comments of the USAMRDC is
prepared and submitted within 30 days of receipt of comments.

13. Approval Signatures:

Stu Dir Date

Chif eriar un

C h if V F -rin ii 7Date

USAMROC COTR Date

L/
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14. Amendment A - June 12, 1985:

This is to document changes in Protocol 23 (Optimization of Test and
Response Conditions in the Dermal Study for the Assessment and Validation
of Decontaminants in Rabbits Against Mustard and Lewisite).

1. Page 9, Section 8. Optimization A. (3):

The concentration of sodium hypochlorite for decontamination of dose
sites is changed to 0.5%. This is the highest concentration that does
not interfere with the estimation of lesions by exacerbating
irritation.

2. Page 9, Section 8. Optimization A. (4) is replaced with the

following:
Then all animals, while remaining in stanchions in the hood, are
placed singly into cardboard boxes with the lids removed. Large
funnels, approximately 6 inches in largest diameter, are trimmed on
opposite sides at their wide ends to fit the curvature of the rabbit
back. The funnels are connected at the narrow ends through tygon
tubing to impingers or absorbent tubes for standard sampling and
quantitative analysis for vesicant. A funnel is positioned over and
taped with duct tape onto each rabbit back. Head space air is sampled
for one hour. The funnels are detached, and the animals are removed
from the boxes but remain in stanchions in the hood until 24 hours4
post-dosing. Water is supplied ad libitum. Lesion size estimates are
observed and recorded.

3. Page 9, Section 8. Optimization A. (5) is replaced with the
following:

Results of head space samples are compared with 10-day TWA's
established for each vesicant. If results reveal no detectable
vesicant (limit = 0.2 TWA for HD) from any animal decontaminated at
4 hours post-dosing, then the optimization step will be considered for
implementation.

I. ,
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15. Approval Signatures for Amendment A:

Ron kd L. Joiner, Ph.D. Date
Study Director

bvm ;Z/ JU7 e /?&S
H. HugUHarroff, J. 4D.V.M. Date
Chief Veterinarian

'LTC -(P) Howard C. "hnson, D.V.M. Date
Sponsor Monitor
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Assessment of Liquid
or Powder Decontaminants in Rabbits

Against Dermal Applications of Mustard and Lewisite

Study Performed by Battelle Columbus Laboratories,
505 King Avenue, Columbus, Ohio 43201

1. Study Director: Ronald L. Joiner, Ph.D.

2. Veterinarian: H. Hugh Harroff, Jr., D.V.M.

3. Sponsor: U.S. Army Medical Research and Development Command

4. Sponsor Monitor: LTC(P) Howard Johnson, USAMRIC

5. Objective:

To develop a quantitative animal model anid experimental method for 0
screening and testing liquid or powder experimental decontaminants against
the standard dual-component M258A1 skin decontamination kit or Fuller's
Earth following mustard (HD) or Lewisite (L) exposure.

6. Experimental Design:

A. Test System

Albino rabbits were chosen for this study on the basis of the exten-
sive data base available for this species and on the size of the
application area for multiple challenges with CSM.

(1) Strain -- New Zealand White (albino) rabbits (male and female),
supplied by Kings Wheel Rabbitry.

(2) Initial Weight -- 2.0 to 4.0 kilograms.

(3) Selection -- Animals selected after a minimum 7-day quarantine
period are in good physical condition. Rabbits are weighed and
randomized into groups based on body weight and sex, having been
previously selected for having the least amount of hair growth.

(4) Acclimation -- All animals are held at the Medical Research and
Evaluation Facility (MREF) for at least 24 hours prior to study
initiation.
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(5) Animal Identification -- All animals are ear tattooed to retain
positive identification during animal handling and observation.
Cage cards are color-coded by sex.

(6) Housing -- Animals are housed individually in stainless steel,
slotted cages equipped with automatic watering systems.

(7) Lighting -- Fluorescent lighting, with a light/dark cycle of 12
hours each per day.

(8) Temperature -- Maintained at 70F (+5F).

(9) Humidity -- Maintained at 50% (+ 10%).

(10) Diet -- Purina Certified Rabbit Chow pellets are available at all
times during animal quarantine and holding. No contaminants are
known to be present in the feed that would interfere with the
results of the study.

(11) Water Supply -- Water is supplied from the public water system
and given ad libitum during quarantine and holding. No contami-
nants are known to be present in the water that would affect the
results of the study.

(12) Animal Care During Test -- All animals are housed in stanchions
during the treatment period and in individual cages for the
remainder of the test period. No food is provided during the
treatment period. Water is provided ad libitum. U

(13) Laboratory Animal Welfare Practices -- Battelle's Animal
Resources Facilities have been registered with the U.S.

Department of Agriculture as a Research Facility (Number 31-21)
since August 14, 1967, and are periodically inspected in
accordance with the provisions of the Federal Animal Welfare Act.
In addition, animals for use in research are obtained only from
laboratory animal suppliers duly licensed by the USDA.
Battelle's statement of assurance regarding the Department of
Health and Human Services policy on humane care of laboratory
animals was accepted by the Office of Protection from Research
Risks, National Institutes of Health on August 27, 1973. Animals
at Battelle are cared for in accordance with the guidelines set
forth in the "Guide for the Care and Use of Laboratory Animals"
(DHEW Publication No. (NIH) 78-23), and/or in the regulations and
standards as promulgated by the Agricultural Research Service,
USDA, Pursuant to the Laboratory Animal Welfare Act of August 24,
1966 as amended (P.L. 89-544 and P.L. 91-579).
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(14) Accreditation -- On January 31, 1978, Battelle's Columbus
Division received full accreditation of its animal-care program
and facilities from the American Association for Accreditation of
Laboratory Animal Care (AAALAC). Battelle's full accreditation
status has been renewed after every inspection since the original
accreditation. The MREF is a part of the facilities granted full
accreditation.

B. Test Groups

(1) Size -- Routine screening tests are performed with groups of 8
animals. Group matching is based on individual and total group
weight and sex.

(2) Number -- Two groups of animals are used for each series of expo-
sures. One test group receives, HD and the appropriate decontami-
nation solutions or powders and the second group receives L and
the decontamination solutions or powders.

(3) Design -- Each animal in each group receives a series of 0.5 V1
doses of HD or L along the dorsum of the back in the following
pattern:

anterior 4 > posterior

midline b b

1 2 3 1a

where a = CSM control without decontamination,
b = control for standard decontamination material,
bl = control for test decontamination material,
x = CSM plus standard decontamination material after

minimum time period,y = CSM plus standard decontamination material after

middle time period,"
z = CSM plus standard decontamination material

after maximum time period,
1 = CSM plus test decontamination material after minimum

time period,
2 = CSM plus test decontamination material after middle

time period,
3 = CSM plus test decontamination material after maximum

time period.
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(4) Dose -- The volume of CSM applied at each position is 0.5 pl.

Test Material

The M258A1 skin decontamination kit or Fuller's Earth powder is used
as the standard decontamination system against HD and L exposure.
Specific test decontamination materials are provided for comparison of

effects.

(1) The M258A1 skin decontamination kits are supplied by the
USAMRDC/ICD. Bulk components of the M258A1 kits are purchased
from Chemtronics Corporation, Swannanona, NC. Fuller's Earth is
available commercially from Sigma Chemical Company, St. Louis,

Mo.

(2) Lewisite and HD are supplied by the USAMRDC/ICD. Purity,
appropriate identification (bath number, lot number, state), and
stability date are supplied by the USAMRDC/ICD. Purity and
stability are confirmed periodically by Battelle for materialstored at Battelle.

(3) Surety, security, and safety procedures for the use of L and HD
are thoroughly outlined in facility plans, in personnel require-
ments for qualifications to work with CSM, and in CSM storage and
use standard operating procedures.

D. Preparation of Animals

(1) Hair Clipping -- All animals are acclimated in approved cages at
the MREF for at least one day before use. Study animals are
closely clipped from withers to rump with care to avoid skin dam-
agG. An Oster Model A-2 animal clipper with a No. 40 blade, or
equivalent, is used to clip animals approximately 24 hours prior
to the intended use. Animals are reclipped, if necessary, after
anesthesia has been induced to prevent shielding of exposure
sites by hair stubble.

(2) Anesthesia -- Rabbits are anesthetized prior to treatment by the
intermuscular administration of a mixture of Ketamine and Rompun.
The unconscic-is rabbits are placed in prone position in metal
stanchions. Animals are then placed inside exposure hoods and
the hood sash positioned to maintain proper air flow past the
rabbit noses.

N
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E. Application of Vesicants

(1) CSM (0.5 gl of L or HD) is applied to each of the designated
spots on the back of each rabbit as a small streak (approximately
I cm in length) with a microliter syringe. Lewisite is deliveredusing a Hamilton microliter syringe equipped with a special ,
platinum barrel and a tungsten plunger. Standard stainless

microliter syringes are used to apply HD.

(2) Agent and decontaminates are applied as described in 6.B(3).

F. Application of Liquid Decontaminants

(1) Candidate decontaminants are compared directly with standard
decontaminants on each animal. Liquid candidate decontaminants
are compared with the components of the dual-component M258A1
skin decontamination kit currently fielded by the U. S. Army.

(2) The duration of exposure before beginning decontamination is a....

critical factor.

(a) Lewisite decontamination with standard and experimental
materials begins at the respective dosing sites at 30, 60,
and 120 seconds after CSM application.

(b) Mustard decontamination begins at the dosing sites at 1.25,

5, and 10 minutes after CSM application.

(c) Modifications to the time sequences may be made to provide
more distinctly graded readings, as necessary.

(3) The mechanical method used to remove the applied CSM is another
critical factor. Each liquid decontaminant is applied according
to the manufacturer's "field use" directions or with the use of a
pad or cloth fastened to a tongue depressor.

(a) The standard M258A1 skin decontamination kit uses two pre-
packaged components for decontamination. The contents of
packet I are applied prior to that of packet II as directed
by the instructions on each packet.

(b) An alternative to using the pre-packaged material is to
prepare towelettes with the appropriate packet I or II
solutions from bulk materials. The cloth used to make
Component I is cut into appropriate lengths (based on the
surface area ratio between the exposed area on the rabbit
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back and the exposed area of a soldier) and attached to a
tongue depressor. The assembly is then wetted from a
syringe containing the liquid portion of Component I
recently drawn up from a freshly opened container. The

amount of liquid for Component I is proportional to the
amount of cloth used as detailed in the production MIL
specifications for the M258A1 kit. Preparation of the ...
Component II decontaminant is similar but differs in that
the Component II cloth is used (which has been impregnated
with chloramine B) for receiving the liquid portion of
Component II.

(c) Candidate liquid decontaminants are administered according
to the manufacturer's "field-use" directions. If directions

are not available, the application procedure will be
determined for each candidate by the USAMRDC COTR and the
MREF Manager.mc

(dl A standardized application system for candidate liquiddecontaminants without manufacturer directions could use an

applicator of the Component I-type with a predetermined
amount of liquid applied to the applicator (determined for
each candidate by the USAMRDC COTR and the MREF Manager).

(4) The sequence and timing of application of the decontaminants are
based on the instructions for field application of the M258A1 kit
materials or of the candidate decontaminants.

(a) For the M258A1 kit, an applicator pad wetted with M258A1
Component I is wiped briskly within the exposure area for 10
seconds in a back and forth motion perpendicular to the
spine. The Component II wetted pad is applied 65 seconds
later in a similar manner for 10 seconds.

(b) If not specified by the manufacturer, candidate liquid
decontaminants are applied in a manner similar to that for
the M258A1 materials. The applicator or prepared wetted pad
is wiped briskly but not harshly for 10 seconds within the
exposure area in a back and forth motion perpendicular to
the spine. A second application 65 seconds later may be
made as specified by the USAMRDC COTR and the MREF Manager.

(c) Immediately after use, each applicator is placed into a
container of 5% sodium hypochlorite.
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(5) Experimental and standard decontamination sites are washed at
either 4 or 24 hours post-exposure with 5% sodium hypochlorite
followed by 3 washings with distilled water. The time of the
initial sodium hypochlorite washing may be changed as necessary.

(6) Animals are removed from the hood after decontamination and
placed in standard rabbit caging for the remainder of the
experimental period.

G. Application of Powder Decontaminants

(1) The standdrd decontamination system for comparison against
candidate powder decontaminants is the M258A1 dual-component skin
decontamination kit. On specified occasions, a candidate powder
decontaminant may be compared to Fullers Earth. All solid or
powder experimental decontamination systems are applied as
follows whether being compared to M258A1 or Fuller's Earth.

(2) The standard Fuller's Earth and experimental decontaminants are
applied directly to the exposed area.

(3) A pre-weighea 4uantity of Fuller's Earth (100-150 mg) is placed
into capped vials and stored until use.

(4) The Fuller's Earth is applied to the dosed site and rubbed
thoroughly over the entire dosing area for 10 seconds with a
cotton-tipped swab.

(5) A piece of cardboard is held at one border of the immediate site
of powder application to minimize contamination of adjacent
dosing sites through air entrapient of excess powder.

(6) Immediately after use, the cotton-tipped swab is placed into a
container of 5% sodium hypochlorite.

(7) Candidate powder decontaminants are administered according tc the
manufacturer's "field-use" directions. If directions are not
available, the application procedure will be determined for each
candidate by the USAMRDC COTR and the MREF Manager.

(8) Experimental and standard decontamination sites are washed at
either 4 or 24 hours post-exposure with 5% sodium hypochlorite
followed by 3 washings with distilled water. The time of initial
sodium hypochlorite washing may be changed as necessary.
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(9) Animals may be removed from the hood after decontamination and
placed in standard cages for the remainder of the experimental
period.

H. Lesion Evaluation

(1) Dye Injection -- After decontamination at 20-24 hours post-

exposure, each animal is given a 1-ml intramuscular injection (in
each thigh) of a 3% suspension of Trypan blue dye in saline. The
dye requires at least two hours to translocate throughout the
damaged vessels of the exposed areas. The dye forms a dark blue
marking of the lesion against the contrasting pale Hue of
adjacent normal skin. A pink halo may extend for 2-, mm wider
than the blue zone, which presumably is indicative of active
hyperemia.

(2) Anesthesia -- Approximately 2-4 hours after administration of the
dye, the test animals are anesthetized by a dose ofKetamine/Rompun (17.5 mg/kg of Ketamine and 5.0 mg/kg of Rompun).

(3) Lesion Size Determination -- After anesthesia (at approximately
hour 24 to hour 28), the lesion at each exposure site is visually
compared with the contralateral lesion at the corresponding time
interval for the standard M258AI decontamination kit components
or Fuller's Earth. The observer estimates the length and width
of each affected area by matching the two axes with a series of
references with known lengths and areas. Representative lesions
are recorded photographically.

(4) Euthanasia -- After lesion evaluation, the test animals are
killed by administering T-61.

H. Disposal of Experimental Animals

(1) Packaging Tor Disposal -- The euthanitized animals are E
decontaminated with 5% sodium hypochlorite, placed into double
plastic bags that are sealed, and the bags are removed from the 4
hood to await sampling for proof of aecontamination analysis.

(2) Disposal -- All packaged animals are incinerated after prooi of

decontamination.

7. Necropsy and Histopathology:

No tissue samples are to be saved, and all animals carcasses are to be
decontaminated and discarded.
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8. Records to be Maintained:

A. CSM accountability log and inventory

B. Preparation of reagents and dosage administration

C. Animal data

0. Experimenta parameters and test conditions

E. Lesion observations and evaluations

F. Results of decontamination monitoring

G. Confirmation of disposal

9. Statistical Methods:

The evaluation of the relati1ve effectiveness of the timed sequence of

test decontamination solutions or powders is done by comparing those
results with the corresponding standard M258A1 or Fuller's Earth
controls. At the same time intervals, the corresponding lesion
intensity, as estimated by the length, width, and/or area of lesion
involvement, for the test decontamination solution or powder plus CSM

is compared to the lesion intensity from the M258A1 decontamination
kit components (or Fuller's Earth on special occasion) plus CSM.

Significant differences in the intensities or areas of involvement

measured in the one-sided, paired t-test can be used to classify a
test decontamination material as "less effective" or "equal to or more
effective" than the M258A1 or Fuller's Earth standard. If the test

material is as effective as the standard, it may warrant another
series of tests at different application intervals after exposure,
with different decontaminating time sequences, or with different
amounts of test decontamination materials.

10. Reports:

A draft final report is prepared and submitted for review by the
USAMRDC COTR within 30 working days after completion of the task. It
includes at least the following:

1. Signature page for key study individuals and their
responsibilities

2. Experimental design
3. Animal supplier
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4. Test animal selection criteria
5. Test material description and preparation
6. Application procedures
7. Clinical observations
8. Tabulation of response data
9. Statistical methodology

10. Discussion
11. Photographs

A final report that addresses the review comments of the USAMRDC is
prepared and submitted within 30 days of receipt of comments.

11. Approval Signiatures:

Ronal -t. Joiner/ Ph.D. Date
Study Director

H. Hugh Harroff,Jr., D.V.M. Date
Chief Veterinarian /7

S LTCT P Howard . Johto-n, D.V.M. Date
USAMRDC Monitor ,

i>9C
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12. Amendment A - January 10, 1986:

This is to document changes in Protocol 22 (Assessment of Liquid or Powder
Decontaminants in Rabbits Against Dermal Applications of Mustard and
Lewisite).

Page 7, Section 6.F.(5) is replaced with the following:

Experimental and standard decontamination sites are washed at either 4
hours post-exposure with 0.5% sodium hypochlorite solution or at 24 hours
post-exposure with 5% sodium hypochlorite solution or both, followed by a
minimum of 3 washings with distilled water. The distilled water wastes
are performed in order to clean the dose site of decontaminants for lesion
observations. The number of washes used is consistent within a study and
is recorded.

13. Approval Signatures for Amendment B:

Ronad L. Joiner/Ph.D. Date

Study Director

H. uft" arroffy ,.V.M. Date
Chief Yeterinar' /

LTC(P) Howard C1 /1 hnson, D.V.M. nate
USAMRDC/ICD Mon tor

4

4
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14. Amendment B - April 10, 1986:

This is to document changes in Protocol 22 (Assessment of Liquid or Powder
Decontaminants in Rabbits Against Dermal Applications of Mustard and
Lewisite).

Page 3, Section 6.B.(3)

The pattern for dosing each animal is redefined by the following:

anterior - 4 posterior

deconamina inotoloests b
1l 2 3 bI l

The switching of dose sites "a" and "bl" was made so that site "a" (CSM
control without decontamination) would be on the same side as the standard
decontamination control dose sites "x". "y ", and 'Y'.

Page 4, Section 6.C.(1) is amended with the following:

Bulk M258A1 components used after March 1986 are purchased from Mine
Safety Appliances, Murrysville, Peionsylvania 15668.

15. Approval Signatures for Amendment B:

Ronald L. Joiner, PD.D. 5 Date
Study Director

H. Hu"I Harrof Date /W

Chief Veter inar ian

LTC(P) Howard C. Jo) nson, D.V.M. Date
USAMRDC/ICD Moni

VA~
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TABLE 3.1.1- OPTIMIZATION A: RESULTS OF FUNNEL COLLECTION
METHOD FOR VOLATILIZED HD AND L

Start
of Volatilized

No. Sites Decontamination Decontamination Sample Agent per
No. Dosed Per System at 4 Hr Period* Animal

Animals Animal Left Right (Both Sides) (min) (ng/l)

HD

8 7 Water M258A1 I, II 0.5% NaClO 240 <0.6**

8 7 Water M258A1 I, I 0.5% NaClO 240 <0.6

8 7 Water M258A1 I, II 0.5% NaCO 240 <0.6
1 7 Water M258A11I, II None 240 <0.6

1 7 None None None 240 <0.6

1 7 None None None 7 2,740

1 7 None None None 11 880

L

8 7 Water M258A1 I, II 0.5% NaClO 240 <2.4***

8 7 Water M258A1 I, II 0.5% NaClO 240 <1.14

*Time after HD dosing; sample period duration = 180 min.
**Time weighted averaqe (permissible exposure limits) for HD in air = 3 ng/l;

detection limit for HD = 0.20; TWA = 0.6 ng/l.
**Tiile weighted average (permissible exposure limits) for L = 3.0 ng/l;

detection limit for As (5 ng/l) is equivalent to 0.38 TWA for L = 1.14 ng/l.
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TABLE 3.1.10. OPTIMIZATION A: CONTRASTS BETWEEN CONTRALATERAL
DIFFERENCES IN LESION SIZE ESTIMATES FROM
DECONTAMINATION OF HD AT 4 HR WITH 0.5 PERCENT
SODIUM HYPOCHLORITE VERSUS DECONTAMINATION AT 24
HR WITH 5.0 PERCENT SODIUM HYPOCHLORITE

2-Sided t tests
Time to Decontamination 1.25 Min 5.0 Min 10.0 Min Avg

Response Statistic

Lesion Difference -0.5 6.0 7.0 4.1
Lengths df 46 46 46 142

t -0.2 2.6 3.0 3.0
Significance --- * * *

Lesion Difference -0.3 0.1 1.8 0.5
Widths df 46 46 46 142

t -0.3 0.1 2.0 0.9
Significance ---......

Lesion Difference -47.0 54.0 117.0 41.0
Areas df 46 46 46 142

t -1.3 1.4 3.1 1.9
Significance --- --- *

"Difference" is the contralateral difference for decontamination
at 24 hr with 5.0% sodium hypochlorite less the contralateral
difference for decontamination at 4 hr with 0.5% sodium
hypochl ori te.

df is degrees of freedom used to determine significance.
t is the studentized unpaired t statistic.
*Denotes a statistically significant difference (P < 0.052
two-sided).

---Denotes no statistically significant difference (P >  0.05,two- s ided ). ?

Therefore, the t value is an index of the degree of improvement in
the model due to the early decontamination procedure.



C-11

Lii -4 M Wo --4 M '.0 N' r. 0D ci 0l Ln ** m~ (M rp.-.. N -4 .- 4 CJ -4 -4 N CI N - 4 .-

0

4
0 i(

-

-D m~C m r" 00 m m w0 0 C) w CD m- CD

0 0)
in rcc-:.0

cc w4

0- 0

0

UA- V) c

Wui

Ln CE4- LO M- LO ko C co CYN a% co'o LO 04 0 co~
.- ~J0 CLj

014

CD ;e0 Ld) Ln -'W M~ '0 Ln M- l-. %D 'o r, co ko L c0D CD4 9-4 r-4 -4 .- 4 -- 44~.i .4 ..

0. LUW en 
L

000

C-,-

M / CU L LA'0 r-. co, M ~ 00 M 04 C) - C '. r -. CO I o CoJ
Z Z M f, " 1, c . Cj % 4 C 4 t M t(Po 0 L eAc 0 : 0 I 0 ** L n i n t o -* -< - N O L O L n L) L n U M L n u n L n (

z(

CL 
(uOZZ~~~~~~~ (P1 u~j cl r'i Cr L o~ .o~ % '0 '. -



I K C- 12

00

W 1..

V)

-i
CD U

00OW

Wi4=mt r-wC 0 1 111 11
m 0D 0 eo c -4 -4 -4 -4 - -4 1-4 -1 \ -4 CJ -4 -4 -

0- ~ 0

0 I

-j i.

0-10 L

-00

WLI~LW
-4 k O l L t I L t O M0 0 c 0

CQC

uL

~ L L L L L A LA LA* LAr LA LAt - LA LA L LA A G

CD 0

L" W w lon /I

4.0
clW

i mv

U. U X: " X:L" U U- - W

w4 -4a- mN wN mN mN aN -01 (NJ w m ' %D C~



I C- 13

hi -:r % ~-4 O' 4 -q m. (no~ C ( r., 00 C OC cow If 14 -r- -4-4 I
c '1-4

C4
=w S...o

= C=
C)

-- I) V) M 'K ) r-I W- M -- 4 W' 0 rA- r W C.0 r
< 0)

C LI.

0'.0 -

C)) 4J 0 ' ~ - .4 O A . ~ U) r

CDc

LLLA

C) 0

el' (/ 0 ) l Y 4 C n 3 : n rq Cr 4 C

<-w4-
CD)

Il- Q:0

00 to
C) 0)0)-

0))uu C

-- J LL L A A "L A J



C- 14

V) a V) ON a% 0 No 00 CD 0 co 0%C) 00 P-o -, m, C - C) o 00 M LONM:4 N N Cj N N Nj .NJ C\ C\ J N -4 1-4 C\ J -f r- -4 -4'~K

C,

Ct) ~ V ML/ M~O Kt -i kO0 CD 0 W N-M O 0 M- Co M- W CD N 0 M. k LO LOcr CD ~ -. - -4 N- N N -4 "-.4 1- N . . . .- Nq 1- -4

C 7D
C) C.

u 0

CD

coCZ wE-
Lii OrO V) Ln -4 m CD D 0 M Co N- -4 Co (NJ 0 U, Co % Co t N " L-'oC- CD ~ N * N ~ -4 N~ " N N4 N- N4 N4 -1 NQ C) -1 N4 N4 N- N N-

-J

0J

mC' w U - ~ o r r n C O r -

CD)

LL
-w

UJU

w ~ .' Co Co Mr C' o 'N -4 r, N4 . M F,-4 Co 0 N- - 00 N0 Ur 0o ON- C o 0) N\ mj E ~ -0 N -4 N n N D vD - -4 -. 4 N- P, -- i -. 4 -4 -4 -- 4 ko m LN N W- " .- 4
SoC o C D C 0 C o o C C D 0 0 C D r, r, 0 C D 0 0 CrLA UL O L r L d * O W* L n l~r q O L r R O L O -r -* O QN n c n a o m c o c n c o c o c o c o a n m aEm

- N '-4 N N -4 --4 4--- N -. N .- .- NM 4 4- -

...... .....0



II ~i C-15 1

0) m 0 r-
cl4

4)

V) 0
~1-0

LLI

uJu

CD
(c"0

en * U, 1 i 0 -0 CO I,, %~N. N-M P " a l CO COI r* CO -e. I=0 m CO V C'i m- m. 10 Lo -_C
+JC 0 1 CI 4 " - ~ 4 - 4 - "j - -4 -4 - -4 - -4 -4 -

U 0

-C,,

_j

CO m (J CO f-- M. f, - , w~ to w~ -.. 0- W~ 0 ( k) 0 iD m- ko LO) N-

inC-4 -4 14

Cto

z:cw

Pn -4 U l OfM u , -t0cjL

U)w- U) N- U. O ~i - U- COU - n wn w~ U. -O n N .- '.0 X. U

0- U (J in . 0n inr L O -c U- n COl '0 Ul CO '0 N- LO in T .r in (NJ in -4 r '-
mAU 0a w m c oc oc c

u0

-4* 0

i ~ ~ -- -4)CN -4 -4 -4 - -40 C .Q N. COQ 0 J COJ MO m in r 0 m~ mN m

ft. MMO O O O COOM ON-O COC CON-N-A 0-S 7,MCO -. lAAtl %11



C- 16

w. r -c to cn C- t-- ,-- c:5 to- f,4 to 0I #W --. mO(0 r, 0 c n (7,tn 0 mC N i, q4 c0 CM C O -eA c~ -J -4 C\j Cj a% (n q. cn C\1 -4 4
NI .4 -I r-I 14 O- .- 4 *- - - 4 ,.4 - 4 - 4 - 4 -4 - 4 -4

N~

4

(0

39 u
(AI w O'r C') m ON W C 00' coO C A u- 0t~ C) a7 r-. 0 Oy% P.. q-.e q*.a (n C0 CD MI 0 l wd -4 m~ 0' 0oO -0 0) 0 0 t-. 0 LAW 40 CD a

LI -- -

.4-)

L.

(A-

u
C)Lo M-a N' a% Co (o -40CD0 m' 3N 00 a)m OC)c CoD 00C M 'C)) - j 'ZoV) *n (A MC M r '. Rd' - ~ -q .- 4 tc) a% Co -4 It C oi Co 0 CoM C o 04- 0 .4 14 -44---4r -

-4(J

CC

LLIZ CD -: r- m 0) r co m 0D cy)c0-greo m Lo(A0 m q1- LA t 0 m r,.OW 0 aC14 -4 O~i m Co to r-. C~ LAO C) o -. 0) " Oi N~ -4 u) 0) "-4 NCo 0RdLI 4.J 0 M~ q: " - N~ Cn W4 CO LA) -r Nl CO LC) Nq f) Nl q~ N j N ~ N N C~j M

F ) 0

0 (

0~~0 r- 0, NI q~ -4 C) WDC 0) C) 0 0% (n 0 LA Co 0 in Lo Cm r- LA) ., r-.
co ~ (t- f, M m 0 - N-Ci Co 00 CO CO Ln Co r- m~ O) CO 4: r-. N~ t-. kD -El -4 - -4 -4 -4r-4 4 -4 -4 -4 - -4 -4

Li-4

LLI

(1) q* LO .-4 .-4I- LC) qt I-. Nl U) n '-4 M De~ *U 00 L CDO- CY LAOC= Co4(A LAl Co (A ocl -Co N- 040 CIN t-- to CQ N CDO LA M~ -4 r- OD Co Con~

C C

-LIJ LO

CC N:

0- ( - ?LA CD CDL oM ) U)C%4wC)Cj- O Oi Nf -4 -q 4

-44

0

L X U-J X: - X LL. -4 -40 X ') -X: U- 0 U- Co Co X LA X~ 0- X i W Nt
-j ~ 5. E ' CoM -4 L 0a tD r-. -4 P-, r-I k0 r-4 tO -4 t0 M L (A) 0' Co NW 0 LCAo *E OCOCOC 03 CDO Co OD r-. 0C o co CD0 r. t-. 00 000co CD~ "a

< 2: CO cc cc co cn ca co o mo Ca co Co co Co Co Co 03 Ca Co Co Co Co Co 03 0.L

CU/

O- I" .- .4 .- .N N N N N N N N m. m' m. m. . . ~ .



C- 17

m 00m DCD-

oa a~ ~ c~

m- 4--jf

uw

(3- . cot-ancm~LL -4. .4 oa,

CA 0 4J
C\4I w.J 0 m

u~I Ll 0) a)2
< i( 4-J 47 -rco I+- to-co 4

cr C) tn 4- . . . < C IC)c L cotn U) C:)f 06WLL M / CD -4 co L. .4 ,-

=: to -w
w -j -W J(

_j~OLL V) C; U L

-Jw ) gCL +j *c 0) *l z oIr
cm- -aruC a I C' -40 *- j CJ-- 0A
CD~ 4 L 0 S.

40". c 0 0 -4
C'0 <-

-o 00< 0 0cli
(n co 0D

U) wu C'ju CL).m4M 0
r -- = C) ko tLna' (n4r. 4

01J 0 0

Z- AO -4 U CD) 0)

- 00-)
LU Z C

0 0

I- C)0trC ; *C* l
>-~ LL

41 CL

C.' 00C ) 0 )i sLU Q) Q*.
cO - O 4-

0C-0

>2Vill iii 71! i
.'V'~a



C- 18

4J M I- cr., u

044A (A0 0

0 IC) C\JC\J C; I-4- N

4-. 0 *-
OU C") ri 0~ U

0to a)4~ 0cr,-

CD. C') CD0

'z-j.) =o U , 3)4t- c
S- *O >K* *1 * *g ... .- *

C)m 4 IC.' iC%' C'J CMJ-4 Q) O(D-o aW O 0) ) Qj 3 (U
F-JV~N 41 (A-z~( cu )0 i

S-. L i

ZLLJ 

c4 o c c -i ot'( l aw CD> I' -i 4

41I

= (v - co CY -ft' - -
u' c) 1. 0 w >e -4-3C4v-.
0 q. *. . * .. to .4 1 ; J(

U- C) 9- (l.-4 4.) u-~ c u a: aZ0- -t0 c 0) cu
.0 a u a - s

0 0) 0 * U va..-

0Z -c C) %0V cu4- - --
* 4) 4- -0 a N

0n V)- i.- C'.-,- '4- 10 C 4 c a(

C) 4* r_> a)

U Uo U atO 'a)U
O- m CD 4C 0) ifa U

* .U S.. ' S.- (U S0 Ua to .OJ - . -

LA!~4 C0 CU -- =- 4-4 a -
04 .4 *U 4 .

(L) S- c a) cQ. ~jql ~ -r ) ( 0r" -MI



I

C- 19

TABLE 3.1.19. OPTIMIZATION A: CONTRASTS BETWEEN CONTRALATERAL
DIFFERENCES IN LESION SIZE ESTIMATES FROM
DECONTAMINATION OF L AT 4 HR WITH 0.5 PERCENT
SODIUM HYPOCHLORITE VERSUS DECONTAMINATION AT 24
HR WITH 5.0 PERCENT SODIUM HYPOCHLORITE

2-Sided t tests
Time to Decontamination 30 Sec 60 Sec 120 Sec Avg

Response Statistic

Lesion Difference 2.6 2.4 3.4 2.7
Lengths df 37 38 38 63

t 2.2 2.2 3.2 2.5
Significance * * * *

Lesion Difference 0.2 0.3 0.5 0.3
Widths df 36 37 37 113

t 1.2 0.4 0.7 0.8
Significance ---.........

Lesion Difference 9.2 15.3 25.5 16.8
Areas df 37 38 38 117

t 0.5 0.8 1.4 1.7
Significance --- --- ---

"Difference" is the contralateral difference for decontamination
at 24 hr with 5.0% sodium hypochlorite less the contralateral
difference for decontamination at 4 hr with 0.5% sodium
hypochl ori te.

df is degrees of freedom used to determine significance.
t is the studentized unpaired t statistic.

*Denotes a statistically significant difference (P < 0.05,
two-sided).

---Denotes no statistically significant difference (P _> 0.05,
two-sided).

Therefore, the t value is an index of the degree of improvement in
the model due to the early decontamination procedure.
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TABLE 3.2.9. MEAN LESION LENGTHS (in mm), WIDTHS (in mm), AND
AREAS (in mm2) FOR 0.5 pl OF HD DECONTAMINATED
WITH M258A1 I AND II AT 1.25, 5.0, AND 10.0
MIN AND 24 HR AFTER DOS;NG

Lengths (mm) Widths (mm) Areas (mm2 )
Side Side Side

Position Time Left Right Left Right Left Right

1 1.25 Min 15.9 15.9 4.5 5.4 56.4 69.3
5.0 Min 17.3 16.5 6.3 7.1 85.1 97.5

10.0 Min 20.0 18.6 11.9 10.5 189.5 155.7

24 Hr 24.1 22.9 16.5 18.1 318.6 337.4

2 1.25 Min 15.7 15.4 3.7 3.8 46.6 45.8

5.0 Min 18.9 19.5 7.1 7.3 107.3 117.8
10.0 Min 18.8 18.3 7.9 8.3 118.8 121.5

24 Hr 22.4 24.1 13.9 14.8 254.9 291.3

3 1.25 Min 17.5 14.3 5.1 4.4 76.2 49.7

5.0 Min 19.0 16.4 5.7 6.0 83.1 77.6
10.0 Min 19.1 19.4 10.0 8.6 156.0 132.7
24 Hr 24.6 22.5 13.3 13.8 260.7 249.9

4 1.25 Min 15.4 13.0 4.5 4.4 54.2 43.6

5.0 Min 21.4 17.0 9.3 7.6 165.0 105.5
10.0 Min 18.4 20.0 8.1 9.0 119.1 152.7

24 Hr 22.6 20.5 14.1 12.1 258.1 200.7

a ,
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TABLE 3.2.10. MEAN LESION LENGTHS (in mm), WIDTHS (in mm), AND
AREAS (in mm2) FOR 0.5 pl OF HD DECONTAMINATED
WITH M258A1 I AND II AT 1.0, 3.0, AND 5.0 MIN
AND 24 HR AFTER DOSING

Lengths (mm) Widths (mm) Areas (mm2)
Side Side Side

Position Time Left Right Left Right Left Right

1 1.0 Min 19.6 19.5 6.0 7.1 92.4 110.2

3.0 Min 19.7 20.3 8.7 8.8 136.0 142.6

5.0 Min 18.6 20.8 9.6 9.9 144.0 163.8

24 Hr 24.9 24.9 16.4 16.6 322.7 330.1

2 1.0 Min 16.8 17.6 3.9 4.1 51.1 58.4

3.0 Min 21.8 23.1 8.0 9.9 136.7 182.3

5.0 Min 24.5 22.4 9.3 9.8 182.8 175.3

24 Hr 27.0 25.0 19.0 18.0 405.2 358.6

3 1.0 Min 20.0 18.8 5.3 6.1 85.9 90.2

3.0 Min 19.6 17.6 5.1 6.3 79.8 92.6

5.0 Min 22.5 22.5 11.1 11.5 197.2 205.9

24 Hr 26.6 27.3 17.8 17.8 378.5 385.0

4 1.0 Min 17.5 19.6 5.5 7.1 75.0 110.5

3.0 Min 16.9 20.3 7.1 8.5 94.4 138.2

5.0 Min 18.8 17.1 6.6 7.5 100.1 106.8

24 Hr 28.0 27.0 18.5 17.9 410.8 385.1

XC.C'
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TABLE 3.2.18. MEAN LESION LENGTHS (in mm), WIDTHS (in mm), AND
AREAS (in mm2) FOR 0.5 pI OF L DECONTAMINATED -

WITH M258A1 I AND II AT 30, 60, AND 120 SEC
AND 24 HR

Lengths (mm) Widths (mm) Areas (mm2)
Side Side Side

Position Time Left Right Left Right Left Right

1 30 Sec 17.5 18.5 3.8 5.0 51.1 73.7
60 Sec 18.6 17.8 4.4 4.5 63.8 62.6

120 Sec 19.1 18.4 4.9 5.3 73.4 75.7

24 Hr 27.5 28.9 18.1 17.3 386.7 388.8

2 30 Sec 19.6 17.1 3.6 3.9 54.7 51.5

60 Sec 17.6 17.9 4.5 4.6 62.1 65.6

120 Sec 19.3 19.1 4.4 4.4 66.0 65.6 A
24 Hr 24.7 25.6 14.1 15.3 276.3 306.9

3 30 Sec 17.4 18.6 3.5 4.0 48.0 60.2

60 Sec 19.1 19.6 4.9 4.9 73 3 74.7

120 Sec 17.3 18.4 5.4 4.8 73.4 71.5
24 Hr 24.4 24.6 13.5 12.5 254.8 243.6

30 Sec 17.8 17.8 3.8 3.8 52.1 51.7

60 Sec 19.1 19.1 5.0 4.1 75.1 62.0

120 Sec 19.1 19.3 5.8 6.0 86.3 88.9

24 Hr 26.3 26.6 18.0 17.7 374.8 368.2

I
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TABLE 3.2.19. MEAN LESION ESTIMATES AVERAGED ACROSS TIME TO DECONTAMINATION I

BY ANTERIOR-POSTERIOR POSITION AND SIDE FOR 0.5 p1 OF L
DECONTAMINATED WITH M258A1 I AND II AT 30, 60, AND 120 SEC
AND 24 HR 0

Lengths (mm) Widths (mm) Areas (mm2 )

Position Left Right Avg. Left Right Avg. Left Right Avg.

1 20.7 20.9 20.8 7.8 8.0 7.9 143.8 150.2 147.0

2 20.2 19.9 20.0 6.4 7.0 6.7 109.6 122.4 116.1

3 19.5 20.3 19.9 6.8 6.5 6.7 112.4 112.5 112.4

4 20.6 20.5 20.5 8.1 7.6 7.9 147.1 135.4 141.3

Avg. 20.2 20.4 20.3 7.3 7.3 7.3 128.3 130.1 129.2

0

p.

"'S
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TABLE 3.2.20. EFFECTS OF ANTERIOR-POSTERIOR POSITION, SIDE, TIME
TO DECONTAMINmTION, AND INTERACTIONS UPON LESION
SIZE ESTIMATES FOR 0.5 jsl OF L DECONTAMINATED
WITH M258A1 I AND II AT 30, 60, AND 120 SEC
AND 24 HR

Significance
Effect Degrees of Times at 30, 60, and 120 Sec. and 24 Hr(Source of Variation) FreedomLength, Ui4,s Aa

Position 3 ---
Side 1 ---...-

Time 3
Position x Time 6 ---
Position x Side 3 --- U--..
Side x Time 3 ---....

Position x Side x Time 9 ---......

***Denotes statistical significance for the effect at alpha = 0.001.
---Denotes no statistical significance (P > 0.05).

I

I

0
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TABLE 3.2.21. TWO-SAMPLE CONTRASTS AND TRENDS FOR 0.5 pl
OF L DECONTAMINATED WITH M258A1 I AND II AT
30, 60, AND 120 SEC AND 24 HR

Significance
Times at 30, 60, and 120 Sec, and 24 Hr

Lengths Widths Areas

TrendsI

Estimates Averaged Over Sides
and Times for Linear Fit With Positions ...... ...

Estimates Averaged Over Sides
and Times for Quadratic Fit With Positions * ***

Estimates Averaged Over Positions and
Sides for Linear Fit With Times *w*

Contrasts: Contralateral DifferenceAveraged ...

At Position 1 Over All Times ...... ...
At Position 2 Over All Times ---
At Position 3 Over All Times ---.. ..
At Position 4 Over All Times ...... ...
Over All Positions and Times ---......--
For Linear Fit With Positions ---
For Quadratic Fit With Positions .........
At Time 30 Sec Over All Positions I..... ...
At Time 60 Sec Over All Positions .........
At Time 120 Sec Over All Positions ---.....

At Time 24 Hr Over All Positions ---.--- ---

For Linear Fit With Times -.-- --.- ---
For Quadratic Fit With Times ---.--- ---

*Denotes statistical significance for the trend at alpha = 0.05.
***Denotes statistical significance for the trend at alpha = 0.001.
---Denotes no statistical significance (P . 0.05).
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TABLE 3.3.4. AVERAGE LESION LENGTHS (in mm), WIDTHS (in mm), AND
AREAS (in mm2) USING M258A1 I AND II MATERIAL IN BULK
VERSUS FIELD KIT PACKAGING IN THE RABBIT MODEL SCREEN FOR
TEST CANDIDATES AGAINST 0.5 p1 OF HD DECONTAMINATED AT
1.0, 3.0, AND 5.0 MIN AND 24 HR

M258A1 I & II Bulk M258A1 I & II Field Kit
Response 1.0 Min 3.0 Min 5.0 Min 24 Hr 1.0 Min 3.0 Min 5.0 Min 24 Hr

0

Lengths 16.6 20.7 20.3 27.1 18.1 22.2 22.7 26.5
Widths 6.1 8.6 10.5 22.1 5.1 7.6 11.0 22.9 ,
Areas 87.1 143.9 171.6 478.6 80.0 136.5 204.9 481.2

I

0N
N
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TABLE 3.3.8. AVERAGE LESION LENGTHS (in mm), WIDTHS (in mm), AND
AREAS (in mm2 ) USING M258A1 I AND II MATERIAL IN BULK
VERSUS FIELD KIT PACKAGING IN THE RABBIT MODEL SCREEN FOR
TEST CANDIDATES AGAINST 0.5 pl OF L DECONTAMINATED AT
30, 60, AND 120 SEC AND 24 HR

M258A1 I & II Bulk M258AI I & II Field Kit
Response 30 Sec 60 Sec 120 Sec 24 Hr 30 Sec 60 Sec 120 Sec 24 Hr

Lengths 16.1 17.4 17.2 22.9 16.9 17.3 17.6 25.8*
Widths 5.4 6.3 6.4 16.4 5.2 6.6 7.1* 15.0
Areas 67.7 85.3 85.7 298.2 68.7 89.8 97.1 307.5

*Significantly greater (P < 0.05, one-sided) than mean lesion size at corresponding

exposure period for bulk M258A1 I and II decontamination.

(Note: Four animals were not dosed with L at the site receiving decontamination on
the field kit side at 24 hr. The averages shown at that time are based on
16 animals only).

N
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TABLE 3.4.1. LESION LENGTHS (in mm) FOR 0.5 pl OF HD FOLLOWED BY
M258A1 I AND II DECONTAMINATION AT EITHER 20, 45, AND
75 SEC OR AT 10, 15, AND 60 SEC (LEFT SIDE) AND
DECONTAMINATION WITH A 5 PERCENT SODIUM HYPOCHLORITE
SOLUTION AT 24 HR (BOTH SIDES)

Position 1 2 3
Side Left Right Left Right Left Right

August 7, 1985
Animal Time to Decontamination
Number 20 Sec 24 Hr 45 Sec 24 Hr 75 Sec 24 Hr

B4689 10 20 14 22 13 17
B4764 12 23 15 27 16 24
B4718 12 22 12 21 12 22
B4778 20 24 16 25 32 22
B4717 14 20 13 19 14 19
B4779 12 21 15 21 16 22
84709 12 21 16 20 16 22
B4777 14 19 15 18 12 19

August 9, 1985
Animal Time to Decontamination
Number 10 Sec 24 Hr 15 Sec 24 Hr 60 Sec 24 Hr

B4695 12 22 18 23 19 25
B4745 10 29 10 32 14 30
84728 13 20 19 21 15 22
B4746 14 19 28 20 31 21
B47 34 14 35 10 34 14 39
84738 10 22 9 23 12 23 •
B47 33 10 19 12 20 12 20 1 ,>.
B4770 9 22 12 25 13 23

"- N
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TABLE 3.4.2. LESION LENGTH RATIOS (LEFT/RIGHT) FOR 0.5 p1 OF HD
FOLLOWED BY M258A1 I AND II DECONTAMINATION AT EITHER
20, 45, AND 75 SEC OR AT 10, 15, AND 60 SEC (LEFT SIDE)
AND DECONTAMINATION WITH A 5 PERCENT SODIUM HYPOCHLORITE
SOLUTION AT 24 HR (BOTH SIDES)

August 7, 1985
Animal Time to Decontamination
Number 20 Sec 45 Sec 75 Sec

B4689 0.500 0.636 0.765
84764 0.522 0.556 0.667
B4718 0.545 0.571 0.545
B4778 0.833 0.640 1.455*
84717 0.700 0.684 0.737
B4779 0.571 0.714 0.727
B4709 0.571 0.800 0.727
B4777 0.737 0.833 0.632

August 9, 1985
Animal Time to Decontamination
Number 10 Sec 15 Sec 60 Sec

B4695 0.545 0.783 0.731
B4745 0.345 0.313 0.467 U
B4728 0.650 0.905 0.682
B4746 0.737 1.400* 1.476*
B4734 0.400 0.294 0.359
B4738 0.455 0.391 0.522
B4733 0.52i 0.600 0.600
B4770 0.409 0.480 0.565

*Outlier at alpha = 0.05, two-sided.

"

IN'
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TABLE 3.4.3. CALCULATION OF TERM TO SUBTRACT FROM LESION LENGTH
ESTIMATE (in mm) AT POSITION n FOR COMPARISON WITH S
ESTIMATE AT 24-HR CONTROL SITE IN MREF PROTOCOL 22

VALIDATION DATAU

Validation at 1.25, 5.0, and 10 Min to Decontamination

Time to Correction
Position Mean* Decontamination Term**

1 18.7 1.25 Min 0I
2 19.2 5.0 Min 0.7
3 19.2 i0.0 Min 0.7
4 18.5 24 Hr -

Validation at 1.0, 3.0, and 5.0 Min to Decontamination

Time to Correction 6

Position Mean*** Decontamination Term**

1 21.0 1.0 Min 0.4I
2 22.3 3.0 Min 1.7
3 21.9 5.0 Min 1.3
4 20.6 24 Hr -

*The mean of all lesion lengths for the position indicated in Tables 3.2.1
through 3.2.4.

**Calculated as the mean at position n less the mean at position 4.
***The mean of all lesion lengths for the position indicated in Tables 3.2.5

through 3.2.8.
-Not applicable.

?!i

u. 1 ~ll
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TABLE 3.4.4. HD LESION SIZE LENGTHS (in mm) FROM MREF PROTOCOL 22
VALIDATION WORK; DECONTAMINATION WITH M258A1 I AND II
AT 1.25, 5.0, AND 10.0 MIN FOLLOWED BY DECONTAMINATION
AT 24 HR WITH 5 PERCENT SODIUM HYPOCHLORITE SOLUTION

Animal Time to Decontamination
Number 1.25 Min 5.0 Min 10.0 Min 24 Hr

B1592 24 24 24 24
B1346 22 24 24 24
B1304 14 20 24 25
B1342 24 20 25 30
B1634 20 25 25 28
81336 20 16 19 22
B1508 24 30 37 30
B1483 30 28 34 25
B1459 20 22 22 24
B1325 36 35 35 42
81306 28 34 35 35
B1338 15 25 25 25
B1529 22 35 30 30
B1326 25 30 30 28
B1496 25 34 30 35
B1349 24 28 35 22
B1609 18 20 24 26
81731 30 27 31 37
B1507 25 35 35 35
B1732 25 37 46 38
B1309 25 38 40 45
81698 25 37 35 35
B1307 22 32 34 35 ,
B1655 20 25 23 35

, 
.N
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TABLE 3.4.5. HD LESION SIZE LENGTHS (in mm) FROM MREF PROTOCOL 22
VALIDATION WORK; DECONTAMINATION WITH M258A1 I AND I
AT 1.0, 3.0, AND 5.0 MIN FOLLOWED BY DECONTAMINATION 0
AT 24 HR WITH 5 PERCENT SODIUM HYPOCHLORITE SOLUTION

Animal Time to Decontamination
Number 1.0 Min 3.0 Min 5.0 Min 24 Mr

B3886 18 19 24 25
B3938 17 2 24 25
84003 16 21 26 30
B3946 18 16 19 22
B3911 16 21 19 23B35 14 17 20
B3924 18 20 21 27
B4059 19 20 22 20
B3892 * 21 22 24
B3981 18 22 18 25
B3887 29 22 28 29 •
B4043 17 20 24 26
B3930 18 21 19 27
B3939 22 23 27 38
B3920 17 23 21 26
B3968 16 29 22 34
84213 17 23 22 37
B4139 31 24 22 31
B4119 * 24 24 34
B3954 25 22 19 25
B4103 19 24 23 30
B4142 19 28 31 42

B4120 21 23 22 39 -
B3957 28 42 29 28

*Data not used due to error in dosing.

II
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TABLE 3.4.6. RATIO OF LESION LENGTH ESTIMATES* AT 75, 300,
OR 600 SEC TO DECONTAMINATION WITH M258A1 I AND II
RELATIVE TO LESION LENGTH ESTIMATE AT 24 HR TO
DECONTAMINATION WITH 5 PERCENT SODIUM HYPOCHLORITE
SOLUTION

Animal Time to Decontamination
Number 75 Sec 300 Sec 600 Sec

B1592 0.992 0.971 0.971
B1346 0.908 0.971 0.971
81304 0.552 0.772 0.932
B1342 0.793 0.643 0.810
B1634 0.707 0.868 0.868
B1336 0.900 0.695 0.832
B1508 0.793 0.977 1.210
B1483 1.192** 1.092 1.332
81459 0.825 0.888 0.888
B1325 0.852 0.817 0.817
B1306 0.794 0.951 0.980
B1338 0.592 0.972 0.972
B1529 0.727 1.143 0.977
B1326 0.886 1.046 1.046
B1496 0.709 0.951 0.837
B1349 1.082** 1.241** 1.559**
B1609 0.685 0,742 0.896
B1731 0.805 0.711 0.819
B1507 0.709 0.980 0.980
81732 0.653 0.955 1.192
B1309 0.551 0.829 0.873
B1698 0.709 1.037 0.980
B1307 0.623 0.894 0.951
B1655 0.566 0.694 0.637

*Corrected for positional effects.
**Outlier at alpha = 0.05, two-sided.

I'
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TABLE 3.4.7. RATIO OF LESION LENGTH ESTIMATES* AT 60, 180,
OR 300 SEC TO DECONTAMINATION WITH M258A1

I AND II RELATIVE TO LESION LENGTH ESTIMATE AT
24 HR TO DECONTAMINATION WITH 5 PERCENT SODIUM
HYPOCHLORITE SOLUTION

Animal Time to Decontamination
Number 60 Sec 180 Sec 300 Sec

B3886 0.704 0.69? 0.908
83938 0.664 ** 0.908
B4003 0.520 0.643 0.823I
B3946 0.80 0.650 0.805
83911 0.678 0.839 0.770 
B3959 0.615 0.785
B3924 0.652 0.678 0.730
84059 0.930 0.915 1.035
83892 ** 0.804 0.863
B3981 0.704 0.812 0.668
B3887 0.986 0.700 0.921
B4043 0.638 0.704 0.873
B3930 0.652 0.715 0.656
B3939 0.568 0.561 0.676
B3920 0.638 0.819 0.758
B3968 0.459 0.803 0.609
B4213 0.449 0.576 0.559
B4139 0.987 0.719 0.668
B4119 ** 0.656 0.668
B3954 0.984 0.812 0.708
B4103 0.620 0.743 0.723
B4142 0.443 0.626 0.707

84120 0.528 0.546 0.531 L

83957 0.986 1.439*** 0.989 I

*Corrected for positional effects.
**Data not used due to error in dosing.

***Outlier at alpha = 0.05, two-sided.

A~ W p tI AN " A J A PIA F m AA VIA 'IV'AN lV
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TABLE 3.4.8. DATA SET FOR NONLINEAR REGRESSION ON LESION GROWTH

RATIOS WHERE GROWTH = LESION LENGTH LESS 10 mm

MREF Protocol 22 Validation Data (Adjusted for Position Effects)
Corrected Length Growth/Non-Decontaminated Control Lesion Length Growth

75 Sec 300 Sec 600 Sec 60 Sec 180 Sec 300 Sec

0.986 0.950 0.950 0.507 0.487 0.847
0.843 0.950 0.950 0.440 * 0.847
0.253 0.620 0.887 0.280 0.465 0.735
0.690 0.465 0.715 0.633 0.358 0.642
0.544 0.794 0.794 0.431 0.715 0.592
0.817 0.442 0.692 * 0.230 0.570
0.690 0.965 1.315 0.447 0.488 0.571
1.320** 1.153 1.553 0.860 0.830 1.070
0.700 0.807 0.807 * 0.664 0.764
0.806 0.759 0.759 0.507 0.687 0.447
0.712 0.932 0.972 0.979 0.542 0.879
0.320 0.953 0.953 0.413 0.519 0.794
0.590 1.215 0.965 0.447 0.547 0.453
0.822 1.072 1.072 0.414 0.404 0.561
0.592 0.932 0.772 0.413 0.706 0.606
1.150* 1.440** 2.030** 0.233 0.721 0.446
0.488 0.581 0.831 0.244 0.419 0.396
0.733 0.604 0.752 0.981 0.586 0.510
0.592 0.972 0.972 * 0.513 0.529
0.529 0.939 1.261 0.973 0.687 0.513
0.423 0.780 0.837 0.430 0.615 0.585
0.592 1.052 0.972 0.269 0.509 0.616
0.472 0.852 0.932 0.366 0.390 0.369
0.392 0.572 0.492 0.978 1.680** 0.983

MREF Protocol 23 Optimization D Data
Lesion Length Growth/Contralateral Control Growth

20 Sec 45 Sec 75 Sec 10 Sec 15 Sec 60 Sec

0.000 0.333 0.429 0.167 0.615 0.563
0.154 0.294 0.429 0.000 0.000 0.200
0.167 0.182 0.167 0.300 0.818 0.417
0.714 0.400 1.450** 0.440 1.400** 1.480**
0.400 0.333 0.444 0.160 0.000 0.138
0.182 0.455 0.500 0.000 -0.077 0.154 V
0.182 0.600 0.500 0.000 0.200 0.200
0.444 0.625 0.222 -0.083 0.133 0.231

*Data not used due to error in dosing.
*Outlier at alpha = 0.05, two-sided.
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TABLE 3.4.9. CALCULATION OF TIME TO DECONTAMINATION FOR
SPECIFIED LESION GROWTH RATIOS (RG)

RG = IB 2e( B1t)

or

t = In 82
-BI

where
B1 : 0.003561

B2 : 0.8113

Les ion Selected
Growth Time Times to
Ratio (Sec) Decontamination

0.00 -59*
0.05 -44*
0.10 -29*
0.15 -13*
0.20 4
0.25 22 (1/2 min)
0.30 41
0.35 62
0.40 85
0.45 109
0.50 136 (2-1/2 min)
0.55 166
0.60 199
0.65 236
0.70 279
0.75 331 (5-1/2 min)
0.80 393
0.85 474
0.90 588
0.95 783

*Negative time value indicates that the lesion growth ratio was not attainable.
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TABLE 3.5.1. DRAIZE IRRITATION SCORES FOR 0.5 ul OF HD DECONTAMINATED
WITH EITHER M258A1 I AND II OR DISTILLED WATER AT 0.75,
1.5, AND 3.5 MIN*

M258AI I, II Control Distilled Water
Animal 0.75 Min 1.5 Min 3.5 Min 24 Hr 0.75 Min 1.5 Min 3.5 Min
Number R E R E R E R E R E R E R E

Date of Studies: 8/21/86

C2047M 2 2 2 2 2 2 2 4 2 3 2 3 2 3
C2070F 2 2 2 2 1 2 3 3 3 4 3 4 3 4
C2022M 2 2 2 2 2 2 3 3 2 4 2 4 2 4
C2085F 2 3 2 3 2 3 3 4 3 4 3 4 3 4
C2020M 2 2 2 2 2 3 3 4 3 4 3 4 3 4
C2059F 2 2 2 2 2 2 3 4 3 4 3 4 3 4
C2005M 2 2 2 2 2 2 3 4 3 4 3 4 3 4
C2100F 1 2 1 1 1 1 2 3 2 3 2 3 2 3
C2006M 2 2 2 1 2 1 2 2 2 4 2 4 2 4
C2071F 2 2 2 2 2 1 3 3 3 4 3 4 3 4
C2010M 2 3 2 2 2 2 3 4 3 4 3 4 3 4
C2073F 2 2 2 2 2 1 3 4 3 4 3 4 3 4

Date of Studies: 8/26/86

C2017M 2 2 2 2 2 2 3 4 3 4 3 4 3 4
C2078F 1 1 1 1 2 2 4 3 4 3 4 3 4 3
C2015M 1 1 1 1 1 1 2 1 4 3 4 3 4 3
C2057F 3 3 3 3 3 3 3 2 4 4 4 4 4 4
C2002M 1 2 1 2 1 2 3 4 4 4 4 4 4 4
C2097F 2 2 2 2 2 2 3 3 4 4 4 4 4 4
C2041M 2 1 2 1 3 2 3 3 4 3 4 3 4 3
C2065F 1 1 1 1 2 2 2 3 4 3 4 3 4 3
C2014M 1 2 1 2 1 2 3 3 3 4 3 4 3 4
C2077F 1 2 1 2 1 2 4 4 4 4 4 4 4 4
C2007M 1 11 1 2 2 4 3 4 4 4 4 4 4
C2085F I 1 1 1 1 2 4 4 4 4 4 4 4 4

*Followed by decontamination with 0.5 percent sodium hypochlorite solution and
three distilled water rinses at 4 hr after dosing.
R = Erythema
E = Edema X

- wi.
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TABLE 3.5.2. PERCENT REFLECTION SCORES FOR 0.5 ul OF HO

DECONTAMINATED WITH EITHER M258A1 I AND II OR
DISTILLED WATER AT 0.75, 1.5, and 3.5 MIN*

Animal M258A1 1, II Control Distilled Water

Number 0.75 Min 1.5 Min 3.5 Min 24 Hr 0.75 Min 1.5 Min 3.5 Min

Date of Studies: 8/21/86

C2047M 57.0 59.8 56.3 55.3 51.5 51.1 56.6
C2070F 89.8 91.1 86.4 80.4 83.2 81.3 80.0
C2022M 82.1 86.2 86.0 83.8 80.8 82.8 79.4
C2085F 81.6 80.0 78.1 79.4 77.4 80.3 79.0
C2020M 86.3 85.2 79.9 91.4 87.5 88.9 88.5
C2059F 76.2 76.8 73.6 76.7 74.2 74.8 77.6
C2005M 87.2 86.4 83.6 84.6 79.2 81.4 84.1
C2100F 88.6 89.3 84.9 88.1 90.9 88.3 89.6
C2006M ** 82.1 85.2 90.5 84.0 82.1 85.9
C2071F 91.1 87.4 85.0 84.5 88.3 84.9 85.6
C2010M 86.0 88.9 85.6 84.5 82.3 81.9 82.8
C2073F 91.4 81.6 88.3 85.4 85.4 87.9 86.0

Date of Studies: 8/26/86

C2017M 74.6 80.6 79.5 85.1 77.6 80.4 79.1
C2078F 89.3 91.0 87.8 78.3 85.8 87.7 82.5
C2015M 86.4 87.9 83.0 85.5 83.7 84.6 84.8
C2057F 76.8 87.5 85.3 80.6 84.1 82.9 84.1
C2002M 95.3 96.8 98.6 93.6 90.1 87.6 92.1

C2097F 92.9 93.3 95.2 98.8 85.5 93.8 91.0 0
C2041M 82.9 95.0 95.5 91.0 81.8 80.6 88.1
C2065F 96.0 92.8 83.5 87.8 85.1 90.1 87.4
C2014M 97.7 88.5 87.6 88.4 89.8 88.6 90.8
C2077F 85.7 74.5 87.7 77.1 74.6 77.4 77.3
C2007M 94.1 99.2 87.8 98.7 87.1 92.3 98.8
C2085F 93.6 86.9 83.8 77.8 78.9 79.2 84.6

*Followed by decontamination with 0.5 percent sodium hypochlorite solution and
three distilled water rinses at 4 hr after dosing.

**Data not collected.
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TABLE 3.5.3. MEAN DRAIZE ERYTHEMA AND EDEMA SCORES AND MEAN REFLECTANCE
SCORES FOR 0.5 ul OF HD FOLLOWED BY DECONTAMINATION WITH
EITHER M258A1 I AND II OR DISTILLED WATER AT 0.75, 1.5,
AND 3.5 MIN*

,.258A I, II Control Distilled Water

0.75 Min 1.5 Min 3.5 Min 24 Hr 0.75 Min 1.5 Min 3.5 Min

Erythema 1.7 1.7 1.8 3.0 3.3** 3.3** 3.3**

Edema 1.9 1.8 1.9 3.3 3.8** 3.8** 3.8**

Total Draize
Score*** 3.5 3.4 3.7 6.3 7.0** 7.0* 7.0**

Reflectance
(color filter -7
not used) 86.2 86.2 84.5 84.5 82.0** 83.0** 84.0

*Followed by decontamination with 0.5 percent sodium hypochlorite solution and three
distilled water rinses at 4 hr after dosing.

**Significantly (P < 0.05) more irritated than the contralateral M258A1 I and II

standard at the same tinc.
***The mean total Draize score does not always equal the sum of the mean erythema

and mean edema scores due to rounding.
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TABLE 3.5.4. BINOMIAL IRRITATION RESPONSE SCORES** FOR RHI-86 VERSUS

M258A1 I AND II STANDARD IN THE MREF PROTOCOL 22 SCREEN

Time to Decontamination Screen
Observer Day 1 Min 3 Min 5 Min Total Results

KA 1 1/8 1/7 0/5
LG 2 3/8 2/6 3/7
LG 3 0/4 2/7 2/7

Sum 4/20++ 5/20++ 5/19++ 14/59 Passed++

TK 1 1/7 2/7 1/6
TK 2 3/8 3/7 3/7
TK 3 1/7 2/7 2/6

Sum 5/22++ 7/21+ 6/19+ 18/62 Passed++

LW 1 1/4 1/5 0/4
BD 2 5/8 5/6 3/6 .
BO 3 1/7 2/7 1/5

Sum 7/19+ 8/18+ 4/15+ 19/52 Passed+

**The binomial irritation score is the number of candidate-decontaminated
HD dose sites more irritated than the contraateral standard
decontaminated dose sites divided by the number of qualifying (nontied)
lesion pairs.

++Candidate-decontaminated dose sites showed significantly (P < 0.05) less HO
irritation than standard-decontaminated dose sites.

+Equivalent (P > 0.05) HD irritation for candidate and M258A1 I, II standard.
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TABLE 3.5.5. BINOMIAL IRRiTATION RESPONSE SCORES** FOR RH4-86 VERSUS
M258A1 I AND fI STANDARD IN THE MREF PROTOCOL 22 SCREEN

Times to Decontamination Screen
Observer Day I Min 3 Min 5 Min Total Results

KA 1 0/4 4/6 1/4
KA 2 0/5 2/7 1/6
KA 3 3/8 0/7 1/7

Sum 3/17++ 6/20+ 3/17++ 12/54 Passed++

CK 1 2/5 5/8 1/6
BO 2 0/5 2/7 1/6
BD 3 3/8 0/6 3 /7

Sum 5/18+ 7/21+ 5/19++ 17/58 Passed++

LA 1 2/7 5/7 1/5
TK 2 2/6 2/6 1/7
TK 3 2/7 0/6 2/8

Sum 6/20+ 7/19+ 4/20++ 17/59 Passed++

**The binomial irritation score is the number of candidate-decontaminated
HD dose sites more irritated than the contralateral standard-
decontaminated dose sites divided by the number of qualifying (nontied)
lesion pairs.

++Candidate-decontaminated dose sites showed significantly (P < 0.05) less HD
irritation than standard-decontaminated dose sites.

+Equivalent (P > 0.05) HD irritation for candidate and M258A1 I, II standard.
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TABLE 3.5.6. BINOMIAL IRRITATION RESPONSE SCORES** FOR RH5-86 VERSUS
M258A1 I AND II STANDARD IN THE MREF PROTOCOL 22 SCREEN

Times to Decontamination Screen
Observer Day 1-Min 3 Min 5 Min Total Results

KA 1 2/4 7/7 4/7 W
KA 2 3/7 2/7 1/7
KA 3 4/8 3/6 1/4

Sum 9/19+ 12/20+ 6/18+ 27/57 Passed+

CK 1 4/6 8/8 4/6 0
BD 2 3/8 1/8 3/e,
BO 3 4/8 4/7 0/3

Sum 11/22+ 13/23+ 7/17+ 31/62 Passed+

LA 1 2/5 8/8 4/6
TK 2 3/8 1/8 3/84
TK 3 4/8 5/8 1/5

Sum 9/21+ 14/24+ 8/19+ 31/64 Passed+

**The binomial irritation score is the number of candidate-decontaminated
HD dose sites more irritated than the contralateral standard-
decontaminated dose sites divided by the number of qualifying (nontied)
lesion pairs.

+Equivalent (P > 0.05) HD irritation for candidate and M258A1 I, II standard.
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TABLE 3.5.7. BINOMIAL IRRITATION RESPONSE SCORES** FOR RH6-86 VERSUS
M258A1 I AND II STANDARD IN THE MREF PROTOCOL 22 SCREEN

Times to Decontamination Screen
Observer Day I Min 3 Min 5 Min Total Results

KA 1 3/6 4/7 4/5
LG 2 7/8 6/7 5/8
LG 3 6/7 5/6 5/6

Sum 16/21- 15/20- 14/19- 45/60 Failed-

TK 1 4/8 3/6 4/6
TK 2 7/8 7/7 6/8
TK 3 5/6 5/6 5/5

Sum 16/22- 15/19- 15/19- 46/60 Failed-

LW 1 3/5 4/4 5/5
BD 2 7/8 8/8 7/8
BD 3 5/6 6/6 4/5

Sum 15/19- 18/18- 16/18- 49/55 Failed-

**The binomial irritation score is the number of candidate-decontaminated
HD dose sites more irritated than the contralateral standard-
decontaminated dose sites divided by the number of qualifying (nontied)
lesion pairs.

-Candidate-decontaminated dose sites showed significantly (P < 0.05) more
HD irritation than standard-decontaminated dose sites.
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TABLE 3.5.8. COMPARISON OF RESULTS BETWEEN BINOMIAL IRRITATION RESPONSE
AND LESION LENGTH ANALYSES FOR FOUR ROHM AND HAAS CANDIDATE
DECONTAMINANT SYSTEMS VERSUS THE M258AI I AND II STANDARD

Times to Lesion Lengths Binomial Irritation Scores
Decontamination: 1 Min 3 Min 5 Min I Min 3 Min 5 Min

Candidate System Observer

RH1-86 ++ ++ ++ TK -++ + +
RH4-86 ++ ++ ++ KA ++ + ++
RH5-86 ++ ++ ++ KA + + +
RH6-86 + + + TK - - -

Screen Results

RH1-86 Passed++ Passed++
RH4-86 Passed++ Passed++-
RH5-86 Passed++ Pas sed+ -

RH6-86 Passed+ Failed-

-The candidate decontamination system was significantly (P < 0.05) not as
effective as the M258A1 I, II standard system against HD.

++The candidate decontamination system was significantly (P < 0.05) more
effective than the M258A1 I, II standard system against HD. I

+The candidate decontamination system was not significantly (P < 0.05)
different from the M258A1 I, II standard system against HO.
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TABLE 3.5.9. IMAGE LESION LENGTHS (in mm) OBTAINED BY MANUAL PLANIMETRY
ON PROJECTED PHOTOGRAPHS OF RABBIT BACKS

Animal M258AI I & II Distilled Water
Number 0.75 Min 1.5 Min 3.5 Min Control 0.75 Min 1.5 Min 3.5 Min

C2047M 19.1 16.6 14.2 20.7 25.5 22.7 29.4
C207OF 9.6 15.4 15.4 17.7 33.6 33.1 33.4
C2022M 18.3 12.2 14.8 20.7 49.1 43.9 38.8
C2085F 12.6 14.2 14.3 24.5 29.6 37.8 31.5
C2020M 21.9 14.2 18.7 22.1 41.2 38.0 30.4
C2059F 13.6 14.0 17.8 23.3 41.2 26.8 27.2
C2005M 11.2 12.2 17.0 21.1 40.5 40.1 33.9
C2100F 12.3 11.0 11.7 23.2 23.1 28.3 24.4
C2006M * 9.0 11.9 27.0 31.3 41.0 44.1
C2071F 9.9 12.6 14.4 22.8 * 33.2 41.4C2010M 19.8 124 25.8 26.7 31.8 30.3 28.5

C2073F 10.6 14.3 15.3 26.3 25.7 26.9 33.2
C2017M 11.9 11.5 13.1 18.8 25.9 24.9 22.4
C2078F 11.8 10.0 14.0 16.5 31.7 29.9 30.9
C2015M 10.8 10.6 11.1 16.4 22.9 19.9 23.0
C2057F 13.6 * 16.8 23.3 47.3 37.1 34.5
C2002M 12.4 12.8 10.3 19.5 27.4 32.4 32.8
C2097F 8.7 10.6 16.5 20.9 47.9 45.8 41.9
C2041M 12.4 14.6 14.2 17.7 27.4 29.9 30.4
C2065F * * * 19.8 29.4 21.3 31.4
C2014M * 13.6 13.3 17.4 29.1 26.5 29.1
C2077F 10.5 13.9 13.9 25.8 27.4 24.8 25.4
C2007M 8.9 8.6 17.0 20.0 20.1 19.6 22.3
C2085F 15.0 18.5 17.8 31.0 26.3 35.0 25.0

*Data not used due to error in dosing HD.
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TABLE 3.5.10. IMAGE LESION WIDTHS (in mm) OBTAINED BY MANUAL PLANIMETRY 0
ON PROJECTED PHOTOGRAPHS OF RABBIT BACKS

Animal M258AI I & II Distilled Water
Number 0.75 Min 1.5 Min 3.5 Min Control 0.75 Min 1.5 Min 3.5 Min

C2047M 6.1 7.8 6.8 12.4 9.9 9.6 13.8
C207OF 3.1 4.2 5.5 12.6 8.0 12.4 13.4
C2022M 6.5 5.8 10.3 18.5 12.7 11.0 17.6
C2085F 6.4 5.0 9.4 13.9 11.5 14.7 15.8
C2020M 9.3 6.2 11.0 17.2 10.9 13.3 21.7
C2059F 5.5 6.0 9.8 18.1 9.7 9.0 10.2
C2005M 3.9 5.7 5.7 24.1 7.8 9.4 15.5
C2100F 7.4 6.5 6.8 21.6 8.0 14.0 17.6
C2006M * 4.9 7.6 24.4 8.5 10.1 15.8
C2071F 3.9 6.1 8.1 18.0 * 8.6 11.2
C2011M 9.5 7.1 9.2 25.9 12.3 14.9 21.9
C20?iF 6.1 8.7 7.2 18.1 12.2 12.1 14.1
C2017M 4.2 4.4 6.9 9.9 11.2 13.2 15.7
C2078F 3.6 3.0 4.6 7.9 11.3 11.7 12.5
C2015M 3.2 3.2 3.0 8.5 11.2 11.8 10.6
C2057F 3.0 * 6.4 15.1 11.2 12.0 13.8
C2002M 3.4 4.0 4.1 13.1 8.4 10.4 11.4
C2097F 4.6 3.6 5.9 13.4 11.3 12.3 12.9
C2041M 3.6 3.3 4.2 13.4 7.3 10.6 9.3
C2065F * * * 12.9 8.8 10.0 8.8
C2014M * 3.3 5.3 1i.9 10.7 12.6 12.9
C2077F 2.4 3.4 4.5 8.2 11.7 10.6 9.3
C2007M 1.5 2.5 4.3 6.5 3.3 5.0 7.0
C2085F 4.2 4.8 8.2 13.8 13.0 13.3 9.0

*Data not used due to error in dosing HD.
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TABLE 3.5.11. LESION LENGTHS (in mm) OBTAINED BY RULER

ON LIVE RABBIT BACKS

Animal M258A1 I & II Distilled Water
Niimber 0.75 Min 1.5 Min 3.5 Min Control 0.75 Min 1.5 Min 3.5 Min

C2047M 19 22 18 29 21 23 28
C2070F 11 16 18 21 35 34 27
C2022M 26 10 17 26 52 42 38
C2085F 14 16 18 28 29 32 26
C2020M 20 15 17 26 43 51 45
C2059F 13 14 17 26 35 32 32
C2005M 19 15 21 22 38 36 26
C2100F 13 13 14 21 21 26 22
C2006M * 15 16 22 26 35 25
C2071F 15 15 16 25 * 31 27
C2010M 18 15 25 30 33 30 29
C2073F 14 15 17 35 24 29 30
C2017M 8 15 18 29 26 27 25
C2078F 20 12 25 28 33 34 29
C2015M 15 17 15 26 30 29 30
C2057F 25 * 29 26 45 37 33
C2002M 16 18 17 28 31 36 30
C2097F 13 15 20 30 38 37 31
C2041M 13 17 20 28 29 34 31
C2065F * * 27 39 37 30
C2014M * 16 19 29 32 30 28
C2077F 12 15 17 29 34 30 37
C2007M 12 15 16 32 42 40 36
C2085F 12 15 17 30 27 27 32

*Data not used due to error in dosing HD.
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TABLE 3.5.12. LESION WIDTHS (in mm) OBTAINED BY RULER
ON LIVE RABBIT BACKS

Animal M258A1 I & II Distilled Water
Number 0.75 Min 1.5 Min 3.5 Min Control 0.75 Min 1.5 Min 3.5 Min

C2047M 9 8 8 15 11 10 12
C2070F 5 5 9 14 15 20 16
C2022M 7 5 9 17 16 16 19
C2085F 5 5 10 20 18 19 16
C2020M 12 6 8 12 15 15 17
C2059F 5 10 9 20 13 15 14
C2005M 5 7 8 16 14 13 11
C2100F 5 8 9 18 12 11 13
C2006M * 4 7 18 14 10 17
C2071F 4 5 8 19 * 18 17
C2010M 6 5 9 17 15 15 21
C2073F 5 8 8 23 17 15 17
C2017M 8 7 11 18 14 17 17
C2078F 5 5 9 15 12 14 15
C2015M 6 7 7 14 17 15 16
C2057F 6 * 12 25 17 19 18
C2002M 4 5 7 17 14 17 15
C2097F 5 4 8 17 16 18 13
C2041M 4 6 12 20 16 16 18
C2065F * * * 16 15 18 17
C2014M * 5 10 17 17 19 19
C2077F 5 5 7 19 15 17 16
C2007M 4 5 9 18 14 15 16
C2085F 3 6 10 17 13 15 16

*Data not used due to error in dosing HO.
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TABLE 3.5.13. MEAN LENGTHS AND WIDTHS (in mm) OBTAINED BY
RULER OR MANUAL PLANIMETRY FROM LESIONS CAUSED
BY 0.5 l of HD FOLLOWED BY DECONTAMINATION
WITH EITHER M258A1 I AND II OR DISTILLED WATER
AT 0.75, 1.5, AND 3.5 MIN*

M258A1 I & II Distilled Water
0.75 Min 1.5 Min 3.5 Min Control 0.75 Min 1.5 Min 3.5 Min

Lengths

Ruler 16.1 15.3 18.6 27.2 33.2 33.3 30.3

Planimetry 13.1** 12.9** 15.2** 21.8** 32.0 31.2 31.1

Widths

Ruler 5.6 6.0 8.9 17.6 14.8 15.7 16.1

Planimetry 4.8 5.0** 6.7** 15.0 10.0** 11.4** 13.4**

*Followed by decontamination with 0.5 percent sodium hypochlorite solution dnd
three distilled water rinses at 4 hr after dosing.

**Measurement was significantly (P < 0.05, two-sided) underestimated by
manual planimetry relative to ruler measurement.
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FIGURE 3.2.1. MEAN LESION LENGTHS FOR 0.5 P1 of HD DECONTAMINATED
WITH M258A1 I AND II AT 1.25, 5.0, AND 10.0 MIN,
AND 24 HR AFTER DOSING

TIME

24 K
Hours

t0.00
Minutes

38 36 I
5.00

Minutes

33 3 53
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29 230 31 28

2 3 4

POSITION

LEGEND: SIDE LEFT RIGHT
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FIGURE 3.2.2. MEAN LESION WIDTHS FOR 0.5 pl of HD DECONTAMINATED
WITH M258A1 I AND II AT 1.25, 5.0, and 10.0 MIN,
AND 24 HR AFTER DOSING
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FIGURE 3.2.3. MEAN LESION AREAS FOR 0.5 V1 of HD DECONTAMINATED

WITH M258A1 I AND fl AT 1.25, 5.0, and 10.0 MIN,
AND 24 QR AFTER DOSING
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FIGURE 3.2.4. MEAN LESION LENGTHS FOR 0.5 V1 OF HD DECONTAMINATED
WITH M258A1 I AND II AT 1.0, 3.0, and 5.0 MIN,
AND 24 HR AFTER DOSING
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24
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FIGURE 3.2.5. MEAN LESION WIDTHS FOR 0.5 P1 OF HD DECONTAMINATED
WITH M258AI I AND II AT 1.0, 3.0, and 5.0 MIIN,

AND 24 HR AFTER DOSING
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FIGURE 3.2.6. MEAN LESION AREAS FOR 0.5 vl OF HD DECONTAMINATED
WITH M258A1 I AND II AT 1.0, 3.0, AND 5.0 MIN,
AND 24 HR AFTER DOSING

TIME.

Hours/

Minutes 7 /3t

5 107 3 587 4 2 3 2 0

MinuteI

202 109 75 15

2 3 4

POSITION

LEGEND: SIDE LEFT RIGHT



D-19
FIGURE 3.2.7. MEAN LESION LENGTHS FOR 0.5 V1 of L DECONTAMINATED

WITH M258A1 I AND II AT 30, 60, and 120 SEC,
AND 24 HR AFTER DOSING
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FIGURE 3.2.8. MEAN LESION WIDTHS FOR 0.5 Vi1 OF L DECONTAMINATED
WITH M258A1 I AND II AT 30, 60, AND 120 SEC,
AND 24 HR AFTER DOSING
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FIGURE 3.2.9. MEAN LESION AREAS FOR 0.5 V1 OF L DECONTAMINATED .
WITH M258AI I AND II AT 30, 60, AND 120 SEC,
AND 24 HR AFTER DOSING
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6

FIGURE 3.4.1. OBSERVED HD LESION RATIOS W+ ITH WEIGHTED

EXPONENTIAL REGRESSION CURVE ( ) AND
95% CONFIDENCE LINITS
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FIGURE 3.4.2. OBSERVED HO LESION GROWTH RATIOS ()WITH WEIGHTED
EXPONENTIAL REGRESSION CURVE ( )AND

95% CONFIDENCE LIMITS(-) -
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